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WARRANTY 

All Tektronix instruments are warranted 
against defective materials and workman- 
ship for one year. Tektronix transformers, 
manufactured in our own plant, are war- 
ranted for the life of the instrument. 

Any questions with respect to the war- 
ranty mentioned above should be taken 
up with yaur Tektronix -Field .E n gi neer .. - 

Tektronix repair and replacement-part 
service it geared- directly Uy the field, — 
therefore- -all -requests -for repqfo u O ft cLie* .r 
placement parts should be directed to the 
Tektronix Reid Office or representative In 
-yee* area. This procedure will a ssu re -yee— 
the Fastest possible service. Please include 
the instrument Type and Serial or Model 
Number with all requests for parts or 
service. 

Specifications and price change privi- 
leges reserved. 

Copyright ® 1965, new material copy- 
rights 1966 and 1969 by Tektronix, Inc., 
Beaverton, Oregon. Printed in the United 
States of America. All rights reserved. 
Contents of this publication may not be 
reproduced in any form without permis- 
sion of the copyright owner. 
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SECTION 1 
CHARACTERISTICS 



Type 422/R422 (SN 100-19,999) 



introduction 

The Tektronix Type 422 Oscilloscope is a transistorized 
portable oscilloscope designed to operate in a wide iange 
of environmental conditions. The light weight and small size 
of the Type 422 allow if to be easily transported, while pro- 
viding the performance necessary for accurate measurements. 
The dual-channel, DC to 15 MHz vertical system provides 
calibrated deflection factors from 0.01 to 20 volts/division 
(0.001 volts/division minimum, Channel 2 only with reduced 
frequency response). The trigger circuits provide stable trig- 
gering over the full range of vertical frequency response. 
The horizontal circuits provide a maximum sweep rote of 
0.5 microseconds/division (0.05 microseconds/division using 
X10 magnifier). 

A detachable power supply section allows the instrument 
to be powered from a variety of power sources. With the 
Type 422 AC Power Supply (016-0072-00) the instrument can 
be operated from an AC power source. The Type 427 AC- 
DC Power Supply (01 6-0073-00) provides operation from 
either AC or DC power sources or internal batteries. Inform- 
ation in this manual applies to the Type 422 Indicator only. 



For information on the power supplies, refer to the applicable 
instruction manual. 

Information given in this instruction manual also applies 
to the Type R422 (with AC Power Supply only) unless other- 
wise noted. The Type R422 is electrically identical to the 
Type 422 but is adapted for rackmounting in a standard 
19-inch rack Rockmounting instructions, a mechonical ports 
list and a dimensional drawing for the Type R422 are pro- 
vided in Section 10 of this manual. 

The characteristics which follow are divided into two cate- 
gories. Characteristics listed in the Performance Requirement 
column are checked in the Performance Check and Calibra- 
tion sections of this manual. Items listed in the Supplemental 
Information column ore provided for reference use and do 
not directly reflect the measurement capabilities of this instru- 
ment. The Performance Check procedure given in Section 5 
of this manual provides a convenient method of checking 
the Performance Requirements listed in this section. The 
following characteristics apply over an ambient temperature 
range of —15® C to +55° C, except as otherwise indicated. 
Warm-up time for given accuracy is 20 minutes. 



VERTICAL DEFLECTION SYSTEM 



Characteristic 


Performance Requirement 


Supplemental Information 


Deflection Factor 
Channels 1 and 2 (Xl) 


10 millivolts/division to 20 volts/division 
in 11 calibrated steps 


Steps in 1-2-5 sequence 


Channel 2 only (X10) 


1 millivolt/division to 2 volts/division 
with X10 GAIN AC switch pulled out 


Deflection Accuracy 

Channels 1 and 2 (XI) 


Within 3% of indicated deflection factor 


VARIABLE control fully clockwise 


Channel 2 only (X10) 


Within 7.5% of indicated deflection fac- 
tor 


VARIABLE control fully clockwise and X10 
GAIN AC switch pulled out 


Variable Deflection Factor 


Uncalibrated deflection factor to 2.5 times 
or greater, the indicated deflection factor 


Maximum deflection factor 50 volts/divi- 
sion or greater in 20 VOLTS/DIV position 


Frequency Response 
( — 3 dB point) 

Channels 1 and 2 (XI) 


DC to 15 MHz or greater 


Risetime 23 nanoseconds or less 


Channel 2 only (X10) 


5 Hz or less to 5 MHz or greater 


Risetime 70 nanoseconds or less 


AC Low-Frequency Response 
( — 3 dB point) 




2 Hz or less, AC GND DC switch set to AC 


Input RC Characteristics 




1 megohm [±.2%) paralleled by approxi- 
mately 30 pF. Time constant of both chan- 
nels matched within 1 % in calibration 
procedure 


Maximum Input Voltage 




30D volts combined DC and peak AC 


Input Coupling Modes 


AC or DC, selected by front-panel switch 




Vertical Linearity 
(low frequency) 


0.2 division or less expansion or com- 
pression of a two-division display when 
positioned to vertical extremes af dis- 
play area 


Includes CRT linearity 


Trace Shift Due To 
Input Grid Curren‘ 


0.2 division or less at 10 mi Hi volts/di vi- 
sion (2 nonoomps or less) 
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VERTICAL DEFLECTION SYSTEM (coni) 



Characteristic 


Performance Requirement 


Supplemental Information 


Vertical Display Modes 


Algebraically added 
Channel 1 only 

Dual-trace chopped between channels 
Channel 2 only 

Dual-trace, alternate between channels 






100 kHz, ± 20% 




Channel Isolation Rejection Ratio 


100:1 or greater at 50 kHz 


With optimum GAIN ad|ustment at 1 kHz. 
Channels centered vertically with eight 
divisions or less of 50 kHz signal applied. 


Trace Drift with Time 




Typically 1 division or less in 24 hours 
at 10 millivolts/division after 20-minute 
warm up. 


Signal Delay 




Approximately 150 nanosecond internal 
delay line. 


TRIGGERING 


Source 


Internal from Channel 1 and 2 
Internal from Channel 1 only 
External 




Coupling 


AC 

AC low-frequenc/ reject 

DC 




Polarity 


Sweep can be triggered from positive- 
going or negative-going portion of trig- 
ger signal 




Mode 


Automatic triggering 

Adjustable triggering at desired level 

Free running 




Internal Trigger Sensitivity 
AC 


0.2 division of deflection, minimum 50 Hz 
to 5 MHz; increasing to one division at 
15 MHz 


Typical — 3dB point, 25 Hz 


AC LF REJ 


0.2 division of deflection, minimum, 50 
kHz to 5 MHz; increasing to one division 
ot 15 MHz 


Typical — 3dB point, 25 kHz 


DC 


0.2 division of deflection, minimum, DC 
to 5 MHz; increasing to one division at 
15 MHz 




AUTO 


0.8 division of deflection, minimum, 50 Hz 
to 4 MHz; increcsing to 2.5 divisions at 
15 MHz 




External Trigger Sensitivity 
AC 


125 millivolts, minimum, 50 Hz to 5MHz ; 
increasing to 0.6 volt at 15 MHz 


Typical — 3 dB point, 25 Hz 


AC LF REJ 


125 millivolts, minimum, 50 kHz to 5 MHz; 
increasing to 0.6 volt at 15 MHz 


Typically — 3dB at 25 kHz 


DC 


125 millivolts, minimum, DC to 5 MH 2 ; 
increasing to 0.6 volt at 15 MHz 




AUTO 


0.6 volt, minimum, 50 Hz to 7 MHz ; 
increasing to 1.2 volts at 15 MHz 




Maximum External Trigger 
Input Voltage 
AC and AC LF REJ 




DC component ±250 volts or less with 
AC component 100 volts or less, RMS 


DC 




Maximum of 100 volts RMS or peak volt- 
age af ±250 volts 


1-2 




©I 
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TRIGGERING kont) 


Characteristic 


Performance Requirement 


Supplemental Information 


External Trigger Input 
RC Characteristics 




Approximately 100 kilohms paralleled by 
about 35 pF 


AUTO Repetition Rate 


Sweep Trigger circuit automatically re- 
triggers Sweep Generator at 40 to 55 Hz 
repetition rate in absence of trigger sig- 1 
nal (LEVEL control set to AUTO) 





HORIZONTAL DEFLECTION SYSTEM 



Sweep Rates 


0.5 microsecond /division to 0.5 second/ 
division in 19 calibrated steps 


Steps in 1-2-5 sequence 


Sweep Accuracy 


Within 3% of indicated sweep rate over 
middle eight divisions of display 


VARIABLE control fully clockwise and XI0 
MAG switch pushed in 


Variable Sweep Rate 


Uncalibrated sweep rate 2.5 times, or 
greater, the indicated sweep rate 


Slowest sweep rate 1.25 seconds/division, 
or greater, in 0.5 SEC position 


Sweep Length 


10.4 to 12.1 divisions 




Sweep Magnification 


Each sweep rate can be increased 10 
times. Center division of display is ex- 
panded to provide magnified display 


Extends fastest sweep rate to 50 nano- 
seconds/division 


Magnified Sweep Accuracy 


Within 5% of magnified sweep rate 


VARIABLE control fully clockwise 


Magnified Sweep Linearity 


±1% for any eight division portion of 
magnified sweep length at all sweep 
rates except 50 nanoseconds /division. 
±3% at 50 nanoseconds/division (ex- 
cluding first division, 1%, of total sweep) 




Normal /Magnified Registration 


±0.2 division or less trace shift at grati- 
cule center when switching XI 0 MAG 
switch from on to off 




Gate Output Signal 
Waveshape 


Rectangular pulse 




Polarity 


Negative going 




Amplitude 


0.5 volt or greater 




Duration 


About 10.4 to 12.1 times the TIME/DIV 
switch setting 




Output resistance 




Approximately 600 ohms 


External Horizontal Amplifier 
Deflection factor (XI) 


10 volts/division. ±25%, with X10 
MAG switch pushed in 


HORIZ ATTEN control (Triggering LEVEL) 
fully clockwise 


Deflection Factor (X10) 


1 volt/division, ±25%, with X10 MAG 
Switch pulled out 


Variable deflection factor 


Deflection factor decreased 10 times or 
greater when HORIZ ATTEN control is 
fully counterclockwise 




Frequency Response 
(—3 dB point) 


DC to 500 kHz o> greater 




Input RC Characteristics 


Approximately 300 kilohms paralleled by 
approximately 30 pF 


CALIBRATOR 




Wave shape 


Square wave 




Polarity 

l 


Negative going with baseline near zero 
volts 




Output Voltage 
Calibrator jock 


2 volts 




Internal 


0.2 volt 

, 


Internally applied to vertical amplifier in 
CALIBRATE 4 DIVISIONS position of 
VOLTS/DIV switches 
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CALIBRATOR (cont) 



Characteristic 


Performance Requirement 


Supplemental Information 


Voltage Accuracy 
Calibrator jock 


+25® C 


— 15*C to +50®C 




Within ±2.7% 


Within ±3.5y 0 


Internal 


Within ±0.7% 


Within ±1.5% 


Repetition Rale 


1 kHz, ±20% 




Duty Cycle 


45% to 55% 




Output Resistance (at jack) 




Approximately 2 kilohms 



EXTERNAL BLANKING 



Sensitivity 


Two volts completely blanks CRT 


Blanking signal connected to unblanking 
deflection plates. Does not provide inten- 
sity modulation 


Polarity of Operation 


Positive-going signal required 




Input Coupling 


DC coupled 




Input Resistance at DC 




Approximately 235 ohms 



CATHODE-RAY TUBE (CRT) 



Tube Type 


T4220-31-1 rectangular, glass envelope 




Phosphor 


P31 standard. Others available on spe- 
cial order 




Accelerating Potential 




Approximately 6 kilovolts (gun potential, 
— 1400 volts) 


Graticule 

Type 


Internal 




Area 


8 divisions vertical by 10 divisions hori- 
zontal. Each division equals 0.8 centi- 
meter 




Illumination 


Variable edge lighting 




Unblanking 


Deflection type, DC coupled 




Geometry Raster Distortion 


±0.1 division or less horizontal and ver- 
tical 





ENVIRONMENTAL CHARACTERISTICS 

The following environmental test limits apply when tested 
in accordance with the recommended test procedure. This 
instrument will meet the electrical performance requirements 



given in this section following environmental tests. Com- 
plete details on environmental test procedures, including 
failure criteria, etc, may be obtained from Tektronix, Inc. 
Contact your local Tektronix Field Office or representative. 



Characteristic 


Performance Requirement 


Supplemental Information 


Temperature 

Operating 


—15- C to +55* C 


Safe operating temperature maintained 
by convection cooling. Thermal cutout 
protects instrument from overheating 


Non-operating 


—55® C to +75° C 




Altitude 

Operating 


15,000 feet maximum 




Non-operating 


50,000 feet maximum 

i 


May be tested during non-operating tem- 
perature tests 


Humidity 

Non-operating 


Perform five cycles (120 hours) of Ml- 
Std-202B, Method 106A 


Exclude freezing and vibration 
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Characteristic 


Performance Requirement 


Supplemental Information 


Vibration 

Operating 


I Vibrate for 15 minutes along each axis 
; at a total displacement of 0.025 inch, 
; ±0.003 inch, (4 g at 55 c/s) from 10-55- 
; 10 in one-minuto cycles. Hold for three 
minutes at 55 c/s. Total vibration time, 
55 minutes 


Instrument secured to vibration platform 
during test 


Non-operating 


Perform resonant searches along each 
axis at a total displacebent of 0.030 inch 
from 10-55-10 c/s. All major resonances 
should be above 55 c/s 


Shock 

Operating 


Two shocks of 30g, one-half sine, 11- 
miHisecord duration each direction along 
each of the major axes. Total of twelve 
shocks 


Guillotine type shock 


Non-operating 


One shock, 60g, one-half sine, 11-milli- 
second duration along each major axis. 
Total of six shocks 


Electromagnetic Interference 
Operating 


Use test procedures and limits described 
in Mil-I-6181D and Mi|-I-16910A, para- 
graph 3.6.1. 1.5.1. Check for radiated 
interference within the specified limits 
over a range of 14 kHz to 1000 MHz, 
and conducted interference within the 
specified limits trom 150 kHz to 25 MHz 


Tests performed within electrically shielded 
enclosure with CRT mesh filter installed 


Transportation 
Package vibration 


Meets National Safe Transit type of test 
when correctly packaged. 

Vibrate for one hour slightly in excess 
of lg 


Package should just leave vibration sur- 
face 


Package drop 


Drop from a height of 30 inches on one 
corner, all edges radiating from that 
corner and all flat surfaces 


Total of 10 drops 



MECHANICAL CHARACTERISTICS 



Characteristic 


Information 


Construction 




Chassis 


Aluminum alloy 


Cabinet 




Panel 


Aluminum alloy with anodized finish 


Circuit boards 


Glass-epoxy laminate 


Overall Dimensions 


Measured at moximum point 


(Type 422] 


422 only 422 with AC 422 with AC-DC 

Power supply Power Supply 


Height 


6.75 inches 6.75 inches 675 inches 


Width 


10.0 inches 10.0 inches 10.0 inches 


Depth 


17.8 inches 20.7 inches 


Overall Dimensions 
(Type R422) 




Height 


7 inches 


Width 


19 inches 


Depth 


16.125 inches 


Connectors 




Front-panel (except CALIBRATOR jack) 


BNC 


CALIBRATOR jack 


tip jack 
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ACCESSORIES 

Standard accessories supplied with the Type 422 are listed 
on the last pullout page of the Mechanical Parts List illus- 



trations. Standard accessories supplied with the Type R422 
are given in Section 10. For optional accessories available 
for use with this instrument, see the current Tektronix, Inc. 
catalog. 




Type 422/R422 (SN 100-19,999) 



SECTION 2 

OPERATING INSTRUCTIONS 



General 

To effectively use the Type 422, the operation aro capa- 
bilities of the instrument must be known. This section 
describes the operation of the front-panel controls, gives 
first-time and general operating information and lists some 
basic applications for this instrument. 

Front Cover and Handle 

The front cover furnished with the Type 422 provides a 
dust-tight seal around the front panel. Use the cover to 
protect the front panel when storing or transporting the 
instrument. The cover also provides storage for the probes, 
power cord and other accessories (see Fig. 2-1). 




Fifi. 2-1. Accessory storage provided in front covor 

The handle of the Type 422 can be positioned for carry 
ing or as a tilt-stand for the instrument. To position the 
handle, press in at the pivot points (see Fig. 2-2} and lurn 
the handle to the desired angle. Several positions are pro- 
vided for convenient carrying or viewing. The instrument 
may also be set on the rear-panel feet for operation or 
storage. 

Cooling 

The Type 422 requires very little air circulation for proper 
operation. A thermal cutout in the instrument provides 
thermal protection and disconnects the instrument power if 
the internal temperature exceeds a safe operating level. 

(5)2 




Pro** in or 

both *id*i to posi- 
tion handle. 



Fig. 2-2. Pivoting the carrying handle to provide a stand Foi the 
Type 422. 



Power is automatically restored when the temperature returns 
to o sofe level. 



Rackmounfing 

Complete information for mounting the Type R422 in a 
cabinet rack b given in Section TO of this manual. 



FRONT-PANEL CONTROLS 
AND CONNECTORS 

A brief description of the function or operation of the 

front-ponef controls and connectors follows (sco Fig. 2-3}. 

More detailed information is given in this section under 

General Operating Informalion. 

Cathode-Ray Tube (CRT) 

INTENSITY Controls brightness of display 

FOCUS Provides adjustment to obtair a well- 

defined display. 

ASTIGMATISM Used in conjunction with the FOCUS con- 
trol to obtain a well defined display. 

SCALE ILLUM Controls graticule illumination. 

Vertical (both channels if applicable) 

VOLTS/DIV Selects vertical deflection foctor (VARI- 

ABLE control must be in CAL position fa 
indicated deflection}. 



2-1 
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CRT 



Charm*! 1 




TYPE 422 OSCILLOSCOPE 



VOITS/DI!/ 



vriTS/wv 



Powar end 
External - 
Blenkins 



Sweep 



Triggering 



Fig. 2-3. Front-panel controls end connector*. 



VARIABLE 


Provides continuously variable deflection 


Mode 


Selects vertico! mode of operation. 




factor to about 2-5 times setting of the 
VOLTS/DIV switch. 


(not labeled) 


ALG ADD: Charnel 1 and 2 signals are 
algebraically added and the algebraic 


UNCAL 


Light indicates that VARJAB1F control is 
not set to CAL. 




sum is displayed on the CRT. 

CH Is The Channel 1 signal is displayed. 


POSITION 


Controls vertical position of the display. 




CHOPPED: Dual trace display of signal 
on both channels. Approximately four- 


GAIN 


Screwdriver adjustment to set the gain 
of the vertical input amplifier. 




microsecord segments from each chan 
ncl displayed at a repetition rate of 


STEP ATT BAL 


Screwdriver adjustment to set the balance 
of the input amplifier in the .02, .05 and .1 
positions of the VOLTSyDIV switch. 




about 100 kilohertz. 

CH 2: The Channel 2 signal is displayed. 
ALT; Dual trace display of signal on bath 
channels. Display switched between 


INPUT 


Input connector for verticcl deflection sig- 
nal. 




channels at end of each sweep. 




INVERT 


Inverts the Channel 2 display when pulled 


AC GND DC 


Selects method of coupling input signal 




out. 



to grid of input amplifier. 

AC; DC component of input signal is 
blocked. Low frequency limit ( — 3dB 
point) is about two hertz. 

GND: Input circuit is grounded (does 
not ground applied signal). 

DC; Al! components of the input signal 
are passed to the input amplifier. 



X1C GAIN AC Increases AC gain of Channel 2 amplifier 
ten times when pulled out {decreases 
deflection factor 10 times). 

Calibrator 

2-VOLT PROBE Output connector providing two-volt 
square-wave signal for compensating and 
checking gain of a probe. 



2-2 
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Triggering 

Source Selects source of trigger signal. 

(not labeled) 

CH 1 & 2: Internal trigger signal obtained 
from displayed channel(s). 

CH 1: Internal trigger signal obtained 
only from Channel 1. 

EXT; Sweep triggered from signal applied 
to TRIG IN connector. 

Coupling Determines method of coupling tiigger 

(not labeled) signal. 

AC: Rejects DC and attenuates signals 
beiow about 50 hertz. 

AC LF REJ: Rejects DC and attenuates 
signals below about 50 kilohertz. 

DC: Accepts both AC and DC signals. 

SLOPE Selects portion of trigger signal which 

triggers sweep. 

_/~ : Sweep triggered from positive-go- 
ing portion of trigger signal. 

“\_ : Sweep triggered from negative- 
going portion of trigger signal. 

LEVEL Selects amplitude point on trigger signal 

where sweep is triggered. When turned 
fully counterclockwise to the AUTO posi- 
tion, the sweep is automatically triggered. 
In the FREE RUN position, fully clockwise, 
the sweep free runs. 

TRIG IN Input connector for external trigger signal. 

GATE OUT Output connector providing a 0.5 volt or 
greater negative-going rectongulor pulse 
which is time-coincident with the sweep. 

Sweep 

POSITION Controls horizontal position of the display. 

X10 MAG Increases sweep rate to 10 times setting 
of TIME/DIV switch by expanding center 
division of the display. 

TIME/DIV Selects sweep rate of the sweep circuit 

(VARIABLE control must be in CAL posi- 
tion for indicated sweep rate). In the EXT 
HORIZ position, horizontal deflection is 
provided by a signal connected to the 
HORIZ IN connector. 

VARIABLE Provides continuously variable sweep rate 

to at leost 2.5 times setting of the TIME/ 
DIV switch. Sweep rote is calibrated only 
when control is set fully clockwise to the 
CAL position. 

UNCAL Light indicates that VARIABLE conti ol is 

not set to CAL. 

HORIZ ATTEN (Triggering LEVEL) Provides approximately 
10:1 otfenuation for external horizontal 
signals connected to the HORIZ IN con- 
nector when the TIME/DIV switch is set 
to EXT HORIZ. 



HORIZ IN (TRIG IN) Input connector for external 

horizontal signal when TIME/DIV switch 
is set to EXT HORIZ. 

Power and External Blanking 

POWER Light: Indicates that POWER switch is on 

and the instrument is connected to a 
power source. 

Switch: Applies power to the instrument. 

EXT BLANKING Input connector for external blanking sig- 
nal. 

FIRST-TIME OPERATION 

The following steps will demonstrate the use of the con- 
trols and connectors of the Type 422. It is recommended 
that this procedure be followed completely for first time 
familiarization with the instrument. 

1. Set the front-panel controls as follows: 

Vertical controls (both channels where applicable) 



VOLTS/DIV 


CALIBRATE 4 DIV 


VARIABLE 


CAL 


AC GND DC 


GND 


POSITION 


Midrange 


Mode 


CH 1 


INVERT 


Pushed in 


X10 GAIN AC 


Pushed in 


Horizontal controls 


POSITION 


Midrange 


TIME/DIV 


.5 mSEC 


VARIABLE 


CAL 


X10 MAG 


Pushed in 


Triggering Controls 


Source 


CH 1 & 2 


Coupling 


AC 


SLOPE 


Positive going ( _ 


LEVEL 


AUTO 


Other Controls 


INTENSITY 


Counterclockwise 


FOCUS 


Centered 


ASTIGMATISM 


Centered 


SCALE ILLUM 


Any position 


POWER 


Pulled out 



2. Connect the Type 422 to a power source that meets 
the voltage and frequency requirements of the instrument. 

3. Advance the INTENSITY control until the trace is at 
the desired viewing level (about midrange). 

4. Adjust the FOCUS end ASTIGMATISM controls for a 
sharp, well-defined display over the entire trace length. 

5. Set the Channel 1 VOLTS/DIV switch to .01. 

6 . Position the trace with the Channel 1 POSITION con- 
trol so it coincides with one of the horizontal graticule lines. 



©2 
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TYPE 422 CONTROL SETUP CHART 




©! 
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Fig. 2-4. 
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If the trace is not parallel with the graticule line, see Trace 
Alignment Adjustment in this section. 

7. Return the Channel 1 VOLTS/DIV switch to the CALI- 
BRATE 4 DIVISIONS position. 

8 The display should be a four-division square wave 
showing about five cycles of the signal. If the display is 
not four divisions in amplitude, adjust the front-panel GAIN 
adjustment as described under Vertical Gain Adjust ment 
in this section. The step attenuator balance should also be 
checked os described under Step Attenuator Balance Adjust- 
ment in this section. 

9. Turn the Channel 1 VARIABLE control throughout its 
range. Note that the UNCAL light comes on when the VARI- 
ABLE control is moved from the CAL position (fully clock- 
wise). The uncalibrared vertical deflection factor is about 
2.5 times the indicated deflection factor in the counterclock- 
wise position. Return the VARIABLE control to CAL. 

10. Turn the Channel 1 POSITION control to mov.» the 
display toward the top of the graticule. 

It. Set the Mode switch to CH 2. 

12. The Channel 2 display should be similar to Channel 

1. Gain and step attenuator balance can be checked in 
the some manner as for Channel 1. The Charnel 2 VARI- 
ABLE control operates in the same manner as for Channel 1. 

13. Turn the Channel 2 POSITION control to mov<? the 
display toward the bottom of the graticule. 

14. Pull the INVERT switch. The trace is now at th.* top 
of the graticule area. Push the INVERT switch in. 

15. Set the Mode switch to ALT; the Channel 1 ond 2 
displays os set up in steps 10 and 13 should be seen. Turn 
the TIME/DIV switch throughout its range. Notice thot the 
flicker between traces decreases os the sweep rate is 
increased^ Return the TIME/DIV switch to .5 mSEC. 

16. Set the Mode switch to CHOPPED. Note thot the trig- 
gering is unstable in the CH 1 & 2 Triggering Source switch 
position. 

17. Set the Triggering Source switch to CH 1; the display 
should be identical to that obtained in ALT (step 15). Turn 
the TIME/DIV switch to lO^SEC, set both VOLTS/DIV 
switches to .01 and the Triggering Source switch to CH 1 & 

2. Notice the switching between channels os shown by the 
segmented traces. Reduce the sweep rate slowly and notice 
that the traces appear solid ct about .2 mSEC. Best results 
in the CHOPPED mode are obtained at sweep rates below 
♦his setting. Return the VOLTS/DIV switches to CALIBRATE 
4 DIVISIONS and the Triggering Source switch to CH 1. 
Continue to reduce the sweep rate and rote that a usable 
display is presented down to the slowest sweep rote pro- 
vided. Return the TIME/DIV switch to .5 mSEC. 

18. Set the Mode switch to ALG ADD. The display should 
be eight divisions in amplitude. The Channel 1 ond 2 sig- 
nals are added for this display. Note thot either POSITION 
control will move the display. 

19. Pull the INVERT switch and center both POSITION 
control's. The display should be o stroight line indicating 
that the algebraic sum of the two signals is zero. 



20. Set either VOLTS/DIV switch to .01. The square-wove 
display indicates thot the algebraic sum of the two signals 
is no longer zero. Return the Mode switch to CH 1 and both 
VOLTS/DIV switches to CALIBRATE 4 DIVISIONS. Push in 
the INVERT switch. 

21. Turn the LEVEL control clockwise to the FREE RUN 
position. The trace should appear as two lines four divi- 
sions apart (free running). 

22. Rotate the LEVEL control counterclockwise until a stable 
display appears. This indicates that the sweep is triggered. 
Continue to turn the LEVEL control counterclockwise and 
note that more of the leading edge is shown (leading edge 
of trace appears to move negative) os the LEVEL control 
is turned toward — . Turn the control fully counterclock- 
wise to the AUTO position. The trace should again appear 
stable. 

23. Set the SLOPE switch to the negative-going position. 
The trace should star* with the negative part of the square 
wave. Return the switch to the positive-going position; the 
trace should start with the positive part of the square wave. 

24. With the Triggering Coupling switch set to AC, the 
display should be stable both in AUTO and with the LEVEL 
control set at about the middle of rotation. In the AC LF 
REJ position, triggering may be unstable in AUTO but should 
be stable using the LEVEL control. Now switch to DC. With 
the Triggering Source switch set to CH 1 & 2, adjust the 
LEVEL control for a stable display. Now turn the Channel 
1 POSITION control ond note that the trace disappears 
when it is moved several divisions. Set the Source switch 
to CH 1 and rotate the vertical POSITION control to move 
the display up and down the screen. The display will remain 
triggered at any vertical POSITION setting. Also note that 
the display is stable with AUTO triggering in either Trig- 
gering Source position. Return the Triggering Coupling 
switch to AC. 

25. Set the Triggering Source switch to CH 1 & 2. The 
display should be the same as in the CH 1 position. Turn 
the Mode switch to CH 2 and the Channel 1 VOLTS/DIV 
switch to .01. The Channel 2 signal should be disployed 
and be triggered. Set the Triggering Source switch back 
to the CH 1 position. The display is now unstable because 
it is not triggered. Return the Mode switch to CH 1 and the 
Channel 1 VOLTS/DIV switch to the CALIBRATE 4 DIVI- 
SIONS position. 

26. If an external signal is available (0.6-volt peak-to- 
peak minimum, 50 H 2 — 15 MHz) the EXT function of the 
Triggering Source switch con be demonstrated. Connect the 
external signal to both the INPUT 1 and TRIG IN connectors. 
Set the Channel 1 AC GND DC switch to DC and set the 
VOLTS/DIV switch to a position that will provide about o 
six-division display. Operation of the Triggering Coupling 
switch, SLOPE switch ond LEVEL control should be the same 
in the EXT position as described in steps 21 through 24 (with 
six divisions of deflection). Return the Channel 1 VOLTS/DIV 
switch to CALIBRATE 4 DIVISIONS ond the Triggering Source 
switch to CH 1. 

27. Set the TIME/DIV sw.tch to 5 mSEC Pull the XlO 
MAG switch. The display should show about one cycle/two 
divisions. Push in the XlO MAG switch and return the 
TfME/DJV switch to .5 mSEC The display should be similar 
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to that obtained with the TME/DIV switch at Srr.SEC and 
the magnifier on. 

2B. Turn the horizontal POSITION control so the display 
starts at about the center of the graticule. Now turn the 
POSITION control in the opposite direction. Notice that for 
about 60° of rotation the trace moves slowly to the left erd 
the control turns easily. Then, the drag or the control 
increases slightly and the trace begins to rr.ove much faster 
to the left. This control provides a combination of coarse 
ord fine adjustment. To use the control effectively, turn it 
slightly pest the desired point of adjustment (coarse adjust). 
Then reverse the direction of rotation and use the fine adjust- 
ment to establish more precise positioning. Return the start 
of the trace to the left edge of the graticule. 

29. If an external signal is available (1 volt to 10 voits), 
the function of the external horizontal cmplifier can be 
demonstrated. Turn the INTENSITY control to a lower set- 
ting to protect the CRT phosphor. Then set the T IME/DIV 
switch to EXT HORIZ and turn the HORIZ ATTEN control 
(LEVEL) fully clockwise. Connect the external horizontal 
signal to the HORIZ IN connector (TRIG IN). Now set the 
INTENSITY control to provide an adequate display. The dis- 
play should be rectangular, four divisions vertically with the 
horizontal length of the display variable with the HORIZ 
ATTEN control (vertical deflection provided by Type 422 
Calibrator signal and horizontal deflection provider! by 
external signal). Tum the HORIZ ATTEN control so the dis- 
play is less than one division horizontally. Pull the X10 
MAG switch. Re-position the display on to the viewing 
creo if necessary and notice that the display is about 10 
times larger horizontally. Push the X]0 MAG switch. 

30. If an external signal is available (+2 volts peck, 
minimum) the function of the EXT BLANKING circuit can be 
demonstrated. Connect the external signal to the INPUT 1 
connector. Set the AC GND DC switch to DC and set the 
Channel 1 VOLTS/DIV switch to display about five cycles 
of the signal. Connect the vertical input signal to the EXT 
BLANKING connector also, and notice that the positive 
peaks of +2 volts or greater ere blanked out. 

31. This completes the basic operation procedure for the 
Type 422. Mere detailed information, where necessary will 
follow. 

CONTROL SETUP CHART 

Fig. 2-4 shows the front panel of the Type 422 This chart 
may be reproduced and used as a test-setup record for 
special measurements, applications or procedures, or it may 
be used os a troinirc aid for familiarization with this instru- 
ment. 

GENERAL OPERATING INFORMATION 
Removing fhe Power Supply 

The power supply can be removed from the Type 422 indi- 
cator for maintenance, calibration or remote operation. 
Looser the four screws located on the rear cf the power 
supply ond then separate the units by sliding the power 
supply to the rear, off the support rods. 

Operating the Power Supply Remotely 

The Type 422 can be operated with the power supply 
removed The interconnecting plug or the rear of the indi- 




fig 2-5 Securing the power cable tc the power supply for remote 
operation. 

color can be detached and used as an extension cable. 
The instrument will not operate correctly with any extension 
cable longer than the one provided with it. To remove 
the intercorrecting plug, loosen the three screws holding it 
to the indicator and slide it up slightly,- then move it away 
from the rear of the unit Unwrap the power cable from the 
rear of the indicator. The two spring dips (see Fig. 2-5) on 
the power supply ore provided to lock the power cable to 
the power supply for remote operation. Tc use the dips, 
hook one spring clip into the hole provided in the intercon- 
necting plug. (Be sure the POWER switch is scr to off.) Slide 
fhe plug into piece while depressing the other spring clip. 
To remove the plug, reverse the order in which it was 
attached. 

CAUTION 

Do nor bend the spring clips so they lalch without 
using the procedure described above. If bent in 
this manner, they will latch when the power supply 
is remounted on the indicator ond will be difficult 
to remove without damage to the instrument. 

Intensity Control 

The setting of the INTENSITY control may affect the cor- 
rect focus and astigmatism of the display. Tc protect the CRT 
phosphor, do not turn the INTENSITY control higher than 
necessary to provide a satisfactory display. Also, be careful 
that the INTENSITY control is not set too high when changing 
from a fast to a slow sweep rate or when setting the TIME / 
DIV switch to the EXT HORIZ position. 

Trace Alignment Adjustment 

If a free-running trace is not parallel with the horizontal 
graticule lines, set the Trace Rotation adjustment as fellows. 
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Fig. 2-6. Removing the Hgh» filler «r foceplote protector. 



1. Position ihe troce to the gicticule centerline. 

2. Adjust the Trcce Rotation adjustment (the power supply 
mist be operated remotely for access to this adjustment! so 
the trace is parallel with the horizontal graticule lines. 

Light Filter 

The mesh filter provided with the Type 422 provides shield- 
ing against radiated RFI (radio-frequency interference radia- 
tion] from the foee of the CRT. It also serves as a light filter 
to make the trcce more visible under high ambient light 
conditions. To remove the filter, press down at the bottom of 
the frame and pull the top of the Tiller away from the CRT 
faceplate (see Fig. 2-6). 

A tinted light filter is also supplied. This filter minimizes 
light reflections from the foce of the CRT to improve contrast 
when viewing the display under high ambient light conditions. 
A deer plastic foceplote protector is provided for use when 
neither the mesh nor the tinted filter is used. The clear face- 
plate protector provides the best display for waveform photo- 
graphs. It is also preferable for viewing high writing rate 
displays. 

A filter or foceplote protector should be used at all times 
to protect tlie CRT foceplote from scratches. The foceplote 
protector and the tinted light filter mount in the some holder,- 
press it out to the rear. Eiher one can be replaced by snap 
ping it back into the holder. 

Signal Connections 

In general, 10X attenuator probes offer the most con- 
venient means of connecting a signal to the input of the Type 
422- A 10 X attenuator probe offers a higher input imped- 
ance artd allows the circuit under test to operate more closely 
to actual operating conditions. However, the 10X probe 



also attenuates the input signal 10 times. The probe is 
shielded to prevent pickup of electrostatic interference. 
High-frequency response when using a Tektronix 10X probe 
is affected only slightly. Low-frequcrcy response with AC 
input coupling is extended to about 0.2 hertz. 

In some cases, the signal can be connected to the Type 42? 
with short unshielded leads. This is particularly true with 
high-level, low-frequency signals. When such leads are used, 
be sure tc establish a common ground between the Type 422 
and the equipment under test Attempt to position the leads 
away from any source of interference to avoid errors in the 
display. If interference is excessive with unshielded leads, 
use a coaxial cable or a probe. 

In high-frequency applications requiring maximum overall 
bandwidth, use coaxial cables terminated in their character- 
istic impedance at the Type 422 input. 

Loading Effect of the Type 422 

As nearly as possible, simulate actual operating conditions 
in the equipment under test. Otherwise, the equipment under 
test may not produce a normal signal. The 10X ctteructcr 
probes mentioned previously offer the least circuit loading. 
Tektronix 10X attenuator probes have an input resistance of 
about 10 megohms with very low shunt capacitance. 

When the signal is coupled directly lo the input of the Type 
422, the input impedance is about one megohm paralleled by 
about 30 pF. When the signal is coupled to the input of the 
Type 422 through a cocxial coble, the input capaitance is 
greatly increased. Just a few feet of coaxial cable can 
increase the input capacitance to well over 100 pF. 



Vertical Gain Ad[ustment 

Check. To Check the gain of either channel, set the 
VOLTS/DIV switch to the CALIBRATE 4 DIVISIONS position 
and the VARIABLE control to CAL. The vertical deflection 
should be exactly four divisions. If not, adjust as follows. 

Adjust. Front-panel GAIN control for exactly four divi- 
sions of deflection. 

NOTE 

If the gain of the two charnels must be closely 

matched (such as for ALG ADD operation), use 

the adjustment procedure given in the Calibration 

Procedure. 

Step Attenuator Balance Adjustment 

Check. To check the step attenuator balance of either 
channel, set the AC GND DC switch to GND and the Trigger- 
ing LEVEL cortrol to AUTO. Change the VOLTS/DIV switch 
from .05 to .01. If the trace moves vertically, adjust the STEP 
ATT EAL adjustment as follows. 

Adjust. This procedure can be used to adjust the step 
attenuator balance of either channel Set the Vertical Mode 
switch to display the desired ctannel. Allow about ten 
minutes warm up before performing this adjustment. 

1. With the controls set as for the check, turn the POSI- 
TION control to midrange. 
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2. Set the VARIABLE control to CAL ond adjust the STEP 
ATT BAL adjustment to bring the trace near graticule confer. 

3. Adjust the STEP ATT BAL adjustment so there is no trace 
shift os the VOLTS/ DV switch is changed from .05 to .01. 
This may take several readjustments of the STEP ATT BAL 
adjustment. 

Vertical Channel Selection 

Either of the input channels con be used for single trace 
displays. Apply the signal to the desired INPUT connector 
and set the MODE switch to display the channel used. How- 
ever, the invert and X10 AC gain features of this instrument 
are provided only for Channel 2. To use these features, the 
signal must be connected to INPUT 2. For dual-treat dis- 
plays, connect the signals to both INPUT connectors ond set 
the MODE switch to one of the dual-trace positions. 

Input Coupling 

The Channel 1 and 2 AC GND DC switches allow a choice 
of input coupling. The type of display desired will determine 
the coupling used. The GND position on this switch provides 
a convenient method of obtaining a DC ground refeience. 

The DC position con be used for most applications. How- 
ever, if the DC component of the signal is much largei than 
the AC component, the AC position will probably provide 
o better display. DC coupling should be used to display AC 
signals below about 20 hertz (2 hertz with a 10X probe) as 
they will be attenuated in the AC position. 

In the AC position, the DC component of the signal is 
blocked by a capacitor in the input circuit. The low-fre- 
quency response in the AC position is obout 2 hertz (—3 dB 
point). Therefore, some low-frequency attenuation con be 
expected near this frequency limit. Attenuation in the form 
of waveform tilt will also oppeor in square waves which 
have low-frequency components. 

The GND position provides a ground reference at the input 
of the Type 422. The signal applied to the input connector 
is internally disconnected but not grounded. The input circuit 
is held at ground potential, eliminating the need to exter- 
nally connect the input to ground to establish a DC giound 
reference. 

Deflection Factor 

The amount of vertical deflection produced by a signal is 
determined by the signal amplitude, the attenuation factor of 
the probe (if used), the setting of the VOLTS/DI V switch ond 
the setting of the VARIABLE VOLTS/DIV control. The cali- 
brated deflection factors indiccted by the VOLTS/DIV 
switches apply only when the VARIABLE control is set to 
the CAL position. 

The VARIABLE VOLTS/DIV control provides variable (un- 
calibrafed) vertical deflection between the calibrated set- 
tings of the VOLTS/DIV switch. The VARIABLE control 
extends the maximum vertical deflection factor of the Type 
422 to at least 50 volts/division (20 volts/division position). 

When the X10 GAIN AC switch in Channel 2 is pulled 
out, the deflection factor indicated by rhe VOLTS/DIV switch 
must be divided by 10 to obtain the true deflection factor. 



Channel 2 Gain 

The X10 GAIN AC switch provides 10 times gain for the 
Channel 2 amplifier to extend the minimum deflection factor 
to 0.001 volt/division in the .01 VOLTS/DIV switch position 
The DC component of the applied signal is not amplified. 
For best results when using the XI 0 GAIN AC switch, the 
AC GND DC switch should be in rhe AC position. 

Dual-Trace Operation 

Alternate Mode. The ALT position of the Vertical Mode 
switch produces a display which alternates between Channel 
1 ond 2 with each sweep of the CRT. Although the ALT mode 
con be used at all sweep rotes, the CHOPPED mode provides 
a more satisfactory display at sweep rates below about 0.5 
millisecond/division. At these slower sweep rates, alternate 
mode switching becomes visually preceptible. 

Proper internal triggering in the ALT mode can be obtained 
in either the CH 1 & 2 or the CH 1 position of the Triggering 
Source switch. When in the CH 1 & 2 position, the sweep 
will be triggered from the signal on each channel. This pro- 
vides a stable display of two unrelated signals, but does not 
indicate the time relationship between the signals. In the 
CH 1 position, the two signals will be displayed showing true 
time relationship. If the signals are not time related, the 
Channel 2 waveform will be unstable in the CH 1 source 
switch position. 

Chopped Mode. The CHOPPED position of the MODE 
switch produces a display which is electronically switched 
between channels. In general, the CHOP mode provides the 
best display at sweep rates slower than about 0.2 milli- 
second/division or whenever dual-trace, non -repetitive phe- 
nomena is to be displayed. At faster sweep rates the chop- 
ped switching may become apparent and interfere with the 
display. 

Proper internal triggering for the CHOPPED mode is pro- 
vided with the Triggering Source switch set to CH 1. If the 
CH 1 & 2 position is used, the sweep circuits will be triggered 
from the between-channel switching signal and both wave- 
forms will be unstable. External triggering will provide the 
same result os CH 1 triggering. 

Two signals which are time-related can be displayed in 
the CHOPPED mode showing true time relationship. If the 
signals are not time-relofed, the Channel 2 display will 
appear unstable. 

Two non-repetitive, transient or random signals which occur 
within the time interval determined by the TIME/DIV switch 
(ten times sweep rote) can be compored using the CHOPPED 
mode. To trigger the sweep correctly, the Channel 1 signal 
must precede the Channel 2 signal. Since the signals show 
true time relationship, time-difference measurements can be 
made. 

Algebraic Addition 

The ALG ADD position of the Mode switch can be used to 
display the sum or difference of two signols or for common- 
mode rejection to remove an undesired signal (about 100:1 
rejection). 

The gain of the two channels is matched in the Calibration 
Procedure. However, the deflection in the various positions 
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Fi©. J.7. Effect of the Triggering LEVEL control end SLOPE switch on Hie CUT diiploy. 
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of the VOLTS/DIV switches may vary slightly due to lofer- 
once of the input attenuators involved. The deflection at 
ony setting of the VOLTS/DIV switch can be closely matched 
by applying a signal to both inputs and inverting the Chan- 
nel 2 signal with the INVERT switch. Adjust the VARIABLE 
VOLTS/DIV control in the channel with the largest deflection 
until a straight line is produced. 

The following general precautions should be observed 
when using the A LG ADD mode. 

1. Do not exceed the input voltage rating of the Type 422. 

2. Do not apply signals that exceed an equivalent of 
about 8 times the VOLTS/DIV switch settings. As an example, 
with the VOLTS/DIV switch set to 1, the voltage applied 
to that channel should not exceed about 8 volts. Lnrger 
signals may distort the display. 

3. Use vertical POSITION control settings which most 
nearly position the signal of each channel to mid-screen when 
viewed in either the CH 1 or CH 2 positions of the MODE 
switch. This will insure the greatest dynamic range for ALG 
ADD mode operation. 

Sweep Triggering 

Proper sweep triggering is essentiol for a stable presenta- 
tion of an input signal. For a stable display, the sweep must 
be triggered by a signal that is time-related to the displayed 
signal. The following considerations will help to obtain cor- 
rect triggering. 

Trigger Source 

CH 1 A 2. In the CH 1 & 2 position of the Triggering 
Source switch, the trigger signal is obtained from the dis- 
played signal. This position provides the most convenient 
operation when displaying single channel displays. However, 
for dual-trace displays, special considerations must be made 
to provide the correct display. See Dual-Trace Operation in 
this section for dual-trace triggering information. 

CH 1. The CH 1 position of the Triggering Source switch 
provides a trigger signal from only the signal applied to the 
INPUT 1 connector. This position provides a stable display 
of the Channel 1 signal and is useful for certain dual-trace 
applications (see Duol-Trace Operotion). 

EXT. An external signal connected to the TRIG IN con- 
nector can be used to trigger the sweep in the EXT position 
of the Source switch. The external signal must be time-related 
to the displayed signal for a stable display. An external trig- 
ger signal can be used to provide a triggered display when 
the internal signal is too low in amplitude for correct trigger- 
ing or contoins signal components on which it is not desired 
to trigger. It is also useful when signal traring in amplifiers, 
phase-shift networks, wave-shaping circuits, etc. The signal 
from a single point in the circuit can be connected to the 
TRIG IN connector through a signal probe or cable. The 
sweep is then triggered by the same signal at all times and 
allows amplitude, time relationship or wave shape changes 
of signals at various points in the circuit to be examined 
without resetting the triggering controls. 

Trigger Coupling 

Three methods of coupling the trigger signal to the trig- 



ger circuits can be selected with the Triggering Coupling 
switch. Each position permits selection or rejection of the 
frequency components of the trigger signal which trigger the 
sweep. 

AC. The AC position blocks the DC component of the 
trigger signal. Signals with low-frequency components below 
about 50 hertz will be attenuated. In general, AC coupling 
can be used for most applications. However, if the signal 
contains unwanted low-frequency signals or if the sweep is 
to be triggered at a DC level, one of the remaining Coupling 
switch positions will provide o better display. 

The triggering point in the AC position depends on the 
average voltage level of the trigger signals. If the trigger 
signals occur at random, the overage voltage level will vary, 
causing the triggering point to vary also. This shift of the 
triggering point may be enough so it is impossible to main- 
tain a stable display. In such coses, use DC coupling. 

AC LF REJ. In the AC LF REJ position, all DC and low- 
frequency signals below about 50 kilohertz are rejected or 
attenuated. Then, the sweep is triggered only by the higher- 
frequency components of the trigger signal. This position is 
particularly useful for providing stable triggering if the trig- 
ger signal contains line-frequency components. Also, in the 
ALT position of the Mode switch the AC LF REJ coupling 
position provides the best display ot high sweep rates when 
comparing two unrelated signals (triggering from both Chan- 
nel 1 and Channel 2). 

DC. DC coupling can be used to provide stable triggering 
with low-frequency signals which would be attenuated in 
the AC position, or with low-repetition rote signals. The 
LEVEL control can be adjusted to provide triggering at the 
desired DC level on the waveform. In the CH 1 & 2 position 
of the Source switch, the setting of the vertical POSITION 
controls affects the DC trigger level. 

DC trigger coupling should not be used in the ALT dual- 
trace mode if the Triggering Source switch is set to CH 1 & 2. 
If used, the sweep will trigger on the DC level of one troce 
and then either lock out completely or free run on the other 
trace. Correct DC triggering for this mode can be obtained 
with the Triggering Source switch set to CH 1. 



Trigger Slope 

The Triggering SLOPE switch determines whether the trig- 
ger circuit responds to the positive-going or negative-going 
portion of the trigger signal. When the SLOPE switch is in 
the positive-going (_/") position, the display starts with the 
positive-going portion of the waveform,- in the negative-going 
( “\_ ) position, the display starts with the negative-going 
portion of the waveform (see Fig. 2-7). When several cycles 
of a signal appear in the display, the setting of the SLOPE 
switch is probcbly unimportant. However, if you wish to look 
ot only a certain portion of a cycle, the setting of the SLOPE 
switch insures that the display starts on the desired slope of 
the input signal. 

Trigger Level 

The Triggering LEVEL control determines the voltage level 
on the triggering waveform at which the sweep is triggered. 
When the LEVEL control is set in the + region, the trigger cir- 
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cuit responds at a more postive poinr on the trigger signal. 
In the — region the trigger circuit responds at a more neg- 
ative point on the trigger signal. Fig. 2-7 illustrate* this 
effect with different settings of the SLOPE switch. 

To set the LEVEL control, first select the Triggering Source, 
Coupling and SLOPE. Then, rotate the LEVEL control fully 
counterclockwise to the AUTO position (operation in the 
AUTO position is discussed below). Now turn the LEVEL 
control clockwise until the sweep appears and is stable. 
Further rotation in the clockwise direction causes the sweep 
to trigger at a more positive? point on the triggering wave- 
form. In the extreme clockwise position, the sweep free runs. 

Trigger Mode 

Automatic Triggering. Automatic triggering is obtained 
by rotating the Triggering LEVEL control fully counter lock- 
wise to the AUTO position. In this position, triggering occurs 
at the average voltage point of the applied waveform. If a 
trigger signal is not present, the sweep is automatically 
^triggered at a 40 to 55 Hz rate to provide a refeience 
trace. Automatic triggering con be used with both internal 
and external trigger signals. Best operation is provided for 
signals with repetition rates above 55 hertz. 

Automatic triggering is particularly useful when observing 
a series of waveforms since it is not necessary to reset the 
Triggering LEVEL control for each observation. Therefore, 
this mode can be used for most applications and the remain- 
ing modes used when special applications are necessary or 
stable triggering is not obtainable in the AUTO modu. 

Free Running. When the Triggering LEVEL control is 
rotated fully clockwise, the sweep free runs independent of 
any trigger signal. One difference between the free running 
traces produced in the AUTO and FREE RUN positions is 
the repetition rate. The repetition rate in the FREE RUN 
position is dependent upon the setting of the TIME/DIV 
switch and the trace appears at essentially the same inten- 
sity at all sweep rates. The repetition rate in the AUTO 
position is fixed at 40 to 55 hertz. 
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Selecting Sweep Rate 

The TIME/DIV switch provides 19 calibrated sweep rates 
ranging from 0.5 microsecond to 0.5 second/division. The 
VARIABLE control provides continuously variable sweep rates 
between the settings of the TIME/DIV switch. Whenever 
the UNCAL light is on, the sweep rate is not calibrated. 

When making time measurements from the graticule, the 
area between the first and ninth graticule lines provides the 
most linear time measurement (see Fig. 2-B). Therefore, the 
first and last divisions of the display should not be used 
when making accurate time measurements. Position the 
start of the timing area to the first graticule line and adjust 
the TIME/DIV switch so the end of the timing area falls 
between the first end ninth graticule lines. 



Horizontal Position Control 

The horizontal POSITION control used on the Type 422 
provides a combination of a coarse and fine adjustment in 
one control. When this control is rotated, fine positioning is 
provided for a range of about 60° and the trace can be 
precisely positioned. Then, after the fine range is exceeded, 
the coarse adjustment comes into effect to provide rapid 
positioning of the trace. To use this control effectively for 
precise positioning, first turn the control to move the trace 
slightly beyond the desired position (coarse range). Then 
reverse the direction of rotation to use the fine range to 
establish the precise position desired. 



Sweep Magnification 

The sweep magnifier expands the center division of the 
display 10 times (see Fig. 2-9). To use this feature, first move 
the portion of the display you wish to expand to the center 
of the graticule. Then, pull the X10 MAG switch. The POSI- 
TION control can be adjusted to position the magnified 
waveform for correct viewing. Any portion of the original 




Fig. 2-8. Amo of graticule u*ed for accurst* Km* fnealuremefftt. 



Fig. 2-9. Operation of the sweep magnifier. 
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waveform can be viewed by adjusting the POSITION control 
to bring the desired portion onto the viewing area. 

With the X10 MAG switch pulled out, the sweep rote is 
obtained by dividing the TIME/DIV switch setting by 10. 
For example, if the TIME/DIV switch is set to 5mSEC, the 
magnified sweep rate is 0.5 millisecond /division. The magni- 
fied sweep rate must be used for all time measurements with 
the XI 0 MAG switch pulled out. The magnified sweep rate 
is calibrated when the UNCAL light is off. 



External Horizontal Input 

In some applications it is desirable to display one signal 
versus another signal rather than against time( internal sweep). 
The EXT HORIZ position of the TIME/DIV switch provides a 
means for applying an external signal to the horizontal ampli- 
fier for this type of display. 

Connect the external horizontal signal to the HORIZ IN 
connector (TRIG IN). With the HORIZ ATTEN control (Trig- 
gering LEVEL) fully clockwise and the magnifier off, the hori- 
zontal deflection factor will be about 10 volts/division. 
Deflection factor with the magnifier on is about one volt/ 
division. The HORIZ ATTEN control provides ot least 10:1 
variable attenuation within the above ranges. 



External Blanking 

The CRT display of the Type 422 can be externally blanked 
by a signal connected to the EXT BLANKING connector. 
External blanking signals are dired-coupled to the blanking 
deflection plates. A two-volt positive signal connected to the 
EXT BLANKING connector on the front pane! will completely 
blank the display at any INTENSITY setting. For external 
banking, the CRT display cannot be satisfactorily intensity 
modulated but is either turned on or off. Deflection blanking 
systems (as used in the Type 422) provide a poor ‘ gray 
scale". 

Calibrator 

The internal calibrator of the Type 422 provides a conven- 
ient signal for checking vertical gain. This signal is internally 
connected to the Input Amplifiers when the VOLTS/DIV 
switches are set to the CALIBRATE 4 DIVISIONS position. 
The Calibrator signal is also very useful for checking and 
adjusting probe compensation as described in the probe 
instruction manual. In addition, the Calibrator con be used 
as a convenient signal source for application to external 
equipment. 



BASIC APPLICATIONS 

The following information describes the procedure and 
technique for making basic measurements with a Type 422 
Oscilloscope. No attempt has been made to describe these 
applications in detail, as each application must be adapted 
to the individual requirements. Familiarity with the Type 422 
will enable the operator to apply these basic techniques to 
a wide variety of uses. 

Peak-to-Peak Voltage Measurements — AC 

To make peak-to-peak voltage measurement, use the fol- 
lowing procedure: 



1. Apply the signal to either INPUT conneclor. 

2. Set the Mode switch to display the channel used. 

3. Set the VOLTS/DIV switch to display about six divisions 
of the waveform. 

4. Set the AC GND DC switch to AC. 

NOTE 

For low-frequency signals below about 20 Hz use 

the DC position to prevent attenuation. 

5. Set the Triggering controls to obtoin a stable display. 
Set the TIME/DIV switch to o position thot displays several 
cycles of the waveform. 

6. Turn the vertical POSITION control so the lower portion 
of the waveform coincides with one of the graticule lines 
below the centerline, and the top of the waveform is on the 
viewing area. With the horizontal POSITION control, move 
the display so one of the upper peaks lies near the graticule 
center vertical line (see Rg. 2-10). 

7. Measure the divisions peak to peak of vertical deflection. 
Make sure the VARIABLE VOLTS/DIV control is in the CAL 
position. 



NOTE 

This technique may also be used to make measure- 
ments between two points on the waveform rather 
than peok to peak. 

B. Multiply the distance measured in step 7 by the VOLTS/ 
DIV setting. Also include the attenuation factor of the probe, 
if any. 




FI*. 2-10. Measuring paak-la-paak valtaga al a way •form. 



Example. As an example of this method of measurement, 
assume that the peak-to-peak vertical deflection is 4.6 divi- 
sions (see Fig. 2-10) using a 10 X attenuator probe and a 
VOLTS/DIV switch of .5. 
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Volts 

Peak to Peak 



vertical 
= deflection 
(divisions) 



X 



VOLTS/DIV 

setting 



probe 

X attenuation 
factor 



Substituting the given values: 

Volts Peak to Peak = 4.6 X 0.5 volts X 10 



The peak-to-peak voltage is 23 volts. 



Voltage Measurements — Instantaneous DC 

To measure the DC level at a given point on a waveform, 
use the following procedure: 

1. Connect the signal to either INPUT connector. 

2. Set Ihe Mode switch to display the channel used. 

3. Set the VOITS/DIV switch to display about six divisions 
of the waveform. 

4. Set the AC GND DC switch to GND. 

5. Set the Triggering LEVEL control to AUTO. 

6. Position the trace to the bottom line of the graticule or 
other reference line. If the voltage is negative with respect 
to ground, position the trace to the top line of the graticule. 
Do not move the vertical POSITION control after this iefer- 
ence line has been established. 

NOTE 

To measure a voltage level with respect to a 
voltage other than ground, make the following 
changes in step 6. Set the AC GND DC switch to 
DC. Apply the reference voltcge to the INPUT 
connector and position the trace to the reference 
line. 

7. Set the AC GND DC switch to DC. The ground lefer- 
ence line can be checked at any time by switching to the 
GND position. 

8. Set the Triggering controls to obtain a stable display. 
Set the TIME/DI V switch to a setting that will display the 
desired waveform. 




I'ifl. 2-11. Measuring instantaneous DC voltage with mspact to a 
roforonco. 



9. Measure the distance in divisions between the reference 
line and the point on the waveform at which the DC level is 
to be measured. For example, in Fig. 2-11 the measurement 
is mode between the reference line and point A. 

1 0.. Establish the polarity of the signal. If the waveform is 
above the reference line the voltage is positive; below the 
line, negative. 

1 1 . Multiply the distance measured in step 9 by the VOLTS/ 
DIV switch setting. Include the attenuation factor of the 
probe, if any. 

Example: As an example of this method of measurement, 
assume that the vertical distance measured is 4.6 divisions 
(see Fig. 2-11) and the waveform is above the reference line 
using a 10X attenuator probe and a VOLTS/DIV switch 
setting of 2. 

Using the formula-. 



Instantaneous _ 
Voltoge 



vertical 

distance 

(divisions) 



X polarity X 



VOLTS/DIV 

setting 



probe 

X attenuation 
factor 



Substituting the given values; 



Instantaneous 

Voltage 



= 4.6 X +1 X 2 volts X 10 



The instantaneous voltage is 4-92 volts. 



Voltage Comparison Measurements 

In some applications it may be necessary to establish a set 
of vertical deflection factors other than those available on 
the VOLTS/DIV switch. This is useful for comparing signals 
to a reference voltage amplitude. To establish a set of deflec- 
tion factors based upon some specific reference amplitude, 
proceed as follows: 

1. Apply a reference signal of known amplitude to the 
INPUT connector and adjust the size of the display for an 
exact number of graticule divisions using the VOLTS/DIV 
switch and VARIABLE control. Do not change the VARIABLE 
control after obtaining the desired deflection. 

2. Divide the amplitude of the reference signal (volts) by 
the product of the deflection in divisions (established in step 
1) and the VOLTS/DIV switch setting. This is the Deflection 
Conversion Factor. 



Deflection 
Conversion = 
Factor 



reference signal amplitude (volts) 
deflection (divisions) X VOLTS/DIV setting 



3. To calculate the Adjusted Deflection Factor at any set- 
ting of the VOLTS/DIV switch, multiply the VOLTS/DIV switch 
setting by the Deflection Conversion Factor established in 
step 2. 



Adjusted 

Deflection 

Factor 



VOLTS/DIV 

setting 



Deflection 
X Conversion 
Factor 



This Adjusted Deflection Factor applies only to the channel 
used and is correct only if the VARIABLE control is not moved 
from the position set in step 1. 
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4. To determine the peak-to-peak amplitude of a signal 
compared to a reference, disconnect the reference and apply 
the signal to the input connector. 

5. Set the VOLTS/DIV switch to a setting that provides 
sufficient deflection to make the measurement. Do not re- 
adjust the VARIABLE VOLTS/DIV control. 

6. Measure the vertical deflection in divisions and deter- 
mine the amplitude by the following formula: 



3. Set the VOLTS/DIV switch to display about five divi- 
sions of the waveform. 

4. Set the Triggering LEVEL control to AUTO. 

5. Set the TIME/DIV switch to the fastest sweep rate that 
displays less than eight divisions between the time measure- 
ment points (see Fig. 2-12). See Selecting Sweep Rate in this 
section concerning nonlinearity of first and lost division of 
display. 



Signal 

Amplitude 



Adjusted 

Deflection 

Factor 



deflection 

(divisions) 



6. Adjust the vertical POSITION control to move the points 
between which the time measurement will be made to the 
center horizontal line. 



Example. As an cxomple of this method of measurement, 
assume a reference signal amplitude of 30 volts, a VOLTS/ 
DIV setting of 5 and a deflection of four divisions. Substitut- 
ing these values in the Deflection Conversion Factor formula 
(step 2): 

Deflection 3 q 

Conversion — ■ ■ = 1.5 

Factor 4 X 5 



Then, with a VOLTS/DIV switch setting of 10 the Adiusted 
Deflection Fator (step 3) would be: 

Adjusted 

Deflection = 10 X 1.5 = 15 volts/division 
Factor 



To determine the peok-to-peak amplitude of an applied 
signal which produces a vertical deflection of 4.5 divisions, 
use the Signal Amplitude formula (step 4); 



Signal 

Amplitude 



— 15 X 4.5 — 67.5 volts 



Time Duration Measurements 

To measure time between two points on a waveform, use 
the following procedure: 

1. Connect the signal to one of the INPUT connectors. 

2. Set the Mode switch to display the channel used. 




FI®. 2-12. Measuring Him duration between point* on a wnv«form 



7. Adjust the horizontal POSITION control to move the 
starting point of the time measurement to the first graticule 
line. 

B. Measure the horizontal distance between the time meas- 
urement points. Be sure the VARIABLE TIME/DIV control is 
set to CAL. 



9. Multiply the distance measured in step 8 by the setting 
of the TIME/DIV switch. If sweep magnification is used, divide 
this answer by 10. 



Example. As an example of this method of measurement, 
assume that the distance between the time measurement 
points is five divisions (see Fig. 2-12) and the TIME/DIV switch 
is set to .1 mSEC with the magnifier off. 

Using the formula: 



hofizontol 
distance X 

_. (divisions) 

Time Duration = . 

magnification 



TIME/DIV 

setting 



Substituting the given values: 



Time Duration = 



5 X 0.1 ms 
1 



The time duration is 0.5 milliseconds. 



Frequency Measurements 

The frequency of a periodically recurrent waveform con be 
determined as follows: 

1. Measure the time duration of one cycle of the waveform 
as described in the previous application. 

2. Frequency of a signal is the reciprocal of the time dura- 
tion of one cycle. 

Example. As on example of this method of measurement, 
the frequency of the signol shown in Fig. 2-12 having a lime 
duration of 0.5 millisecond is: 

Frequency = j — -r— = ~ — = 2 kilohertz 

time duration 0.5 ms 



Risetime Measurements 

Risetime measurements employ basically the same tech- 
niques as time-duration measurements. The main difference 
is the points between which the measurement is made. The 
following procedure gives the basic method of measuring 
risetime between the 10% and 90% points of the waveform. 
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1. Connect the signol to one of the INPUT ccnnectois. 

2. Set the Mode switch to display the channel used. 

3. Set the VOLTS/DIV switch and VARIABLE control to 
produce o display an exact number of divisions in amplitude. 

4. Set the TIME/DIV switch to the fastest sweep rate that 
will display less than eight divisions between the 10% and 
90% points on the waveform. 

5. Determine the 10% and 90% points on the rising portion 
of the waveform. The figures given in Table 2-1 are for the 
points 10% up from the start of the rising portion and 10% 
down from the top of the rising portion (90% point). 

6. Adjust the horizontal POSITION control to mow the 
10% point of the waveform to the first graticule line For 
example with a six division display, the 10%> point would be 

0.6 division up from the start of the rising portion (set- Pig 
2-13) 

7. Turn the vertical POSITION control to move the 90% 
point down to the graticule center horizontal line. 

8. Measure the horizontal distance between the 10% and 
90% points. Be sure the VARIABLE TIME/DIV control is set 
to CAL. 



TABLE 2-1 



Divisions of Display 


10% and 90 % points 


4 


0.4 division 


5 


0.5 division 


6 


0.6 division 


7 


0.7 division 



8 i 0.8 division 



9. Multiply the distance measured in step 8 by the setting 
of the TIME/DIV switch. If sweep magnification is used, 
divide this answer by 10. 

Example. As an example of this method of measurement, 
assume that the distance between the 10% and 90% joints is 
6 divisions (see Fig. 2-13) and the TIME/DIV switch is set to 
1 pSEC with the magnifier on. 




Fig. 2-13. Measuring rteeHmt. 



Using the lime duration formula to find risetime: 



Time Durotion 
(Risetime) 



horizontal 
distance X 
(divisions) 



TIME/DIV 

setting 



magnification 



Substituting the given values: 



Risetime = 



6 X 1 fis 

10 



Time Difference Measurements 

The calibrated sweep rate and dual-trace features of the 
Type 422 allow measurement of time difference between two 
separate events. To measure time difference use the follow- 
ing procedure: 

1. Set the AC GND DC switches to the some position, 
depending on the type of coupling desired. 

2. Set the Mode switch to either CHOPPED or ALT. In 
general, CHOPPED is more suitable for low-frequency signals 
and the ALT position is more suitable for high-frequency 
signals. More information on determining the mode is given 
under Trigger Source and Dual-Trace Operation in this 
section. 

3. Set the Triggering Source switch to CH 1. 

4. Connect the reference signal to INPUT 1 and the com- 
parison signal to INPUT 2. The reference signal should pre- 
cede the comparison signal in time. Use coaxial cables or 
probes which have equal time delay to connect the signals 
to the INPUT connectors. 

5. If the signals arc of opposite polarity, pull out the 
INVERT switch to invert the Channel 2 display. 

6 . Set the VOLTS/DIV switches to produce four or five 
division displays. 

7. Set the Triggering LEVEL control for a stable display. 

8. Set the TIME/DIV switch for a sweep rate which shows 
three or more divisions between the two waveforms. 

9. Adjust the vertical POSITION controls to center each 
waveform (or the points on the display between which the 
measurement is being made) in relation to the horizontal 
centerline. 

10. Adjust the horizontal POSITION control so the Channel 
1 (reference) waveform crosses the horizontal centerline ot a 
vertical graticule line. 

11. Measure the horizontal distance between the Channel 
1 waveform and the Channel 2 waveform (see Fig. 2-14). 

12. Multiply the measured distance by the setting of the 
TIME/DIV switch. If sweep magnification is used, divide this 
answer by 10. 

Example. For example, assume that the TIME/DIV switch 
is set to SO^iSEC, the magnifier is on and the horizontal dis- 
tance between waveforms is 4.5 divisions (see Fig. 2-14). 
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Fig. 2-14. Meaiuring time difference bilwttn two pwlces. 



Using the formulo: 



TIME/DIV 

setting 



horizontal 
X distance 
(divisions) 



Time Delay — . r . 

magnification 

Substituting the given values: 

_ _ 50/4* X 4.5 

Time Delay = — 

The time delay is 22.5 microseconds. 



Multi-Trace Phase Difference Measurements 

Phase comparison between two signals of the sarm? fre- 
quency can be mode using the dual-trace feature of the Type 
422. To make the comparison, use the following procedure: 

1. Follow steps I through 7 of Time-Difference Measure- 
ments. 

2. Set the TIME/DIV switch to o sweep rote which produces 
slightly less than one cycle of the waveform. 

3. Adjust the VARIABLE VOLTS/DIV control so the displays 
are equal and about six divisions in amplitude. Reset the 
VOLTS/DIV switches if necessary, to obtain equal amplitude 
displays. 

4. Move the waveforms to the center of the graticule with 
the vertical POSITION controls. 

5. Turn the VARIABLE TIME/DIV control until one cy<:le of 
the reference signal (Channel 1) occupies exactly nine divi- 
sions horizontally (see Fig. 2-15). Each division of the grati- 
cule represents 40° of the cycle (360* -r 9 divisions = 40“/ 
division). The sweep rate con be stated in terms of degrees 
as 40® /division. 

6. Measure the horizontal distance between corresponding 
points on the waveforms. Note whether the Channel 2 wave- 
form is leading or lagging the reference waveform on Chan- 
nel 1. 



7. Multiply the measured distance (in divisions) by 40“ / 
division (sweep rate) ro obtain the exact amount of phase 
difference. 



Example. Assume a horizontal distance of 0.6 divisions 
with a sweep rate of 40® /division as shown in Fig. 2-15. 



Using the formula: 



horizontal 

Phase Difference = distance X 
(divisions) 



sweep rate 
(degrees /division) 



Substituting the given values: 



Phase Difference = 0.6 X 40* 



The phase difference is 24°. 

More Accurate Phase Measurements. More accurate 
phase measurements con be made by increasing the TIME/ 
DIV switch setting. One of the easiest ways to increase the 
sweep rate is with the magnifier. The magnified sweep rate 
is determined by dividing the sweep rate obtained previ- 
ously by the increase in sweep rate. 




Fig. 2-15. Measuring phate difference. 



Example. For example, if the sweep rate were increased 
10 times with the magnifier, the magnified sweep rate would 
be 40* -r 10 = 4* /division. Fig. 2-16 shows the same 
signals as used in Fig. 2-15 but with the magnifier on. With 
a horizontal distance of six divisions, the phase difference 
is: 



horizontal mognified 
Phase Difference = distance X sweep rate 
(divisions) (degrees/div) 

Substituting the given values: 

Phase Difference = 6 X 4*. 

The phase difference is 24*. 
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Charmsl 1 Channel 2 




Fig. 2-16, Mora accurate photo measurement with Increased twtop 
rate. 



Type 422 as a Trigger Source 

Ordinarily, the signal to be displayed also provides the 
trigger signal for the oscilloscope. In some instances, it moy 
be desirable to reverse this situation and have the oscillo- 
scope trigger the signal source. This can be done by connect- 
ing the GATE OUT signal of the Type 422 to the input of the 
signal source. Set the Triggering LEVEL control to FREE RUN 
and adjust the TlME/DIV switch for the desired display. Since 
the signal source is being triggered by a signal that has a 
fixed time relationship to the Type 422 sweep, the output of 
♦he signal source will produce a stable display on the CRT 
as through the Type 422 were triggered in the normal monner. 



Common-Mode Rejection 

The ALG ADD feature of the Type 422 can be used to dis- 
play signals which contain undesirable components. These 
undesirable components can be eliminated through common 
mode rejection. The precautions given under Algebraic 
Addition should be observed. 

1. Connect the signal containing both the desired and 
undesired information to the INPUT 1 connector. 

2. Connect a signal similar to the unwanted portion of 
the Channel 1 signal to the INPUT 2 connector. For example, 
in Fig. 2-17 a line-frequency signal is connected to Chan- 
nel 2 to cancel out the line-frequency component of the 
Channel 1 signal. 

3. Set both AC GND DC switches to DC (AC if DC com- 
ponent of input signal is too large). 

4. Set the Mode switch to ALT. Set the VOLTS/DIV switches 
so the signals are about equal in amplitude. 

5. Set the Triggering Source switch to CH 1 & 2. 

6. Set the Mode switch to ALG ADD. Pull the INVERT 
switch so the common-mode signals are of opposite polarity. 

7. Adjust the Channel 2 VOLTS/DIV switch and VARIABLE 
control for maximum cancellation of the common-mode signal. 

8. The signal which remains should be only the desired 
portion of the Channel 1 signal. The undesired signal is 
cancelled out. 

Example. An example of this mode of operation is shown 
in Fig. 2-17). The signal applied to Channel 1 contains 
unwanted line-frequency components (Fig. 2-1 7A). A cor- 
responding line-frequency signal is connected to Channel 2 
(fig. 2-1 7B). Fig. 2-1 7C shows the desired portion of the sig- 
nal as displayed when common-mode rejection is used. 
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SECTION 3 

CIRCUIT DESCRIPTION 



General 

In the following circuit description, a detailed block dia- 
gram will be given for each major circuit in this instrument. 
The complete block diagram given in the Diagrams section 
shows the overall relationship between the major circuits in 
the instrument. 

Complete electrical diagrams are also given in the Dia- 
grams section. Refer to these diagrams for electrical values 
and relationship throughout the following circuit description. 

Bfock Diagram 

The block diagram given in Section 9 of this manual shows 
the main circuits of the Type 422 Oscilloscope. Signols to be 
displayed are connected to one of the INPUT connectors on 
the front pond of the Type 422. Large signals may be attenu- 
ated the desired amount (up to 400 limes) by the attenuator 
networks. Signals are amplified in the Input Amplifiers and 
coupled push-pull through the dual-trace switching network 
to the output amplifier.' The dual-trace switching network 
determines whether the output signal of Channel 1 or 2 passes 
on to the Output Amplifier. The Output Amplifier couples 
the signal directly to the vertical deflection plates of the CRT. 

Two trigger-pickoff circuits in the vertical system obtain a 
sample of the input signal for the time-base circuit to pro- 
vide internal triggering. Either the Channel 1 trigger-pickoff 
signal or the composite trigger-pickoff signal from the Out- 
put Amplifier may be selected. 

External or internal signals of widely varying shapes, fre- 
quency and amplitude may be applied to the Sweep Trigger 
circuit to initiate the sweep. The Sweep Trigger circuit pro- 
duces constant-amplitude output pulses which start the sweep 
at the proper time to insure a stable display of the signal of 
interest. 

The Sweep Generator produces a linear rising sawtooth 
voltage that is used to sweep the electron beam across the 
CRT at a selected rate. Output of the Sweep Generator is 
coupled to the Horizontal Amplifier. 

The Horizontal Amplifier amplifies the sawtooth (or the 
signal applied to the HORIZ IN connector when the TIME/ 
DIV switch is in EXT HORIZ position) and converts the signal 
to push-pull for application to the horizontal CRT deflection 
plates. Gain of the Horizontal amplifier may be increased 
ten times by pulling the X10 MAG switch. 

The Calibrator circuit produces a square-wave output of 
constant amplitude which can be used to check the gain of 
the vertical system or to compensate probes. A 200-millivolt 
peak to peak, square wave signal is coupled internally to 
the channel 1 & 2 Input Amplifiers when the VOLTS/DIV 
switches are set to the CALIBRATE 4 DIVISIONS positions. 
If the GAIN adjustments on the front-panel are properly set, 
this produces a display of exactly four divisions, providing 
the VARIABLE control is set to CAL (fully clockwise). A two 
volt peak-to-peak square wave is available at the CALI- 
BRATOR jack on the front panel; this waveform can be used 
to compensate an attenuator probe. 



VERTICAL PREAMP 
(see Fig. 3-1) 

Input Coupling 

Inpjt signols applied to either the INPUT 1 or the INPUT 2 
connector can be AC-coupled, DC-coupled or internally dis- 
connected. When the AC GND DC switch (SWT or SW101) 
is in the DC position, the input signal is cirectly coupled to 
the VOLTS/DIV attenuators. In the AC position, the input 
signal is passed through a blocking capacitor (Cl or Cl 01). 
This prevents the DC component of the signal from passing to 
the amplifiers. In the GND position, the applied signal path 
is broken and the input to the amplifier is grounded. This 
provides a ground reference without the need to disconnect 
the opplied signal. 

Input Attenuator 

The overall effective deflection factor of the vertical deflec- 
tion system of the Type 422 is controlled by the VOLTS/DIV 
switches. In all positions of the VOLTS/DIV switches except 
.01 and .02, the bosic deflection factor of the vertical system 
is 0.05 volt per division of deflection on the CRT. To moke the 
instrument useful for a wide range of input voltages, precision 
attenuators are used to increase this basic deflection factor. 
In the .01 and .02 positions of the VOLTS/DIV switches, atten- 
uation is not used in the input circuit. Instead, the amount of 
negative feedback in the Feedback Amplifier, Q34-Q44 
(Q134-Q144 in Channel 2), is changed to decrease the deflec- 
tion factor. 

For all VOLTS/DIV switch positions higher than the .05 
position, the Attenuators are switched into the circuit singly 
or in tandem pairs to produce the vertical deflection factor 
indicated on the front panel. These attenuators are fre- 
quency-compensated voltage dividers. For DC and low-fre- 
quency signals they are predominantly resistance dividers 
and the amount of voltage attenuation is determined by the 
resistance in the circuit. The impedance of the capacitors in 
the circuit is so high at low frequencies that their effect in 
the circuit is negligible. However, at higher frequencies, the 
impedance of the capacitors in the circuit decreases and the 
circuit becomes primarily a capacitance voltage divider. 

In addition to providing proper attenuation, the Attenua- 
tors are designed to maintain the same input resistance (1 
megohm) regardless of the setting of the VOLTS/DIV switches. 
Also, the variable capacitor at the input of each network 
provides a means for adjusting the input time constant so 
that it remains at the same value (nominally 30 pF X 1 meg- 
ohm) for all settings of the VOLTS/DIV switches. 

Input Cathode Followers 

The nuvistors, VI 3 in Channel 1 and V113 in Channel 2, 
are used as cathode follower input stages for the two chan- 
nels. This stage presents a high input impedance to the input 
circuit and isolates the input circuit from the remaining ampli- 
fier circuitry R10 (R1I0) in the grid circuit of V13 (VI 13) is 
the input resistor for the .01, .02 and .05 VOLTS/DIV switch 
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positions. This resistor becomes port of the Attenuation net- 
work at all VOLTS/DIV switch settings above .05. C12 (Cl 12) 
is part of the frequency compensation network. The neon bulb 
B12 (B112) protects VI 3 (VI 1 3) if a high amplitude negative 
signal is applied. 

The diode arrangements in the cathode circuits of the Input 
Cathode Followers D14, D15 and D17 (Channel 1) and D114, 
DU 5 and Dll 7 (Channel 2) are voltage limiting devices that 
protect 034 and 0134 from excess voltage. D16 (D1I6) is a 
temperature compensation diode. Quiescent voltage at the 
collector of Q24 (Q124) is near zero volts. 

Transistor 024 (0124) is o constant current source for the 
Input Cathode Follower. Zener diode D21 (D121) helps mini- 
mize any ripple or noise riding on the current supplied by 
Q24 (0124). 

The STEP ATT BAL adjustment sets the emitter of Q34 
(0134) to zero volts. This insures that the output DC level 
of Q44 (Q144) does not change with changes in gain of the 
stage in the .01, .02 and .05 positions of the VOLTS/DIV 
switch. The effect of the Variable Balance adjustment is 
described under Feedback Amplifier 

Channel 2 contains a variable capocitor, Cl 14, in the cath- 
ode circuit of VI 13. This capacitor is provided to match the 
transient response of Channel 2 to that of Channel I. 

Feedback Amplifier 

The Feedback Amplifier is a single-ended amplifier consist- 
ing of Q34 and Q44 (Q134 and Q144 in Channel 2). Goin 
switching is used in this stage to provide the correct overall 
gain in the .01, .02 and .05 positions of the VOLTS/DIV 
switch. The gain is determined by R39 (R1 39) and the resistor 
R„ between the emitter of Q34 (Q134) and ground. The goin 
can be represented by the formula; 

Gain = - *• + * 39 < RI3> > 

Therefore, when R, is infinity (0.05 position), the gain of the 
feedback amplifier is one When R« is 340 ohms (0.02 posi- 
tion, the gain of the feedback amplifier is 2.5, etc.). 

The Variable Balance adjustments (R35 in Channel 1 and 
R135 in Channel 2) set the output DC levei of the first ampli- 
fier stages so there is no current flow between the emitters 
of the paraphase amplifier stage (084-094 in Channel I and 
0184-0194 in Channel 2) during quiescence. This insures 
that the DC level of the display will not shift as the VARI- 
ABLE control is rotated. 

Channel 1 Trigger Pickoff 

The Channel 1 Input Amplifier contains a Trigger hekoff 
circuit thot supplies a sample of the Channel 1 signal to the 
time-base circuit for internal triggering from Channel 1 . This 
signal is coupled to the time-base circuit when the Trigger 
Source switch is set to CH 1 . The Trigger Pickoff circuit is an 
emitter follower with a high input impedance. The high input 
impedance is desirable to that the output of Q44 is loaded 
as lightly as possible. 

XlO Cain Network 

The Channel 2 Input Amplifier contains an additional 
capacitively coupled amplifier stage that is switched in or 



out of the circuit with the front-panel X10 GAIN AC switch. 
SW150. Gain of the 0154 stage is X9. This X9 gain, 
olgebraically added to the normal XI gain through the 
other side of the push-pull network, gives a total gain of 
X10. However, the signal is DC coupled through the XI 
side of the push-pull circuit and AC coupled through the 
side with the X9 amplifier. To avoid o confusing display in 
regard to DC level, the AC GND DC switch should be in 
the AC position when using the X10 gain feature. 



Paraphase Amplifier 

The Paraphase Amplifier consists of Q84 and 094 in Chan- 
nel I and 0184 and 0194 in Channel 2. The Paraphase 
Amplifier converts the single-ended outpu* of the previous 
stage to push-pull. Gain of the Poraphase Amplifier is con- 
trolled by emitter degeneration. As the impedance between 
the emitters of 084 and 094 (0184 and 0194 in Channel 2) 
is increased, emitter degeneration increases, resulting in less 
goin of the stage. The POSITION controls (R60 and R140) 
vary the base drive to Q64 ond Q74 (Q164 and 0174). Q64 
and Q74 (QI64 and Ql 74) supply the emitter current for the 
last stage of the Vertical Preamp. 



VERTICAL SWITCHING 
(we Rg. 3-2) 

General 

The switching circuit determines which of the Vertical Pre- 
amp output signals is connected to the Output Amplifier. In 
the dual-trace positions af the MODE switch, the output af 
each channel is alternately coupied to the Output Amplifier 
and displayed on the screen. In the CHOPPED position, this 
alternating action occurs at a fixed repetition rate af about 
100 kilohertz. In the ALT position of the Mode switch, the 
channel displayed changes at the end of each sweep. 



Diode Gates 

The Diode Gates consisting of D201 through D208 can be 
thought of as switches that allow one or the other Vertical 
Preamp output signal to be coupled to the Output Amplifier. 
These diode switching gates are controlled by the Dual-Trace 
Switching Multivibrator Q265 end Q275. 

CH 1 and 2. In the CH I position of the Mode switch (see 
Fig. 3-3), +12 volts is applied through R273 to the junction of 
D206 and D207 (Channel 2 diode gate], This forward biases 
D206 and D207 and back biases D205 and D208. Therefore, 
Channel 2 signal is clamped by D205 and D208 and cannot 
pass to the Output Amplifier. 

The junction of D202 and D203 in the Channel 1 diode gate, 
an the other hand, is coupled to the -12-volt supply through 
R255. This voltage holds D202 and D2Q3 back biased while 
D201 and D204 ore forward biased. Therefore, Clxinnel 1 
signal current passes to the Output Amplifier. In the CH 2 
position of the Made switch, apposite conditions prevail. 
That is, the Channel 1 Diode Gate blocks the Channel 1 
signal and the Channel 2 Diode Gate allows the signal to 
pass to the Output Amplifier. 
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Fig. 3-2. Clock diagram of Vortical Switching circuit. 




©! 



3-4 



Fig. 3-3. Illustration ot th* oHoct o( th» slioda gates an the signal path In CM 1 position at tho Mods switch. 
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Alt. In the ALT position of the Mode switch, the Alternate 
Sweep Pulse Amplifier, Q264 is connected to the +12 volt 
supply. 0264 is normally off and the current through the 
collector resistor of Q264 from the + 12-volt supply passes 
to the emitter of the on side of the Switching Multivibrator. 
For example, if Q265 is on and Q275 is off, a more positive 
valtage is applied to the junction of D202 and D2Q3 and a 
more negative potential is applied to the junction of D206 
and D207. This turns off the Channel 1 diode gate and turns 
on the Channel 2 diode gate. 

At the end of the sweep, 0264 is turned on by the alternate 
troce sync pulse and momentarily diverts the current through 
R260 away from the switching multivibrator. This turns off 
the on transistor and allows the multivibrator to switch. For 
example, if 0265 were on, the change in current would pull 
its collector negative. This change is connected to the base of 
0275 through R269 and C269 to set the base of 0275 more 
negative than the base of Q265. When Q264 turns off after 
the alternate trace sync pulse, current again is connected to 
the multivibrator. Then, 0275 turns on since its base is more 
negative than the base of 0265. The collector of Q275 rises 
positive and Q265 is held off through R279 and C279. With 
0275 conducting and 0265 cut off, o more positive voltoge 
is developed at the collector of 0275, and D206 and D207 
in the Channel 2 Diode Gate are forward biased. Also, 
0265 now has a more negative voltage on its collector, and 
D202 and D203 in the Channel 1 Diode Gate is now passing 
the signal on to the Output Amplifier and the Channel 2 
Diode Gate is blocking the Channel 2 signal from the Out- 
put Amplifier. 

Chopped. In the CHOPPED position of the Mode Switch, 
the Switching Multivibrator is allowed to free run at a fre- 
quency of about 100 kilohertz. In this position of the Mode 
switch, +12 volts is applied to the emitters of 0265 and 
Q275 through R26 4 and R274. At the time of transition, the 
off transistor is turned on by the increasing positive-going 
charge on its emitter due to the exponential charge of C267. 
Once the emitter voltage of the transistor (for example, 
0265) rises for enough positive to make it conduct, it.*, col- 
lector goes positive to about 1.5 volts. This voltoge is coupled 
to the base of Q275 through R269 and C269 and turns Q275 
off. When Q275 turns off, its emitter attempts to follow the 



base. The emitter voltage, however, cannot rise immediately 
since C267 must charge at an exponential rate through R274. 
C267 is charging toward +12 volts and the base of 0275 
is at about +5.2 volts. When C267 charges to o voltoge 
slightly more positive than the base voltage, Q275 conducts 
and the Switching Multivibrator again changes states to 
begin another cycle. 

The switching transients from the emitters of 0265 and 
Q275 are coupled through C266 and C276 to the base of 
Q294. The Chopped Blanking Amplifier, Q294, blanks the 
troce on the CRT so the switching transients turn the stage off 
each time the Switching Multivibrator changes states. The 
collector signal of Q294 is coupled to the emitter of 0864 
in the CRT circuit. 

Alg Add. In the ALG ADD position of the Mode switch, 
the Switching Multivibrator is out of the circuit and both diode 
gates allow the signal current to pass. Since both channels 
are supplying current to the Output Amplifier simultaneously, 
twice the normal current is present. To keep the current to 
the Output Amplifier at its normal level, one half of the cur- 
rent is shunted through R210 and R21 1 to the + 12-volt 
supply. The resultant signal ot the output is the algebraic 
sum of the two channels. 

Delay-Line Driver 

Diodes D210 and D211 are protection devices that prevent 
084, 094, 0184 and Q194 from being driven into satura- 
tion during switching in the ALT dual-trace mode. The diode 
arrangement of D213 and D214 limits the voltage swing 
between the inputs of the amplifier by acting as an increas- 
ingly lower shunt impedance to larger amplitude signals. 
To normal amplitude signals, D213 and D2l4 are high im- 
pedance 

The Common Mode Current adjustment, R215, sets the com- 
mon-emitter voltoge of 0224 and 0234 to near zero. 

The Delay-Line Driver stage (0224 and Q234) is a push- 
pull operational amplifier. The feedback network (R221, 
R224, R227, C22 7, R228, C228, R237, C239, R231 and R234] 
provide high-frequency compensation far the delay line. R226 
and R236 along with the output impedance of this stage com- 
prise the main reverse termination for the delay line. 
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Fig. 3-4. Block diagram of Vertical Output Amplifier drevit. 
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An internol trigger pickoff circuit is connected to the col- 
lector of Q224. The vertical signal is sampled at this point 
and coupled to the Sweep Trigger circuit for use as the CH 
1 and 2 trigger signal. 

C217 in the Trigger Pickoff circuit allows the high-frequency 
compensation of the circuit to be matched to that of the 
Channel 1 Trigger Pickoff circuit. The network of C23S and 
R235 presents an impedance at the collector of Q234 ihat is 
equivalent to the Trigger Pickoff circuit on 0224 and thus 
balances the circuit. 



VERTICAL OUTPUT AMPLIFIER 
(see Fig. 3-4) 

The vertical signal from the 0224-0234 stage passes 
through the delay line to the next stage. The delay line 
delays the vertical signal enough to allow the Sweep Gen- 
erator time to start a sweep before the signal reach* js the 
vertical deflection plates. 

The Q244-Q254 stage is a push-pull grounded-base ampli- 
fier. The delay line forward termination signal current 
(through R242, R252) is coupled to the emitters. L24*> and 
L255 are high-frequency peaking adjustments. 



SWEEP TRIGGER 
(see Fig. 3-5) 

Trigger Source 

The Triggering Source switch (SW305) determines the 
source of the trigger signal. In the CH 1 position the -signal 
from the Channel 1 Trigger Pickoff circuit is coupled io the 
Sweep Trigger circuit. In the CH 1 and 2 position of the 
Trigger Source switch the signal from the CH 1 and 2 Trigger 
Pickoff is coupled to the Sweep Trigger circuit. In the EXT 
position of the Triggering Source switch the signal from the 
TRIG IN connector is coupled to the Sweep Trigger circuit in 
all positions of the TIME/DIV switch except EXT HORIZ. The 
external triggering circuit is high-frequency compensated by 
voriable capacitor C302. 

Trigger Coupling 

The Triggering Coupling switch (SW310] offers o means of 
.accepting or rejecting certain frequency components of the 
trigger signal. In the AC and AC LF REJ positions, the DC 
component of the trigger signal is blocked by coupling 
capacitors. In the AC position, trigger signal frequency com- 
ponents below about 50 hertz ore attenuated. In the AC 
LF REJ position, frequency components below about 50 kilo- 
hertz are attenuated. The DC position passes all frequency 
components down to DC. The Channel 1 trigger signal passes 
through a separate set of coupling capacitors (C308 and 
C309J in the AC position. This matches the time constant of 
the Channel 1 coupling network to the Channel 1 and 2 
coupling network. 

When the LEVEL switch is in the AUTO position, the trig- 
ger signal is AC coupled through C306 or C309 in the AC 
position and C305, C306 or C308, C309 in the AC LF REJ 
position. The trigger signal connot be DC coupled in the 
AUTO position. 



Sweep Trigger (non -auto) 

The essential active components in the Sweep Trigger cir- 
cuit are Q323, Q324, 0343, Q364 and D375. The function of 
the Sweep Trigger circuit is to derive a pulse that is consist- 
ent in amplitude and risetime from widely varying input 
trigger pulse shapes. The LEVEL control and SLOPE switch 
determine the point on the input waveform at which the 
trigger pulse is initiated. 

Q323 and 0324 form an operational amplifier with non- 
linear feedback. A combination Si-Ge diode circuit (D331, 
D332, D333 and D334) limits the output voltage swing of 
♦he operational amplifier to approximately ±:0.3 volt, and is 
determined by the difference in forward drop of the Si and 
Ge diodes. Goin of the operational amplifier from the exter- 
nal input is about 1.3 before limiting and 0.13 beyond 
limiting. 

The trigger signal passes from the emitter of the Q323 stage 
to the base of the trigger amplifier stage, Q324. The output 
of Q324 is coupled to the base of Q364 through Zener diode 
D325. D325 drops the DC level close to ground potential 
without appreciable attenuation of the trigger signal. The 
negative feedback current to the base of Q323 originates 
from the output of the Q324 stage by way of R353 when the 
output swing is less than ±0.3 volts. 

The G364 stage switches the tunnel diode D375 which 
originates a constant-amplitude, fast-rise pulse that starts the 
Sweep Generator. Since R377 shunts some current around 
D375, Q364 must also supply this added current to switch 
D375. With the SLOPE switch in the negative-going pasitiai 
(Fig. 3-6A), the sum of the currents through 0364 and R374 
equals the current delivered to D375 and R377. 8efore a trig- 
gering signal arrives, Q364 and R374 are supplying about 10 
milliamps to the D375-R377 circuit, which is not enough to 
switch D375 to its high voltage state. When a triggering sig- 
nal arrives and drives 0364 further into conduction, D375 
switches to its high voltage state. The very fast switching 
transient of D375 is transformer-coupled to the Sweep Gen- 
erator to initiate the sweep. 

When the SLOPE switch is in the positive-going position 
(Fig. 3-66), 0364 is connected as a current-shunting device 
with respect to D375. In this cose, Q364 must be driven 
tawords cutoff in order to increase the current through D375. 
A positive-going signal at the base of Q323 drives 0364 
towards cutoff and the current through R372 is diverted to 
D375. This current increase through D375 causes it to switch 
and thus generate the pulse that starts the sweep. 

Once D375 switches to its high voltage state, it stays there 
until the level of the triggering signal ultimately falls to a 
low enough value to reset D375 to its law valtogc state. This 
resetting level is always lower than the original current level 
that caused D375 to switch to its high voltage state. The 
difference in voltage between these levels is known as the 
hysteresis level of the circuit. The amplitude (AV) of the trig- 
gering signal must always exceed the hysteresis level differ- 
ence of the circuit for effective triggering. 

The LEVEL control varies the DC current to the input o* 
the Sweep Trigger circuit and in so doing, sets the quiecen. 
current level through D375. The LEVEL control thereby sets 
the point on the triggering signal where triggering occurs 
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Fig. 3-6. Relationship botwoon 0364 ond D375 for IA) nogatrvo-going slop* and ID poiiNvo-gofng tfopt position* of tho SLORC switch. 



to start the sweep. C353 is a high-frequency compensation 
adjustment. 

Automatic Triggering 

When the LEVEL control is set to AUTO, the operational 
amplifier IQ323 and Q324J is converted to a 45-hertz phase- 
shift oscillator by replacing R353 with a RC phase-shift feed- 
back network in the emitter circuit of Q343. 

Phase shift through the operational amplifier is 180*, and 
phase shift through the RC network is 180° giving o total 
phase shift of 360° ot 45 hertz. The voltage limiting feed- 
back network of diodes D331 through D344 limits the posi- 
tive and negative excursions of the phase-shift oscillator. 
In the absence of a triggering signal the circuit runs con- 
tinuously as a free-running 45-hertz oscillator and switches 
the tunnel diode D375 to produce a base-line display when a 
triggering signal is not present. The Auto Center adjustment, 
R350, sets the average DC level of the phase-shift oscillator 
so it is in the middle of the limit levels of the diode feedback 
network D331, D332, D333 and D334. 

A normal amplitude triggering signal of 45 hertz or higher 
drives the amplifier into the limiting region at the triggering 
frequency. 8ecouse of the limiting action, no 45-hertz com- 
ponent can now exist in the output and the 45-hertz oscilla- 
tion ceases. Furthermore, the phase-shift network is also a 
low-pass network (18 dB/octove) so that above 45 hertz 
there is no significant feedback. 



SWEEP GENERATOR 
(see Fig. 3-7) 

Sweep Gate 

The trigger pulses produced by the Sweep Trigger circuit 
are tronsformcr-coupled through T401 and initiate the saw- 
tooth of the Sweep Generator. D401 in the secondary cir- 
cuit of T401 allows the positive spikes to pass to the gating 
tunnel diode, D405, when the collector of Q434 is clomped 
by D435-D436. 

When the Sweep Generator circuit is reody to be triggered, 
the stote of each essential active component is as follows: 
D405 is conducting a small amount of current and it is in its 
low-voltage state; Q414 is biased off; Q473 is biased off 
and the CRT is blanked; Q424 and Q434 are both on; dis- 
connect diodes D430 and D439 are forward biased and keep 
C440 from developing o charge; V443 is conducting heavily 
and its cathode is positive; this positive voltage bioses Q441 
on herd and its collector is at about -f 3 volts; this voltage is 
coupled back to tunnel diode D455 to hold it in its law- 
voltage state; Q464 is biased off; with Q464 off, R464, R406 
ond R405 allow a small amount of current to flow through 
tunnel diode D405 as mentioned above. 

When a trigger signal is coupled through T401 to the 
Sweep Generator, D401 allows the positive spikes to pass 
to D405. This energy is sufficient to switch D405 to its high- 
voltage state which saturotes D414. When Q414 saturates 
it shunts the current from the emitters af Q424 and Q434. 
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Fig. 3-7. Bloch diagram of Swaap Gena rater cirtvlt. 



The mare negative collector voltage of Q414 turns Q473 on 
to produce a signol that unblanks the CRT. 

When Q424 turns off, D43? becomes back biased and 
switches the charging current to the timing capacitor C440. 
When Q434 turns off, its collector moves toward —12 volts. 
This voltage is coupled back by way of the secondary of 
T401 and holds D401 biosed to black ony incoming trigger 
pulses. 



Sweep Generator 

The basic sweep generotar circuit is a Miller Integrator 1 . 
To produce a linear sawtooth output, the voltage increase 
across C440 (timing copacitor) is held constant. This is 
accomplished as follows. Because of the negative feedback 
from Q441 through C440 to the grid of V443, any tendency 
for the voltage at the grid of V443 to change is opposed 
and only a small change occurs. Therefore, the charging 
current through R440 remains constant. Since the current 
through R440 is constant, the charging current to C440 is 
olso constant and the output voltage increases at a comfort 
rate to reproduce a linear sawtooth. A higher current 
through R440 requires that the output voltage change at a 

'Jacob Mlllman and Harfeart Taub, "Pufaa, Digital and Switching 
WavtforMSr*’ McGrow-HMf, New York, !?65, pp 540-548. 



faster rote for o given volue of C440. A current of apposite 
direction couses the output voltoge to change in the apposite 
direction — this is what occurs during sweep reset. 

Sweep Reset 

As the voltage at the collector of Q441 rises, on increas- 
ing current is applied to tunnel diode D455 through R451. 
When the current through tunnel diode D455 exceeds its 
switching level, it switches to its high voltage state and more 
positive voltage appears on the base of 0464. This satu- 
rates Q464, and the drop in collector voltage decreases the 
current through the sweep gating tunnel diode, D405. D405 
then resets to its low voltage state which turns off the Sweep 
Gate stage, 0414, diverting its collector current to 0424. A 
large part af the collector current now flaws through D439 
to the timing circuit. Since this current is larger and af oppo- 
site direction to the timing resistor current, the output voltage 
at Q441 must change af o fast rate in a negative direction 
(see earlier discussion of timing circuit action.) When the 
collector of Q441 falls to obcut +3 volts, 0434 conducts 
(removing reverse bios from D401) and direct coupled feed- 
back from the output of 0441 through 0434 ond 0424 ta 
the grid of V443 holds the output at obout +3 volts. When 
the Sweep Gofe stage turns off, the unblanking pulse also 
ends and the CRT is blanked out during sweep reset and 
holdoff 
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The Sweep Generator, having completed one sweep and 
reset, is now ready for, and will occept (through D401), 
another trigger pulse. 

Sweep Generator Output Signals 

When Q414 turns off at the end of the sweep a positive 
pulse is coupled from its collector to the dual-trace switching 
circuit, This pulse switches the Switching Multivibrotor ot the 
end of each sweep when in the alternate mode. The change 
at the collector of Q414 is also connected to the GATE OUT 
connector on the front panel through emitter follower Q473. 

Free Running Operation 

With the LEVEL control in the FREE RUN position, the 
cathodes of D435 and D43 6 ore released from ground ond 
R435 is placed in series with R434. This allows the collector 
of 0434 to go further positive following sweep reset to pro- 
vide additional current back through D401 and D405. The 
increased current is sufficient to switch D405 back into its 
high-voltage state as soon as the sweep resets. The sweep 
will be recurrent regordiess of the triggering signal from the 
Sweep Trigger circuit. 

External Horizontal 

When the TIME/DIV switch is in the EXT HORIZ position, 
the Sweep Generator is disabled. This is done by applying 

a holding current to D405 through D403 and R403. 

HORIZONTAL AMPLIFIER 
(see Fig. 3-6) 

Input Circuit 

The Horizontal Amplifier has two inputs: (1) from the Sweep 
Generator output signal through R511-C511 and (2) from the 
HORIZ IN (TRIG IN) connector when the TIME/DIV switch is 
set to EXT HORIZ. The HORIZ ATTEN (Trigger LEVEL) con- 



trol provides 10:1 variable attenuation of an externally 
applied horizontal input signal. 

The Sweep Cal potentiometer, R512, is a variable current 
divider that varies the current drive to the summing point of 
the operational amplifier (for internal sweep only) Q513. 
This varies the displayed sweep rate of the trace. Variable 
capacitor C511 is a compensation device that improves the 
sweep linearity at the faster sweep rates. 

The POSITION controls vary the output voltage of the 
Horizontal Amplifier for horizontal positioning. 

Amplifier Circuits 

0513, 0524 and Q543 form an operational amplifier. The 
input emitter follower Q513 is current driven by the signal 
from the input circuit. D512 and D513 ore protection diodes 
thot limit the voltage swing ot the bose of Q513. The output 
of the emitter follower Q513 drives the base of 0524. A por- 
tion of the output af the Q524 stage is coupled back to the 
base of Q513 as negative feedback. In the XI position of 
the X10 MAG switch, maximum feedback occurs between 
the collector of Q524 ond the bose of Q513. When the 
X10 MAG switch is set to X10, the gain of the Q513-Q524 
stage is increased 10 times. The Mag Register adjustment 
is set in the XI position of the X10 MAG switch to match 
the mid-screen DC level of the XI disploy to the X10 
display. 

Emitter follower 0543 drives the Para phase Amplifier 
Q544-Q554. The Parapbose Amplifier converts the single- 
ended signal to push-pull for application to the CRT deflec- 
tion plates. Zener diodes D549 and D559 provide a DC 
voltage shift so the horizontal and vertical output voltage 
(average) ore mare nearly the same. 

Extempl Horizontal 

External horizontal signals applied to the HORIZ IN con- 
nector are amplified by the Horizontal Amplifier when the 
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Pig. 3-8. Mode diagram ot Horizontal Amplifier circuit. 
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Ffg. 3-9. Block diagram of CalibfOter and Regulator circuit*. 



TIME/DIV switch is set to EXT HORIZ. A DC offset current 
is applied to the summing point of operational amplifier 
Q513 through R515 and R516. This DC current positions 
the display to the center of the CRT (when Horizontal POSI- 
TION control is centered). Also, in the Sweep Generator 
circuit, a holding current is applied to D405 to prevent the 
Sweep Generator from operating. Current is also opplied 
to the unblanking circuit through D4Q4 to unblank the CRT. 



CALIBRATOR AND REGULATORS 
(see Fig. 3-9) 

Amplitude Calibrator 

The Calibrator circuit provides an accurate amplitude 
square-wave voltage for setting the gain of the vertical 
Input Amplifiers and high-frequency compensation of atten- 
uator probes. Frequency of the Calibrator circuit is about 
1 kilohertz. 

The Calibrator circuit is an astable (free running) camman- 
emitter multivibrator. The multivibrator maintains sustained 
oscillation due to the collector to bose coupling between the 
transistors. Assuming that Q765 is just turning an, a positive- 
going pulse develops at its collector. This positive-going 
pulse is coupled to the base of Q77 5 and it turns off. How- 
ever, since the positive-going voltage change is AC coupled 
through C76 5, the voltage change an the base of Q775 is 
not sustained and starts decaying at on exponental rate. 
The level on the base of Q775 drops to a point where it can 
conduct again. When Q775 conducts, o positive pulse is 
coupled to the base of Q765 and it turns off. Again the 
pulse is AC coupled and the voltage at the base of 0765 
ultimately falls negative to a point where Q765 can con- 
duct again. 

The signal from the collector of Q775 is coupled to the 
Input Amplifiers and the CALIBRATOR jack through voltage 
divider R783, R786 and R787. Output amplitude of the Cali- 
brator is set by the Cal Ampl adjustment, R780. 



Regulators 

The +20- and —81 -volt Regulator circuits provide stable 
voltages for several circuits in the Type 422. The — Bi-volt 
Regulator circuit is referenced to voltage regulator tube V739. 
The +20-volt Regulator circuit is referenced to Zener diode 
D713. 

In the —81 -volt Regulator circuit, 0734 acts os a regulat- 
ed current source for the voltage regulator tube V739. The 
nominal voltage drop of V739 is about 81 volts. This voltage 
is connected to the base af Q737. Emitter follower Q737 sup- 
plies current to the —81 -volt load. 

The network R735 ond D735 insures thot V739 will have 

sufficient voltage across it to fire during tum-an. Before 
V739 fires, D735 is back biased and the anode of V739 sets 
at about +55 volts. This voltage plus the voltage on the 
cathode of V739 is adequate to insure that V739 fires. Once 
V739 fires, D735 is forward biased ond the anode of V739 
drops to a voltage near ground. 

The output level of the +20-Volt Regulator circuit is de- 
termined by voltage divider R718-R719. Any change ot the 
emitter of 0717 due to o charge in output voltage is con- 
nected to the base of Q714. This feedback changes the 
collector voltage of Q7I4 and the base voltage of 0717 
to correct for the original error in the voltage at the emitter 
of Q717. 

CRT CIRCUIT 
(see Fig. 3-10) 

High Voltage Circuit 

T801 is a voltage step-up transformer with o voltage out- 
put of about 700 volts peak across the secondary winding. 
Diodes D810 through D816 and D821 through D823 along 
with the associated capacitors from the high-voltage rectifier/ 
multiplier circuit. The positive voltage output of the multi- 
plier is about +4900 volts while the negative voltage out- 
put is about —2100 volts (negative volloge regulated to 
-1400 valts) 



©i 
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Swoop Generator 



Fig, 3-10, Block diogrom of CRT circuit. 



The negative high voltage is reguloted by the -1400-volt 
shunt regulator, V829. The negative voltage is applied to the 
CRT gun circuit. Beam current is varied by the INTENSITY 
control, R837, which controls display intensity. 

Blanking Circuit 

If there is small, or no voltage difference between the 
deflection blanking plates, the CRT is unblanked. When the 
voltage difference between the plates is significant, the CRT 
is blanked and virtually no electrons strike the phosphor. 
The fixed blanking plate (pin 7) is connected to the +55 
volt supply through D841. This places a nominal voltage of 
about +17 volts on pin 7. Quiescently, Q864 conducts only 
a small amount of current as determined by the Unblanking 
Center network. This places pin 12 a few volts more negative 
than the +55 volt supply and the CRT is blanked. 

NOTE 

Both pin 7 ond pin 12 are floating on the +55 
volt supply. Pin 1 2 is isolated from ground by the 
high output impedance of QB64. Therefore, the 
ripple on the +55 volt supply will appear on bath 
blanking plates. Since this ripple is common to 
both plates however, it will not deflect the elec- 
tron beam possing between the plates. 

0743 (in Sweep Generator) turns on during sweep time 
and supplies current to Q864. This current brings Q864 and 



Q863 into conduction and the voltage at pin 12 drops to o 
voltage very near to the level of pin 7. With the voltage on 
both blanking plates near the same level, the CRT is 
unblanked. The Unblanking Center adjustment, R869, is ad- 
justed for maximum beam current (maximum trace bright- 
ness). 

The disploy may be blanked during sweep time or when 
displaying on external horizontal signal by connecting a two 
volt or greater positive signal to the EXT BLANKING con- 
nector. This signal diverts current from Q864 and ollaws its 
collector to rise positive. Then, pin 12 also rises positive ond 
the CRT beam is deflected by the blanking plates to blank 
the desired portion of the display. 



Trace Rotation 

The Trace Rotation circuit is provided to allow alignment 
of the horizontal trace with the graticule lines. The Trace 
Rotation adjustment, R851, varies the magnetic strength of a 
coil oround the CRT. The connections to the coil may be 
reversed at the circuit board to reverse the adjustment range. 

The Y Axis Align adjustment, R856, varies the magnetic 
strength of coil L856. This circuit provides vertical alignment 
of the troce.Tne connections to this coil may olso be reversed 
at the circuit board fan potentiometer) to reverse the adjust- 
ment range. 
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SECTION 4 
MAINTENANCE 



Introduction 

This section of the manual contains maintenance informa- 
tion for use in preventive maintenance, corrective mainten- 
ance or troubleshooting of the Type 422. 

Cabinet Removal 

The cabinet can be removed from the Type 422 as follows: 

1. First remove the power supply from the rear of the 
indicator as follows: 

a. Loosen the four securing screws located in the rear 
feet of the power supply. 

b. Seporote the two units by sliding the power supply 
to the rear, off the support rods. 

2. Remove the three screws which hold the cabinet io the 
rear of the indicator. 

3. Slide the cabinet to the rear and off the support rods. 

The Type R422 con be removed from the cabinet in a 
similar manner if the instrument is first pulled out of, or 
removed from the rack. 

PREVENTIVE MAINTENANCE 

General 

Preventive maintenance consists of cleaning, visual inspec- 
tion, lubrication, etc. Preventive maintenance performed on 
a regular basis may prevent instrument breakdown ond will 
improve the reliability of this instrument. The severity of the 
environment to which the Type 422 is subjected will deter- 
mine the frequency of maintenance. A convenient time to 
perform preventive maintenance is preceding recalibration 
of the instrument. 



Cleaning 

The Type 422 should be cleaned as often as operating 
conditions require. Accumulation of dirt in the instrumem can 
cause overheating and component breokdown. Dirt on com- 
ponents acts os an insulating blanket and prevents efficient 
heat dissipation. It also provides an electrical conduction 
path. 

The cabinet provides protection against dust in the interior 
of the instrument. Operation without the cabinet in place 
necessitates more frequent cleaning. The front cover provides 
dust protection for the front panol and the CRT face. The 
front cover should be installed for storage or transportation. 

CAUTION 

Avoid the use af chemical cleaning agents which 
might damage »he plastics used in this instrumem. 
Avoid chemicals which contain benzene, toluene, 
xylene, acetone or similar solvents. 



Exterior. Loose dust accumulated on the outside of the 
Type 422 con be removed with a soft cloth or small paint 
brush. The paint brush is particular?/ useful for dislodging 
dirt on and around the front-ponel controls. Dirt which 
remains con be removed with a soft cloth dampened in a mild 
detergent and water solution. Abrasive cleaners should not 
be used. 

Clean the light filter, face plate protector and CRT face 
with a soft, lint-free doth dampened with denatured alcohol. 

Interior. Dust in the interior of the instrument should be 
removed occasionally due to its electrical conductivity under 
high-humidity conditions. The best way to clean the interior 
is to blow off the accumulated dust with dry, low-velocity 
air. Remove any dirt which remains with o soft paint brush 
or a cloth dampened with o mild detergent ond water solu- 
tion. A cotton-tipped applicator is useful for cleaning in 
narrow spaces or for cleaning ceramic terminal strips and 
circuit boards. 

The high-voltage circuits, particularly parts located in the 
high-voltage compartment and the area surrounding the post- 
deflection anode connector, should receive special attention. 
Excessive dirt in these areas may cause high-voltage arcing 
and result in improper instrument operation. 

lubrication 

General. The reliability of potentiometers, rotary switches 
and other moving parts can be maintained if they are kept 
properly lubricated. Use a cleaning-type lubricant (e.g., 
Tektronix Part No. 006-0216-00) on shaft bushings and switch 
contacts. Lubricate switch detents with a heavier grease (e.g., 
Tektronix Part No. 0064)219-00). Potentiometers which ore 
not permanently sealed should be lubricated with a lubricant 
which will not affect electrical characteristics (e.g., Tektronix 
Port No. 006-0220-00). Do not over lubricate. A lubrication 
kit containing the necessary lubricants and instructions is 
available from Tektronix, Inc. Order Tektronix Part No. 003- 
0342-00. 



Visual Inspection 

The Type 422 should be inspected occasionally for such 
defects as broken connections, broken or damaged ceramic 
strips, improperly seated transistors or nuvistors, damaged 
circuit boards and heat damaged parts. 

The corrective procedure for most visible defects is obvious; 
however, porticulor care must be taken if heat-damaged com- 
ponents are found. Over-heating usually indicates other 
trouble in the instrument; therefore, it is important thot the 
cause of overheating be corrected to prevent a recurrence of 
the damage. 

Transistor and Nuvistor Checks 

Periodic checb of the transistors and nuvistors in the Type 
422 are not recommended. The best check of transistor 0 r 
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nuvistor performance is its actual operation in the instrument. 
More details on checking transistor and nuvistor operation is 
given under Troubleshooting. 

RecalibraHon 

To assure accurate measurements, check the calibration of 
this instrument after each 1000 hours of operation or every 
six months if used infrequently. In addition, replacement of 
components may necessitate recalibration of the affected 
circuits. Complete calibration instructions are given in the 
Calibration section. 

The calibration procedure con also be helpful in localizing 
certain troubles in the instrument. In some cases, minor trou- 
bles may be revealed and/or corrected by recalibration. 

TROUBLESHOOTING 

Introduction 

The following information is provided to facilitate trouble- 
shooting of the Type 422 if trouble develops. Information 
contained in other sections of this manual should be used 
along with the following information to aid in locating the 
defective component. An understanding of the circuit opera- 
tion is very helpful in locating troubles. See the Circuit 
Description section for complete information. 

Troubleshooting Aids 

Diagrams. Circuit diagrams are given in foldout pages in 
Section 9. The component number and electrical value of 
each component in this instrument are shown on the dia- 
grams. Each main circuit is assigned a series of component 
numbers. Table 4-1 lists the main circuits in the Typr- 422 
and the series of component numbers assigned to each. 
Important voltages and waveforms are also shown on the 
diagrams. The portions of the circuit mounted on circuit 
boards are enclosed with a blue line. 

Switch Wafer Identification. Switch wafers shown on the 
diagrams are coded to indicate the position of the wafer in 
the complete switch assembly. The numbered portion of the 
code refers to the wafer number counting from the front, or 
mounting end of the switch, toward the rear. The letters F 
and R indicate whether the front or rear of the wafer per- 
forms the particular switching function. For example, a wafer 
designated 2R indicates that the rear of the second wafer 
is used for this particular switching function. 

Circuit Boards and Cards. Figs. 4-8 through 4-15 show 
the circuit boards used in the Type 422. Fig. 4-17 shows 
the location of each board within the instrument. Each 
electrical component on the boards is identified by its cir- 
cuit number. The circuit boords and cards are also outlined 
on the diagrams with a blue line. These pictures used along 
with the diagrams will aid in locating the components 
mounted on the circuit boards. 

Wiring Color-Code. All insulated wire and cable used in 
the Type 422 is color-coded to facilitate circuit tracing. Sig- 
nal carrying leads are identified with one or two colored 
stripes Voltage supply leads are identified with three siripes 
to indicate the approximate voltage using the El A resistor 



TABLE 4-1 
CIRCUIT NUMBERS 



Circuit Numbers 
on Schematic 


Circuit 


1-99 


Ch 1 Input Amplifier 


100-199 


Ch 2 Input Amplifier 


200 299 


Switching and Output Amplifier 


300-399 


Sweep Trigger 


400-499 


Sweep Generator 


500-599 


Horizontal Amplifier 


600-699 


AC Power Supply 


700-799 


Calibrator and Regulators 


800-899 


CRT Circuit 


1000-1299 


AC-DC Power Supply 



color code. A white background color indicates a positive 
voltage and a tan background indicates a negative voltage. 
Table 4-2 gives the wiring color-code for the power-supply 
voltages used in the Type 422. 

Resistor Color-Code. In addition to the brown composi- 
tion resistors, some metal-film resistors (identifiable by their 
gray body color) and some wire-wound resistors (usually 
light blue or gray-green) ore used in the Type 422. The 
resistance volues of composition resistors ond metol-film resis- 
tors are color-coded on the components (some metol-film 
resistors may have the value printed on the body) with EIA 
color-code. The color-code is read starting with the stripe 
nearest the end of the resistor. Composition resistors hove 
four stripes which consist of two significant figures, a multi- 
plier and o tolerance value (see Fig. 4-1). Metal-film resistors 
have five stripes consisting of three significant figures, o 
multiplier and a tolerance value. 



TABLE 4-2 

WIRING COLOR CODE 



Supply 


! Back- 
i ground 
i Color 


1st 

Stripe 


1 

2nd 

Stripe 


3rd 

Stripe 


—110 volt 


Tan 


Brown 


r Black 


Brown 


—81 volt 


Tan 


Gray 


| Black 


Black 


-12 volt | 


Tan 


Brown 


| Red 


Black 


-4-12 volt 


White 


Brown 


Red 


Black 


-4-20 volt 


White 


Red 


Black 


Black 


+ 55 volt 


White 


Green 


Green 


Black 


+95 volt , 


White 


Brown 


Black 


Brown 



Capacitor Marking. The capacitance values of common 
disc capacitors and smoll electrolytics are marked in micro- 
farods on the side of the component body. The white ceromic 
capacitors used in the Type 422 are color coded in picofarads 
using a modified EIA code (see Fig. 4-1). 

Diode Color Code. The cathode end of each glass- 
encased diode is indicated by a stripe, a series of stripes or 
a dot. For most silicon or germanium diodes with a series of 
stripes, the color-code also indicates the type of diode and 
identifies the Tektronix Part Number using the resistor color- 
code system (e.g., o diode color-coded blue-brown-gray- 
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Composition Resistors: 



Mttol-Rim Resistors: 



Ceramic Capacitors: 




Resistor ond Copacitor Color Code 



(^(?) ond —1st, 2nd and 3rd significant figi 

^ — multiplier; —tolerance; 

^C) — temperature coefficient. 



Color 


Signifi- [ 

cont 

Figures 


Multiplier 
Resis- Capaci- 
tors tors 


Tolerance 
Resis- Capaci- 
tors tors 


Silver 1 




io- 2 

10- 1 

1 


... 


±10% 


... 


Gold 

Black 


0 


1 


±0 /o 


±20% or 
2pF* 


Brown 


1 


10 


10 


±1% 


±1% or 

0.1 pF* 


Red 


2 


10- 


10 2 


±2% 


±2% 


Orange 


3 


10‘ 


10 3 


±3% 


±3% 


Yellow 


4 


10' 


10' 


±4% 


+ 100% 
-0% 


Green 1 


5 


10* 


10* 


±0.5% 


±5% or 
0.5 pF* 


Blue 


6 : 


i 10 f 


10° 






Violet 


7 






--- 




Gray 


8 




io- 2 




+80% 
-20% 
or 0.25 pF* 


White 


9 

i 




10* 1 


... 


1 ±10% or 
IpF* 


(none) 


— 




... 


±20% 


±10% or 

1 1 pF* 



•For capacitance of 10 pF or lees. 

NOTE; end/or (l£) color cede for capacitors depends upon 

manufacture* and capacitor type. May not be present in some 



Flf. 4-1 . Color-code for resistors and ceramic capacitor*. 



green indicates diode type 6)85 with Tektronix Part Number 
1 52-01 85-00). The cathode and anode end of metal-encased 
diodes can be identified either by the diode symbol marked 
on the body. 

Troubleshooting Equipment 

The following equipment is useful for troubleshooting the 
Type 422. 

1. Transistor Tester 

Description: Tektronix Type 575 Transistor-Curve Tracer 
or equivalent. 

Purpose: to test the semiconductors used in this instru- 
ment. 

2. Volt-ohmmeter 

Description. 20,000 ohms/ volt. 0-500 volts DC (5000 
volts to check high-voltage circuits). Accurate within 
3%. Test prods must be well insulated. 

3. Test Oscilloscope 

Description: DC to 15 MHz frequency response, 5 milli- 
volts to 50 volts /division deflection factor. Use a 10X 
probe. 

Purpose: To check waveforms in the instrument. 



Troubleshooting Techniques 

This troubleshooting procedure is arranged in an order 
which checks the simple trouble possibilities before proceed- 
ing with extensive troubleshooting. The first few checks assure 
proper connection, operation and calibration. If the trouble 
is not located by these checks, the remaining steps aid in 
locating the defective component. When the defective com- 
ponent is located, it should be replaced following the replace- 
ment procedures given under Corrective Maintenance. 

1. Check Control Settings. Incorrect control settings can 
indicate o trouble that does not exist. If there is any question 
about the correct function or operation of any control, see 
the Operating Instructions section of this monuol. 

2. Check Associated Equipment. Before proceeding with 
troubleshooting of the Type 422, check that the equipment 
used with this instrument is operating correctly. Check that 
the signal is properly connected and that the interconnecting 
cables are not defective. Also, check the power source. 

3. Check Instrument Calibration. Check the calibration 
of this instrument, or the affected circuit if the trouble exists 
in one circuit. The apparent trouble may only be a result of 
misadjustment or may be corrected by calibration. Complete 
calibration instructions are given in the Calibration Section of 
this manual. 



m 
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Fig. 4-2. Circuit Isolation Troubleshooting Guido. 



4-4 
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4. Visual Check. Visually check the portion of the instru- 
ment in which the trouble is located. Many troubles con be 
located by visual indications such as unsoldered connections, 
broken wires, damaged circuit boards, damaged components, 
etc. 

5. Isolate Trouble to a Circuit. To isolate a trouble to a 
circuit, note the trouble symptom. The symptom often identi- 
fies the circuit in which the trouble is located. For example, 
poor focus indicates that the CRT circuit (includes high volt- 
age) is probably at fault. When trouble symptoms oppoar in 
more than one circuit, check all affected circuits by taking 
voltage and waveform readings. Also check for the correct 
output signals at the front-panel output connectors with a test 
oscilloscope. If the signal is correct the circuit is working cor- 
rectly up to that point. For example, correct amplitude ond 
rime of the gate out waveform indicates that the Sweep Trig- 
ger and Sweep Gate circuits are operating correctly. 

Incorrect operation of all circuits indicates trouble in the 
power supply. Check first for correct voltage of the individual 
supplies. However, a defective component elsewhere in the 
instrument can appear as a power-supply trouble and may 
also affect the operation of other circuits. Table 4-3 lists the 
tolerances of the power supplies in this instrument. If a power- 
supply voltage is within the listed tolerance, the supply con 
be assumed to be working correctly. If outside the tolerance, 
the supply may be misadjusted or operating incorrectly. Use 
the procedure given in the Calibration section to adjust the 
power supplies. 

Fig. 4-2 provides a guide to aid in locating the defective 
circuit. This chart may not include checks for all possible 
defects; see steps 6-8 in such cases. Start from the top of 
the chart and perform the given checks on the left side of the 
page until a step is found which is not correct. Further checks 
and/or the circuit in which the trouble is located ore listed 
to the right of this step. 

After the defective circuit hos been located, proceed with 
steps 6 through 8 to locate the defective components). 

6. Check Circuit Boord Interconnections. After the trou- 
ble hos been isolated to a particular circuit, check the pin 
connectors on the circuit board for correct connection. Figs. 
4-8 through 4-15 show the correct connections for each 
board. 

The pin connectors used in this instrument also provide a 
convenient means of circuit isolation. For example, a short in 
a power supply can be isolated to the power supply itself by 
disconnecting the pin connectors for that voltage ai the 
boards. 



TABLE 4-3 

POWER SUPPLY TOLERANCES 



Power Supply 


Toleronce 


-81 volt 


±1 volt 


-12 volt 


±0.12 volt 


4-12 volt 


±0.24 voir 


4-20 volt 


±1.4 volt 



7 . Check Voltages and Waveforms. Often the defective 
component can be located by checking for the correct volt- 
age or waveform in the circuit. Typical voltages and wave- 
forms are given on the diagrams. 



NOTE 

Voltages and waveforms given on the diagrams 
are not absolute and moy vary slightjy between 
instruments. To obtain operating conditions similar 
to those used to take these readings, see the first 
diagram page. 

8. Check Individual Components. The following proce- 
dures describe methods of checking individual components in 
the Type 422. Components which ore soldered in ploce con 
be checked most easily by disconnecting one end. This elimi- 
nates incorrect measurements due to the effects of sur- 
rounding circuitry. 

A. TRANSISTORS AND NUVISTORS. The best check of 
transistor or nuvistor operation is actual performance under 
operating conditions. If a transistor or nuvistor is suspected of 
being defective, it con best be checked by substituting a new 
component or one which has been checked previously. How- 
ever, be sure that circuit conditions are not such that a 
replacement transistor or nuvistor might also be damaged. 
If substitute transistors or nuvistors ore not available, use a 
dynamic tester (such as Tektronix Type 570 or 575). Static- 
type testers arc not recommended, since they do not check 
operation under simulated operating conditions. 

B. DIODES. A diode can be checked for an open or 
shorted condition by measuring the resistance between ter- 
minals. With on ohmmerer seole having an internal source of 
about 1.5 volts, the resistance should be very high in one 
direction and very low when the leads are reversed. 

CAUTION 

Do not use an ohmmeter scale that has o high 
internal current. High currents may damage the 
diode. Do not measure tunnel diodes with an ohm- 
meter; use a dynamic tester (such as o Tektronix 
Type 575 Transistor-Curve Tracer). 

C. RESISTORS. Resistors con be checked with on ohm- 
meter. Check the Electrical Paris List for the tolerance of the 
resistors used in this instrument. Resistors normally do not 
need to be replaced unless the measured value varies widely 
from the specified value. 

D. INDUCTORS. Check for open inductors by checking 
continuity with an ohmmeter. Shorted or partially shorted 
inductors can usually be found by checking the waveform 
response when high-frequency signals are passed through the 
circuit. Partial shorting often reduces high-frequency response 
(roll-off). 

E. CAPACITORS. A leaky or shorted capacitor can best 
be detected by checking resistance with an ohmmeter on the 
highest scale. Do not exceed the voltage rating of the capaci- 
tor. The resistance reading should be high after initial charge 
of the capacitor. An open capacitor can best be detected 
with a capacitance meter or by checking whether the copaci- 
tor passes AC signals. 

9. Repair and Readjust the Circuit. If any defective parts 
are located, follow the replacement procedures given earlier 
in this section. Be sure to check the performance of any cir- 
cuit that has been repaired or that has had any electrical 
components replaced. 
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CORRECTIVE MAINTENANCE 

General 

Corrective maintenance consists of component replacement 
and instrument repair. Special techniques required to replace 
components in this instrument are given here. 



Obtaining Replacement Parts 

Standard Parts. All electrical and mechanical part replace- 
ments for the Type 422 can be obtained through your local 
Tektronix Field Office or representative. However, many of 
the standard electronic components can be obtained locally 
in less time than is required to order them from Tektionix, 
Inc. Before purchasing replacement ports, check the parts lists 
for value, tolerance, rating and description. 

NOTE 

When selecting replacement parts, it is important 
to remember that the physical size and shape of a 
component may affect Its performance in the instru- 
ment, particularly at high frequencies. All replace- 
ment ports should be direct replacements unless it 
is known thot a different component will not 
adversely affect instrument performance. 

Special Parts. In addition to the standard electronic com- 
ponents, some special ports are used in the Type 422. These 
parts are manufactured or selected by Tektronix, Inc. to meet 
specific performance requirements, or are manufactured for 
Tektronix, Inc. in accordance with our specifications. These 
special parts are indicated in the parts list by an asterisk 
preceding the part number. Most of the mechanical parts 
used in this instrument hove been manufactured by Tektionix, 
Inc. Order all special parts directly from your local Tek- 
tronix Field Office or representative. 

Ordering Ports. When ordering replacement parts from 
Tektronix, Inc., include the following information: 

1. Instrument Type. 

2. Instrument Serial Number. 

3. A description of the port (if electrical, include < ircuit 
number). 

4. Tektronix Part Number. 



Soldering Techniques 

WARNING 

Disconnect the instrument from the power source 

before soldering. 

Grcuit Boards. Use ordinary 60/40 solder and a 35 lo 40- 
watt pencil type soldering iron on the circuit boards. The tip 
of the iron should be clean and properly tinned for besl heat 
transfer to the solder point. A higher wattage soldering iron 
may separate the wiring from the base material. 

The following technique should be used to replace a com- 
ponent on a circuit board. Most components can be replaced 
without removing the boards from the instrument. 



1. Grip the component lead with long-nose pliers. Touch 
the soldering iron to the lead ot the solder connection. Do 
not lay the iron directly on the board as it moy damage the 
board. 

2. When the solder begins to melt, pull the lead out gently. 
This should leave a deon hole in the board. If not, the hole 
can be cleaned by reheating the solder and placing a sharp 
object such as a toothpick into the hole to clean it out. 

3. Bend the leads of the new component to fit the holes in 
the board. If the component is replaced while the board is 
mounted in the instrument, cut the leads so Ihey will just 
protrude through the board. Insert the leods into the holes in 
the board so the component is firmly seated against the 
board (or as positioned originally). If it does not seat pro- 
perly, heot the solder and gently press the component into 
ploce. 

4. Touch the iron to the connection and apply a small 
amount of solder to make a firm solder joint; do not 
apply too much solder. To protect heat-sensitive components, 
hold the lead between the component body and the solder 
joint with a pair of long-nose pliers or other hear sink. 

5. Clip the excess lead that protrudes through the board. 

6. Clean the area around the solder connection with o 
flux-remover solvent. Be careful not to remove information 
printed on the board. 

Ceramic Terminal Strips. Solder used on the ceramic ter- 
minal strips should contain about 3% silver. Use a 40- to 
75-watt soldering iron with a ’/* inch wide wedge-shaped tip. 
Ordinary solder can be used occasionally without damage to 
the ceramic terminal strips. However, if ordinary solder is 
used repeatedly or if excessive heat is applied, the solder-to- 
ceramic bond may be broken. 

A sample roll of 37© silver solder is mounted on the rear 
of this instrument. Additional silver solder should be available 
locally, or it con be purchased from Tektronix, Inc.; order by 
Tektronix Part No. 251-0514-00. 

Observe the following precautions when soldering to 
ceromic terminal strips. 

1. Use a hot iron for a short time. Apply only enough heat 
to make the solder flow freely. 

2. Maintain a clean, properly tinned tip. 

3. Avoid putting pressure on the ceramic terminal strip. 

4. Do not attempt to fill the terminal-strip notch with solder, 
use only enough solder to cover the wires adequately. 

5. Clean the flux from the terminal strip with a flux-remover 
solvent. 

Metal Terminals. When soldering metol terminals (e.g., 
switch terminals, potentiometers, etc.), ordinary 60/40 solder 
can be used. Use a soldering iron with a 40- to 75-watt rat- 
ing and o Vi -inch wide wedge-shaped tip. 

Observe the following precautions when soldering metol 
terminals: 
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Apply only enough heof to make the solder flow freely. 

2. Apply only enough solder to form o solid connection. 
Excess solder moy impair the function of the part. 

3. If o wire extends beyond the solder joint, dip off the 
excess. 

4. Clean the flux from the solder joint with a flux-rernover 
solvent. 



Component Replacement 

WARNING 

Disconnect the instrument from the power source 
before replacing components. 

Ceramic Terminal Strip Replacement. A complete 
ceramic terminal strip assembly is shown in Fig. 4-3. Replace- 
ment strips (including studs) and spacers are supplied under 
separate part numbers. However, the old spacers moy be 
re-used if they are not damaged. The applicable Tektronix 
Part Numbers for the ceramic strips and spacers usiid in 
this instrument are given in the Mechanical Parts List. 




Fig. 4-3. Ceramic terminal strip asstmbty. 



To replace a ceramic terminal strip use the following 
procedure-. 

REMOVAL: 

1. Unsolder all components and connections on the strip. 
To aid in replacing the strip, it may be advisable to mark 
each lead or to draw a sketch to show location of the com- 
ponents and connections. 

2. Pry or pull the damaged strip from the chassis. Be care- 
ful not to damage the chassis. 

3. If the spacers come out with the strip, remove them from 
the stud pins for use on the new strip (spacers should be 
replaced if they are damaged). 



REPLACEMENT: 

1. Place the spacers in the chassis holes. 



2. Carefully press the studs of the strip into the spacers 
until they ore completely seated. If necessory, use a soft mal- 
let and tap lightly, directly over the stud, to seat the strip 
completely. 

3. If the stud extends through the spacers, cut off the 
excess. 

4. Replace all components and connections. Observe the 
soldering precautions given under Soldering Techniques in 
this section. 

Grcuit Board Replacement. If a circuit board is dam- 
aged beyond repair, either the entire assembly including all 
soldered-on components, or the board only, can be replaced. 
Part numbers are given in the Mechanical Parts List for either 
the completely wired or the unwired board. Most of the com- 
ponents mounted on the circuit boards can be replaced with- 
out removing the boards from the instrument Observe the 
soldering precautions given under Soldering Techniques in 
this section. However, if the bottom side of the board must 
be reached or if the board must be moved to gain access 
to other areas of the instrument, only the mounting screws 
need to be removed. The interconnecting wires on most of 
the boords ore long enough to allow the board to be moved 
out of the way or turned over without disconnecting the pin 
connectors. 



GENERAL: 

Most of the connections to the circuit boards are made with 
pin connectors. However, several connections are soldered to 
the Input Amplifier Board. See the special removal instruc- 
tions for this board. All connections ore soldered to the high- 
voltage circuit boards. These boards generally need to be 
completely removed only to replace the boards. 

Use the following procedure to remove a circuit board; 

1. Disconnect all pin connectors from the board and 
unsolder any soldered connections (see the information which 
follows to remove the Input Amplifier board and the Attenua- 
tor as o unit). 

2. Remove all screws holding the board to the chassis 

3. Lift the circuit boord out of the instrument. Do not force 
or bend the board. 

4. To replace the board, reverse the order of removal. Cor- 
rect location of the pin connectors is shown in Figs, 4-8 
through 4-15. Replace the pin connectors carefully so they 
mate correctly with the pins. If forced into place incorrectly 
positioned, the pin connectors may be damaged. 



INPUT AMPLIFIER UNIT REMOVAL: 

The Input Amplifier boords and Attenuators can be 
removed from the Type 422 as a unit or the circuit boards can 
be removed separately. To remove the board only, follow 
the procedure described under GENERAL. To remove as a 
unit, proceed as follows: 

1. Unsolder the wire from the AC GND DC switch and the 
ground lead from the BNC connector (see Fig. 4-4). 

2. Remove the front-panel VOLTS/DIV and VARIABLE 
knobs. 



©I 
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Fig. 4-4. Leads to unsolder io remove cttenualor unit. 

3. Remove the securing nuts cn die VOLTS/DIV switch and 
the GAIN control. 

4. Remove the two screws located ot the rear of the Atten- 
uator which secure the assembly to the chassis. 

5- Disconnect all pin connectors on the board. Do not 
unsolder the soldered connections. 

6 . Lift up the rear of the assembly and slide it cut of the 
instrument. (To remove the Channel 1 attenuator, remove the 
support rod from the lower left side of the instrument. A nut- 
driver or socket wrench should be used to remove this rod. 
An open-end wrench may damage the rod, preventing the 
power supply from being secured properly.) 

7. The Input Amplifier circuit board car, now be removed 
from the unit as fallows- 

a. Unsolder the remaining connections between the Atten- 
uator and the circuit board. 

b. Remove the three screws which hold the circuit board 
to the Attenuator unit. 

8. To replace the unit, reverse the order of removal. When 
replacing the Channel 2 attenuator assembly, be sure the 
INVERT and X10 GAIN AC switches fit properly in the act- 
uating assemblies. 

Transistor and Nuvistor Replacement. Transistors and 
nuvistors should not be replaced unless actually defective. 
If removed from their sockets during routine maintenance, 
return them to their original sockets. Unnecessary replace- 
ment of transistors or nuvistors may affect the calibration of 
this instrument. When transistors or nuvistors arc replaced, 
check the operation of that part of the instrument which 
may be affected 



Replacement transistors or nuvistors should be of the orig- 
inal type or a direct replacement. Remount the transistors in 
the same manner as the original. Transistors which are 
mounted or the chassis use silicone grease to increase heat 
transfer. Replace the silicone grease when replacing these 
transistors. 

WARNING 

Hcndle silicone grease with care. Avoid getting 

it in the eyes. Wash hands thoroughly after use. 

Cathode-Ray Tube Replacement. Use care when han- 
dling a CRT. Protective clothing and safety glasses should 
be worn. Avoid striking it on any object which might cause it 
to crack or implode. When storing a CRT, place it face down 
or a smooth surface. A protective cover or soft mat should 
be placed under the faceplate to protect it from scrctches. 

The following procedure outlines the removal and replace- 
ment cf the cathode-ray tube: 



REMOVAL: 

1. Remove the indicator cabinet as described on pago 4-1. 

2. Remove the light filter or faceplate protector. 

3. Disconnect the CRT anode connector. Ground this lead 
to the chassis to discharge any stored charge. 

4. Disconnect the trace ratotion coil at the pin connectors 
on the Horizontal Amplifier board. Also disconnect the pin 
conredor from terminal 3 of the Y-Axis Alignment control. 

5. Disconnect the four deflection-plate connectors. Be 
careful not to bend the deflection-plate pins. 

6. Remove the CRT socket shield. 

7. Disconnect the CRT socket. 

B. Remove the tv/o lock-nuts holding the front of the CRT 
shield to the sub-panel. 

9. Slide the graticule lights off the studs and move them 
eway from the shield. 

10- Remove the remaining two screws holding the shield 
bracket to the rear of the instrument. 

11. Slide the CRT assembly to the rear of the instrument 
until the shield clears the mounting studs. The, lift the CRT 
assembly straight up and out of the instrument (see Fig. 4-5). 

12. Loosen the clamp near the shield bracket. 

13. Holding the left hard on the CRT faceplate, push for- 
ward on the CRT base with the right bond. As the CRT storts 
out of the shield, grasp it firmly with the left hand. When the 
CRT is free of the clamp, slide the shield off the CRT. Be 
careful not to bend the neck pins. 



REPLACEMENT: 

1. Irsert the CRT into the shield. Be careful not to berd 
the neck pins. Push the CRT firmly into the shield 

2- Tighten the CRT clamp. 




Maintenance- -Type 422/R422 (SN 100-19,999) 



Slid* ert back 
about Then 

lift straight up 




fig. 4-5. Removing the cathode-ray lube. 

3. Place the light shield over the faceplate. 

4. Using a method similar to that for removal (step 11), 
reinsert the CRT assembly into the instrument. Be sure the 
CRT faceplate scats properly in the subpancl. 

5. Replace the two lower screws in the shield bracket. 

6. Replace the graticule lights and the lock-nuts. 

7. Replace the CRT socket and socket shield 

B. Reconnect the anode connector. Align the plug on the 
CRT and the jack in the connector end press firmly on the 
insulating cover to snap the jack into place. 

9. Reconnect the trace alignment leads. Correct location of 
these wires is shown in Fig. 4-12. Also reconnect the pin con- 
nector to terminal 3 of the Y-Axis Alignment control. 

10. Reconnect the deflection plate correctors. Correct 
location of the leads is shown on the CRT shield. 

11. Adjust the Geometry, Trace Rotation, Y-Axis Alignment 
and Unblanking Center adjustments (see the Calibration sec- 
tion far adjustment procedure) 

NOTE 

If the Trace Rotation adjustment does not have 

enough range to moke the trace parallel with the 

graticule lines, reverse the connection of the leads 

at the Horizontal Amplifier board. 

Rotary Switches. Individual wafers or mechanical parts 
of rotory switches are normally nol replaceable. If a switch 
is defective, replace the entire assembly. Replacement switches 
can he ordered either wired or unwired; refer to the Farts List 
far the applicable part numbers. 



When replacing a switch, tag the leads and switch ter- 
minals with corresponding identification togs as the leads are 
disconnected. Then, use the old switch as a guide far install- 
ing the new one. An alternative method is to draw a sketch 
of the switch layout anc record the wire color at each ter- 
minal. When soldering to the new switch be careful that the 
solder does not flow beyond the rivets on the switch terminals. 
Spring tension of the switch contact can be destroyed by 
excessive solder. 

High-Voltage Compartment. The components located 
in the high-voltage compartment can be reached for mainten- 
ance or replacement by using the fallowing procedure. 

1. Remove the cabinet from the instrument as described 
earlier in this section. 

2. Turn the instrument over so the bottom side is up. 

3. Remove the two screws which hold the high-voltage 
compartment ta the chassis. 

4. Lift the complete high voltage compartment away from 
the chassis. 

5. Slide the shield off the high-voltage housing. The two 
pins on the bottam of the housing must be freed from the 
holes in the shield before the shield can be slid off. 

6. Remove the cover of the high-voltage housing. 

7. To replace the high-voltage compartment, reverse the 
order of removal. When placing the circuit boards back into 
the compartment, be sure the insulator sheet is installed in 
the proper place. Fig. 4-d shows the correct location of the 
circuit boards and »he insulator sheet. 




Fig. 4-6. Correct location of citcuit boards in high-vclloge comport- 
ment. 
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Recalibration After Repair 

After any electrical component ho5 been replaced the 
calibration of that particular circuit should be checked, as 
well as the calibration of other closely related circuits. Since 



the low- voltage supply effects oil circuits, calibration of the 
entire instrument should be checked if work has been done 
in the low-voltage supply or if the power transformer has 
been replaced. The Performance Check procedure in Section 
5 provides o quick ond convenient means of checking instru- 
ment operation. 
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Fig. 4-1 2A. Horizontal Amplifier circuit board. Serial number 100-5*9. 
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Fig. 4-12C. HoriTental Amplifier circuit board. Serial number 4135-9562. 
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Fig. 4-12D, Horizontal Amplifier circuit board. Serial number 9563 and up. 
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SECTION 5 

PERFORMANCE CHECK 



Introduction 

This section of the manual provides a procedure for rapidly 
checking the performance of the Type 422. This procedure 
checks the operation of the instrument without removing the 
cabinet or making internal adjustments. However, screw- 
driver adjustments which are located on the front panel are 
adjusted in this procedure. 

If the instrument does not meet the performance require- 
ments given in this procedure, internal checks and/or adjust- 
ments are required. See the Calibration section. All per- 
formance requirements given in this section correspond to 
those given in the Characteristics section. 

NOTE 

All waveforms shown in this section are actual 

waveform photographs taken with a Tektronix 

Oscilloscope Camera System. 

Recommended Equipment 

The following equipment is recommended for a complete 
performance check. Specifications given are the minimum 
necessary to perform this procedure. All equipment is assumed 
to be calibrated and operating within the given specifications. 
If equipment is substituted, it must meet or exceed the speci- 
fications of the recommended equipment. 

For the most accurate and convenient performance check, 
special calibration fixtures are used in this procedure. These 
calibration fixtures ore available from Tektronix, Inc. Order 
by part number through your local Tektronix Field Office or 
representative. 

1. Test oscilloscope. Bandwidth, DC to 15 megahertz; 
minimum deflection factor, 0.2 volt/division. Tektronix Type 
422 Oscilloscope recommended. 

2. 10X probe with BNC connector. Tektronix P6006 
recommended. 



6. Time-mark generator. Marker outputs, 0.5 second to 
50 nanoseconds; morker accuracy, within 0.3%. Tektronix 
Type 184 Time-Mark Generator recommended. 

7. Low-frequency sine-wove generator. Frequency, 50 
hertz; output amplitude, 40 millivolts to 0.6 volt. For example, 
Heathkif IG-72 Audio Generator. 

8. 10X attenuator (two). Impedance, 50 ohms; accuracy, 
±3%; connectors, GR. Tektronix Part No. 017-0078-00. 

9. Coble (two). Impedance, 50 ohms; type, RG-58A/U; 
length 42 inches; connectors, BNC Tektronix Port No. 012- 
0057-00. 

10. BNC T connector. Tektronix Part No. 103-0030-00. 

11. Cable. Impedance, 50 ohms; type RG-8A/U; length, 
five nanoseconds (for use with Type 106 and 191); connectors, 
GR874. Tektronix Port No. 017-0502-00. 

12. In-line termination. Impedance, 50 ohms; accuracy, 
dr3%; connectors, GR input with BNC male output. Tek- 
tronix Part No. 017-0083-00. 

13. Adopter. Connectors, BNC female and two alligator 
clips. Tektronix Part No. 013-0076-00. 

14. Screwdriver. Three-inch shaft. Tektronix Part No. 003- 
0192-00. 

PERFORMANCE CHECK PROCEDURE 
General 

In the following procedure, control settings or test equip- 
ment connections should not be chonged except as noted. 
If only a partial check is desired, refer to the preceding step(s) 
for setup information. Type 422 front-panel control titles 
referred to in this procedure are capitalized (e.g., POSITION). 

The following procedure uses the equipment listed under 
Recommended Equipment. If equipment is substituted, control 
settings or setup may need to be altered to meet the require- 
ments of the equipment used. 



3. Standard amplitude calibrator. Amplitude accuracy, 
within 0.25%; signal amplitude, 50 millivolts to 100 volts; 
output signal, one-kilohertz square wave and negative DC 
voltage. Tektronix calibration fixture 067-0502-00 recom- 
mended. 



4. Square-wave generator. Frequency, 1, 10 and 100 
kilohertz; risetime, one nanosecond or less from fast-rise out- 
put; output amplitude, about 120 volts unterminated or 12 
volts into 50 ohms. Tektronix Type 106 Square-Wave Gen- 
erator recommended. 

5. Constant amplitude sine-wave generator. Frequency, 
50 kilohertz and 350 kilohertz to 15 megahertz,* output ampli- 
tude, variable from five millivolts to five volts; amplitude 
accuracy, zt 3% from 50 kilohertz to 15 megahertz. Tek- 
tronix Type 191 Constant Amplitude Signal Generator recom- 
mended. 



Preliminary Procedure 

1. Connect the Type 422 to o power source which meets 
the voltage and frequency requirements of this instrument. 

2. Set the Type 422 controls as follows; 



CRT controls 

INTENSITY 

FOCUS 

ASTIGMATISM 
SCALE ILLUM 



Counterclockwise 
See step 1 
See step 1 
As desired 



Vertical controls (both channels if applicable) 

VOLTS/DIV .01 

VARIABLE CAL 



®? 
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AC GND DC 


GND 


POSITION 


Midrange 


Mode 


CH 1 


INVERT 


Pushed in 


X10 GAIN AC 


Pushed in 


Triggering controls 


Source 


CH 1 & 2 


Coupling 


AC 


SLOPE 


Positive going 


LEVEL 


AUTO 


Sweep controls 


POSITION 


Midrange 


TIME/DIV 


1 mSEC 


VARIABLE 


CAL 


X10 MAG 


Pushed in 


Other 


POWER 


Pushed in 



3. Set the POWER switch to ON (pulled out). Allow at 
least 20 minutes warm up before proceeding. 

1. Check Trace Rotation 

REQUIREMENT— Trace parallel to horizontal graticule 
lines. 

a. Set the INTENSITY control to midrange. 

b. Set the FOCUS and ASTIGMATISM controls for a 
focused display. 

c. Position the trace to the center horizontal line with 
the Channel 1 POSITION control. 

d. CHECK — Trace parallel to the horizontal graticule lines. 

2. Check CRT Geometry 

REQUIREMENT — Alignment of markers within 0.1 division 
of the vertical graticule lines; alignment of trace within 0.1 
divisions of the horizontal graticule lines. 

a. Set the AC GND DC switch to AC. 

b. Connect the time mark generator to the INPUT 1 con- 
nector through a 50-ohm BNC cable. 

c. Set the time-mark generator for output markers ol one 
millisecond and 0.1 millisecond. 

d. Set the Triggering LEVEL control for a stable display. 

e. Set the Channel 1 VOLTS/DIV switch so the large mar- 
kers extend beyond the bottom ond top of the graticule urea. 

f. Set the Horizontal POSITION and the VARIABLE TIME/ 
DIV controls so o large marker coincides with each graiicule 
line. 

g. CHECK — CRT display for less than 0.1 division bowing 
of the markers ot the left and right edges of the graticule 
(see Fig. 5-1). 
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Fig. 5-1 . Typical CRT diiploy showing good gsomstry and Y-axis 
alignment 



h. Disconnect the time-mark generator. 

i. Position the trace to the top graticule line. 

j. CHECK — Deviation from straight line should not exceed 
0.1 division. 

k. Position the trace to the botttom graticule line. 

l. CHECK — Deviation from straight line should not exceed 
0.1 division. 

3. Check Channel 1 Step Attenuator and Vari- 
able Balance 

REQUIREMENT — No trace shift as the Channel 1 VOLTS/ 
DIV switch is changed from .05 to .01; two divisions or less 
trace shift as the Channel 1 VARIABLE VOLTS/DIV control is 
rotated throughout its range. 

a. Set the Triggering LEVEL control to FREE RUN. 

b. Set the Channel 1 AC GND DC switch to GND. 

c. Vertically center the trace with the Channel 1 POSI- 
TION control. 

d. CHECK — Change the Channel 1 VOLTS/DIV switch from 
.05 to .01. Trace should not move vertically. 

e. ADJUST — Channel 1 STEP ATT BAL adjustment, (on front 
panel), for no trace shift as the Channel I VOLTS/DIV switch 
is changed from .05 to .01. 

f. Return the Channel 1 VOLTS/DIV switch to .05. 

g. CHECK— Rotate the Channel I VARIABLE VOLTS/DIV 
control throughout its range. Trace should not move more 
than two divisions vertically. 

4. Check Channel 2 Step Attenuator and Vari- 
able Balance 

REQUIREMENT — No trace shift as the Channel 2 VOLTS/ 
DIV switch is changed from .05 to .01; two division or less 



©l 
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trace shift as the Chonnel 2 VARIABLE VOLTS/DIV control 
is rotated throughout its range. 

a. Set the Mode switch to CH 2. 

b. Set the Channel 2 AC GND DC switch to GND. 

c. Vertically center the trace with the Channel 2 POSI- 
TION control. 

d. CHECK— Change the Channel 2 VOLTS/DIV switch 
from .05 to .01 . Trace should not move vertically. 

e. ADJUST — Channel 2 STEP ATT BAL adjustment, (on front 
do ref), for no trace shift as the Channel 2 VOLTS/DIV switch 
is changed from .05 to .01. 

f. Return the Channel 2 VOLTS/DIV switch to .05. 

g. CHECK— Rotate the Channel 2 VARIABLE VOLTS/DIV 
control throughout its range. Trace should not move more 
than two divisions vertically. 

5. Check Alternate Operation 

REQUIREMENT — Trace alternation at all sweep rotes. 

a. Set the Mode switch to ALT. 

b. Position the traces about two divisions apart. 

c. Turn the TIME/DJV switch throughout its range. 

d. CHECK— Trace alternation between Chonnel 1 and 2 
at all sweep rates. At faster sweep rates, alternation U not 
apparent; display will appear as two traces on screen. 



6. Check Channel 1 and 2 Gain 

REQUIREMENT — Vertical deflection within ±3% of 
VOLTS/DIV switch indication. 



a. Change the following control settings: 



VOLTS/DIV 


.05 


(both channels) 




AC GND DC 


AC 


Mode 


CH 1 


TIME/DIV 


.5 mSEC 



b. Connect the standard amplitude calibrator output cor* 
nector to the INPUT 1 connector through a BNC cable and 
the BNC T connector. Connect the output of the BNC T con- 
nector to INPUT 2 with o BNC cable. 

c. Set the standard amplitude calibrator for o 0.2-volt 
square-wave output. 

d. Position the display to the center of the graticule with 
the Channel 1 POSITION control. 

e. CHECK — CRT display four divisions ±0.12 division, in 
amplitude (error ±3%; see Fig. 5-2). 

f. ADJUST — Channel 1 GAIN adjustment (on front panel) 
for exactly four divisions of deflection. 




































































































































































fig. 5-2. Typical CRT display thawing correct vortical gain. Vortical 
dofloction, 0.05 voln /division. 

g. Pull the INVERT switch. 

h. Set the Mode switch to ALG ADD and position the 
disploy to the center of the groticule with the Chonnel 2 
POSITION control. 

i. CHECK — CRT display straight line. 

j. ADJUST — Channel 2 GAIN adjustment (on front panel), 
for a straight line disploy. 



7. Check Added Mode Operation 

REQUIREMENT— Correct signal addition within ±3%. 
o. Push in the INVERT switch. 

b. Set Ihe standard amplitude calibrator for a 0.1 -volt 
square-wave output. 

c. CHECK — CRT display four divisions in amplitude, ±0.12 
division. 



8. Check Channel 1 and 2 Deflection Accuracy 

REQUIREMENT— Vertical deflection within ±3% of the 
VOLTS/DIV switch indication. 

a. Set the Mode switch to CH 1. 

b. Set the Channel 2 AC GND DC switch to GND. 

c. CHECK— Using the Channel 1 VOLTS/DIV switch and 
standard amplitude calibrator settings given in Table 5-1, 
check vertical deflection within ±3% at each position of the 
Chonnel 1 VOLTS/DIV switch. 

d. Set the Mode switch to CH 2. 

e. Set the Channel 1 AC GND DC switch to GND and the 
Channel 2 AC GND DC switch to DC. 
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f. CHECK— Using the Channel 2 VOLTS/DIV switch and 
standard amplitude calibrator settings given in Table 5-1, 
check vertical deflection within ±3% at each position of the 
Channel 2 VOLTS/DIV switch. 

TABLE 5-1 



Vertical Deflection Accuracy 



VOLTS/DIV 

Switch 

Setting 


Standard 

Amplitude 

Calibrator 

Square-Wave 

Output 


Vertical 

Deflection 

in 

Divisions 


Maximum 
Error For 
±3% 

Accuracy 

(divisions) 


.01 


50 millivolts 


5 


±0.15 


.02 


0.1 volt 


5 


±0.15 


.05 


0.2 volt 


4 


±0.12 


.1 


0.5 volt 


5 


±0.15 


•2 


1 volt 


5 


±0.15 


.5 


2 volts 


4 


±0.12 


1 


5 volts 


5 


±0.15 


2 


10 volts 


5 


±0.15 


5 


20 volts 


4 


±0.12 


10 


50 volts 


5 


±0.15 


20 


100 volts 


5 


±0.15 



9. Check Channel 2 x 1 0 Gain 

REQUIREMENT— Correct Channel 2 deflection within 
—7.5% when the XlO GAIN AC switch is pulled oui. 

a. Set both VOLTS/DIV switches to ,05. 

b. Set the standard amplitude calibrator for o 20-millivolt 
square-wave output. 

c. Pull the XlO GAIN AC switch out. 

d. CHECK — CRT display four divisions in amplitude, ±0.3 
division (±7.5%). 

e. Push in the XlO GAIN AC switch. 



10. Check Channel 1 and 2 Variable Volts/ 
Division Range 

REQUIREMENT — At least 2.5; 1 reduction in vertical deflec- 
tion when fully counterclockwise. 

a. Set the srondard amplitude calibrator for a 0.2-volt 
square-wave output (four divisions of deflection). 

b. CHECK— Turn the Channel 2 VARIABLE VOLTS/DIV 
control fully counterclockwise. Display should be reduced to 
1 .6 divisions or less (reduction in amplitude by □ factor of ot 
least 2.5;1; see Fig. 5-3). Channel 2 UNCAL light must be on 
when VARIABLE control is not in CAL position. 

c. Set the Mode switch to CH 1. 

d. Set the Chonnel 1 AC GND DC switch to DC 

e. CHECK — TURN the Channel 1 VARIABLE VOLTS/DIV 
control fully counterclockwise. Display should be reduced to 
1.6 divisions or less (reduction in amplitude by a factor of at 
least 2.5.1; see Fig. 5-3). Channel 1 UNCAL light must be on 
when VARIABLE control is not in CAL position. 



| ^Four-division display with variable control at CAL 
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Must bo reduced to at least 1.6 divisions when fully J 
counterclockwise J 



Fta. 5-3. Typical CRT display showing correct VARIABLE VOLTS/DIV 
control range (double exposure). 



11. Check Vertical Linearity 

REQUIREMENT— Less than 0.2 division compression or 
expansion at extremes of display area. 

a. Set the standard amplitude calibrator for a 0.2-voll 
square-wove output. 

b. Position the display to the center of the graticule with 
the Channel 1 POSITION control. 

c. Set the Chonnel 1 VARIABLE VOLTS/DIV control for 
exactly two divisions of deflection (see Fig. 5-4B). 

d. Position the top of the display to the top graticule line. 

e. CHECK — Compression or expansion not to exceed 0.2 
division (see Fig. S4). 

f. Position the bottom of the display to the bottom grati- 
cule line. 

g. CHECK — Compression or expansion not to exxceed 0.2 
division (see Fig. 5-4). 

h. Set the Mode switch to CH 2. 

i. Position the display to the center of the graticule with 
the Channel 2 POSITION control. 

j. Set the Channel 2 VARIABLE VOLTS/DIV control for 
exactly two divisions of deflection (see Fig. 5-4). 

k. Position the top of the display to the top graticule line. 

l. CHECK— Compression or expansion not to exceed 0.2 
division (see Fig. 5-4) 

m. Position the bottom of the display to the bottom grati- 
cule line. 
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Fig. 5-4. Typical C*T tfUploy (hewing acceptable campreeiian and 
expansion. Waveform I A) thowt expansion; waveform 1C) shows 
compression. 

n. CHECK — Compression or expansion not to exceed 0.2 
division (see Fig. 5-4). 

12. Check Channel 1 and 2 AC GND DC Switch 
Operation 

REQUIREMENTS — Correct signal coupling in each position. 



a. Return both VARIABLE VOLTS/DIV controls to CAL. 

b. Position display with the Channel 2 POSITION control 
so the bottom of the square-wave is at the center horizontal 

line. 

c. Set the Channel 2 AC GND DC switch to AC. 

d. CHECK — CRT display centered about centerline. 

e. Set the Channel 2 AC GND DC switch to GND. 

f. CHECK — CRT display for a straight line near the center- 
line. 

g. Set the Mode switch to CH 1. 

h. Position display with the Channel 1 POSITION control 
so the bottom of the squore-wave is at the center horizontal 
line. 

i. Set the Channel 1 AC GND DC switch to AC. 

j. CHECK — CRT display centered abou’ centerline. 

k. Set the Channel 1 AC GND DC switch to GND. 

l. CHECK — CRT disploy for a straight line near the center- 
line. 



13. Check Trace Shift Due to Input Grid Current 

REQUIREMENT — Trace shift 0.2 division or less at .01 
VOLTS/DIV switch position. 

a. Set both VOLTS/DIV switches to .01. 

b. Set the Triggering LEVEL control to FREE RUN. 

c. Position the trace to the center horizontal line with the 
Channel 1 POSITION control. 

d. CHECK— Set the Channel 1 AC GND DC switch to DC; 
trace shift 0.2 division or less. 

e Set the Mode switch to CH 2. 

f. Position the troce to the horizontal centerline with the 
Channel 2 POSITION control. 

g. CHECK— Set the Channel 2 AC GND DC switch to DC; 
trace shift 0.2 division or less. 



14. Check Channel 1 and 2 Input Capacitance 

REQUIREMENT — Channel 1 and 2 time constant matched 
within 1% in .05 position of VOLTS/DIV switches (with some 
probe). 

a. Change the following control settings: 

VOLTS/DIV .05 

(both channels) 

Mode 



CH 1 
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fifl. 5-5. C A) Typical CIT display chewing correct input capacitance 
odjuitmant; IB} ond (C) incorrect. 

LEVEL Adjust for stable display 

TIME/DIV .2 mSEC 

b. Connect the 10 X probe to the INPUT 1 connector 

c. Connect the probe tip to the square- wave generator 
high-amplitude output connector. Connect the ground lead 
to chassis ground. 



d. Set the square*wave generator output frequency to one 
kilohertz and the output amplitude for five divisions of deflec- 
tion. 

e. Compensate the probe as described in the probe instruc- 
tion manual. 

i. Remove the probe from the INPUT 1 connector and con- 
nect it to the INPUT 2 connector. 

g. Set the Mode switch to CH 2. 

h. CHECK — CRT display for less than 0.05 division over- 
shoot or rounding (matched within 1 see Fig. 5-5). 



T5. Check Channel 1 and 2 Volts/Division 
Switch Compensation 

REQUIREMENT — 3% or less overshoot, rounding or tilt in 
all positions of the VOLTS/DIV switches. 

a. Remove the probe from the INPUT 2 connector and con- 
nect it to the INPUT 1 connector. 

b. Set the Mode switch to CH 1. 

c. CHECK— CRT display at each Channel 1 VOLTS/DIV 
switch setting listed in Table 5-2 for 3% or less overshoot, or 
rounding or tilt (see Fig. 5-6). 

TABLE 5-2 



VOLTS/DIV COMPENSATION 



VOLTS/DIV 

Switch 

Setting 


Divisions 

of 

Deflection 


Maximum Overshoot, 
Rounding or Tilt for 
3 V# Accuracy 
(divisions) 


.1 


5 


0.15 


.2 


5 


0.15 


.5 


5 


0.15 


5 


2 


0.06 



d. Set the Mode switch to CH 2. 

e. Remove the probe from the INPUT 1 connector and con- 
nect it to the INPUT 2 connector. 

f. Compensate the probe os described in the probe instruc- 
tion manual to provide the correct response from Channel 2. 

g. CHECK — CRT display at each Channel 2 VOLTS/DIV 
switch setting listed in Table 5-2 for 3% or less overshoot, 
rounding or tilt (see Fig. 5-6). 

h. Remove the 10X probe. 



16. Check High-Frequency Compensation 

REQUIREMENT— 3% or less aberrations with 100 kilohertz 
input signal. 

a. Connect the positive-going fast-rise output of the square- 
wave generator to the INPUT 1 connector through the five- 
nanosecond GR cable and the 50-ohm in-line termination. 

b. Change the following control settings: 



5-6 
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Fig. 5-6. (A) Typical CRT diiplay showing correct VOLTS/DI V switch 
compensation. (D) and « C> incorrect compensation. 



VOLTS/DIV 


.05 


(both channels) 




Mode 


CH 1 


TIME/DIV 


.5 /iSEC 


X10 MAG 


Pulled out 



c. Set the square-wave generator for five divisions of 
deflection at 100 kilohertz. 

d. CHECK — CRT display for ±0.15 division or less over- 
shoot, rounding, ringing or tilt (see Fig. 5-7). 

e. Set the Mode switch to CH 2. 

f. Connect the positive -going fast-rise output of the 
square-wove generator to the INPUT 2 connector through the 
five nanosecond GR coble and the 50-ohm in-line termination. 

g. CHECK — CRT display for ±0.15 division or less over- 
shoot, rounding, ringing or tilt (see Fig. 5-7). 

h. Disconnect all test equipment. 



17. Check Channel 1 and 2 Frequency Response 

REQUIREMENT — Not more than —3 dB at 15 meghertz. 

a. Change the following control settings. 



Mode CH 1 

IEVEL FREE RUN 

TIME/DIV .5 mSEC 

X10 MAG Pushed in 




b. Connect the constant-amplitude sine-wave generator to 
the INPUT 1 connector through the five-no nosecond GR cable 
and the 50-ohm in-line termination. 

c. Set the constant-amplitude generator for six divisions 
of deflection at 50 kilohertz. 

d. Without changing the output amplitude, increase the 
output frequency of the constant-amplitude generator until 
the display is reduced to 4.2 divisions ( — 3 dB point; see Fig. 
5-8). 

e. CHECK— Output frequency of the constant-amplitude 
generator must be 15 megahertz or higher. 
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f. Set the Mode switch to CH 2. 

g. Connect the constonf-omplifude generator to the INPUT 
2 connector through the five-nanosecond GR cable ond the 
50-ohm in-line termi notion. 

h. Set the constant-amplitude generator for six divisions 
of deflection at 50 kilohertz. 

i. Without changing the output amplitude, increase the 
output frequency of the constant-amplitude generator until 
the display is reduced to 4.2 divisions (— 3dB point; see Fig. 
5-8). 

j. CHECK — Output frequency of the constant-amplitude 
generator must be 15 meghertz or higher. 

1 8. Check Channel 2x10 Gain Frequency 
Response 

REQUIREMENT — Not more than — 3dB at five meghertz. 

a. Set the Channel 2 AC GND DC switch to AC. 

b. Pull the X10 GAIN AC switch. 

c. Set the constant-amplitude generator for six divisions 
of deflection at 50 kilohertz. 



0-divl»iwi 

display at 




Reduced to 4.2 divisions 



at —3 dB 



Fig. 5-8. Typical CRT display when chocking vortical froqvcncy 
ret pome. 



d. Without changing the output amplitude, increase the 
output frequency of the constant-amplitude generator until 
the display is reduced to 4.2 divisions ( — 3 dB point; see Fig. 
5-8). 

e. CHECK — Output frequency of the constant-amplitude 
generator must be five megahertz or higher. 

19. Check Common-Mode Refection Ratio 

REQUIREMENT — At least 100:1 at 50 kiloherlz. 



o. Connect the constant-amplitude generator to the INPUT 
1 connector through the five-nanosecond GR cable, 50-ohm 
in-line termination and the BNC T connector. Connect the 
output of the BNC T connector to INPUT 2 with 50-ohm BNC 
cable. 

b. Set the constant-amplitude generator for eight divisions 
of deflection at 50 kilohertz. 

c. Change the following control settings: 

Mode ALG ADD 

INVERT Pulled out 

X10 GAIN AC Pushed in 

d. CHECK — CRT display 0.1 division or less (100:1 or 
greater; see Fig. 5-9). 

e. Disconnect all test equipment. 




Fig. 5-9. Typicol CRT display showing comet common-mode rejection 
ratio. 

20. Check Channel Isolation Ratio 

REQUIREMENT — 100,000:1 or greater at one kilohertz. 

o. Change the following control settings: 

VOLTS/DIV .01 

(both channels) 

Mode CH 2 

INVERT Pushed in 

b. Connect the standard amplitude calibrator to the INPUT 
1 connector with the BNC cable. 

c. Set the Channel 1 VOLTS/DIV switch to 20. 

d. Set the Channel 2 AC GND DC switch to GND. 

e. Set the standard amplitude calibrator for 100-volt 
square-wave output. 

f. CHECK — CRT display 0.1 division or less in amplitude 
(channel isolation ratio 100,000:1 or greater; see Fig. 5-10). 

g. Change the following control settings: 





Performance Check— Type 422/R422 (SN 100-19399) 



Channel 1 VOLTS/DIV 


.01 


Channel 2 VOLTS/DIV 


20 


Channel 1 AC GND DC 


GND 


Channel 2 AC GND DC 


DC 


Mode 


CH 1 



h. Connect the standard amplitude calibrator to the INPUT 
2 connector with the BNC cable. 

i. CHECK — CRT display 0.1 division or less in amplitude 
[channel isolation ratio 100,000:1 or greater; see Fig. 5-1 0). 




fig. 5-10. Typical C*T ditplay tHowipg correct channel i. elation ratio. 



b. Set the standard amplitude calibrator for a —DC out- 
put in the mixed mode. 

c. Connect the standard amplitude calibrator output to 
the input of the test oscilloscope. 

d. Set the test oscilloscope for a vertical deflection of 0.2 
volt/division, DC coupled at a sweep rote of five milli- 
seconds/division. 

e. Set the standard amplitude calibrator output voltoge 
to off and position the top of the display on the screen. Set 
the triggering controls for o stable display. 

f. Note the difference between the standard amplitude 
calibrator output (zero-volt level) and the Type 422 CALI- 
BRATOR output level (see Fig. 5-11). 




21. Check Infernal Calibrator Amplitude 

REQUIREMENT — Four divisions of deflection in CALIBRATE 
4 DIVISIONS position of VOLTS/DIV switch. 

o. Change the following control settings: 

VOLTS/DIV CALIBRATE 4 DIVISIONS 

LEVEL Adjust for stable display. 

b. CHECK — CRT display for four divisions of deflection. 

NOTE 

Internal accuracy of Calibrator given in the Char- 
acteristics section con only be checked by the pro- 
cedure given in the Calibration Procedure; see 
Section 6. 

c. Set the Mode switch to CH 2. 

d. CHECK- CRT display for four divisions of deflection. 

22. Check Calibrator Amplitude at Front-Panel 
Jack 

REQUIREMENT— Two volts, =b2.7°/ 0 . 

a. Connect the CALIBRATOR jock to the unknown input of 
the standard amplitude calibrator with o jumper lead. The 
1 X probe can be used for this purpose. 



fi*. 5-11. Typical T*»t oscilloicope ditplay when checking Calibrator 
attiplihjfU at front-panel jock. Vortclel deflection, 0.2 volt/ division, - 
sweep rate, five mill is Mends/ division. 

g. Set the standard amplitude calibrator output voltage to 
two volts and position the bottom of the display on the 
screen. Reset the triggering controls for a stable display. 

h. CHECK — Difference between the standard amplitude 
calibrator output and the Type 422 CALIBRATOR output levels 
within z^O.27 division of the difference measured in step f 
(±2.7%). 

i. Disconnect the stondard amplitude calibrator. 

23. Check Calibrator Repetition Rate and Duty 
Cycle 

REQUIREMENT— Repetition rate, one kilohertz, =±=20%; 
duty cycle, 45% to 55%. 

a. Connect the CALIBRATOR jack to the input of the test 
oscilloscope with a jumper lead. The I X probe can be used 
for this purpose. 

b. Set the test oscilloscope for a vertical deflection of 0.5 
volt/division and a sweep rate of 0 2 millisecond/division. 

c. CHECK — Test oscilloscope disploy for duration of one 
complete cycle bewteen 4.15 and 6.25 divisions (one kilo- 
hertz, ±20%; see Fig. 5-1 2A). 
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d. Set the test oscilloscope sweep rote to 50 microseconds/ 
division and set the VARIABLE TIME/DIV control for one com- 
plete cycle in ten divisions. 

e. CHECK — Test oscilloscope display for length ol the 
positive segment of the square wave between 4.5 and 5.5 
divisions (45% to 55%; see Fig. 5-1 2B). 

f. Disconnect all test equipment. 



24. Cheek Internal Trigger Sensitivity 

REQUIREMENT— Stable display in AC, AC LF REJ and DC 
positions of Triggering Coupling switch with 0.2-divisior 
deflection at five megahertz and one-division deflection at 15 
megahertz; stable display in AUTO position of LEVEL control 
with O.B-dtvision deflection ot four megahertz and 2.5 divisions 
deflection at 15 megahertz. 



a. Change the following control settings: 



VOLTS/DIV 

Mode 

SLOPE 

LEVEL 

TIME/DIV 



0.2 

CH 1 

Positive going 
Midrange 
.5 /iSEC 



b. Connect the constant-amplitude sine-wave generator to 
the INPUT 1 connector through the five-nanosecond GR cable, 
50-ohm in-line termination and the BNC T connector. Con- 
nect the output of the BNC T connector to the TRIG IN con 
nector through a 50-ohm BNC cable. 



c. Set the constant-amplitude generator for a 02 division 
CRT display at five megahertz. 



d. CHECK— Stable CRT display con be obtained with the 
Triggering Coupling switch set to AC, AC LF REJ and DC. 
Adjust the LEVEL control as necessary to obtain a stable- dis- 
play. 



e. Set the constant-amplitude generator for a one division 
CRT display at 15 megahertz. 

f. Pull the X10 MAG switch. 

g. CHECK — Stable CRT disploy car be obtained with the 
Triggering Coupling switch set to AC, AC LF REJ and DC. 
Adjust the LEVEL control as necessary to obtain a stable dis- 
ploy. 

h. Set the LEVEL control to the AUTO position. 

i. Push in the X10 MAG switch. 

j. Set the constant-amplitude generator for a 0.8 division 
CRT display at four megahertz. 

k. CHECK — CRT disploy is stable. 

l. Set the constant-amplitude generator for a 25 division 
CRT display at 1 5 megahertz. 

m. Pull the X10 MAG switch. 

n. CHECK— CRT display is stable. 

o. Set the Triggering Source switch to CH 1 ond repeat 
steps c through n. 



25. Check External Trigger Sensitivity 

REQUIREMENT— Stable display in AC, AC LF REJ and DC 
positions of Triggering Coupling switch with 0.125*volt input 
signal at five megahertz and 0.6-volt input signal at 15 mega- 
hertz; stable display in AUTO position of LEVEL control with 
0.6-volt input signal at seven megahertz ond 1.2-volt input 
signal ot 15 megahertz. 

o. Set the Triggering Source switch to EXT. 

b. Push in the X10 MAG switch. 

c. Set the constant-amplitude generator for o three divi- 
sion CRT display (0.6 volt) at 50 kilohertz. 





FIs- 5-1 2. Typical »e«t •tcillorcop® display when checking (A) Calibrator repetition rate, (i| Doty cycle. Vertical deflection, 0.3 volt/dhri- 
tien; iw««p rate, 0.2 eiilliiecend/diviilan. 
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d. Set the constant-omplitude generator output frequency 
to seven megahertz. 

e. Set the TIME/DIV switch to .5/xSEC. 

f CHECK — CRT display is stable. 

g. Set the constant-amplitude generator for a six division 
CRT display (1.2 volts) at 50 kilohertz. 

h. Without changing the output amplitude, set the constant- 
amplitude generator output frequency to 15 megahertz. 

i. Pull the X10 MAG switch. 

j. CHECK — CRT display is stable. 

k. Set the Channel 1 VOLTS/DIV switch to .05. 

l. Push in the X10 MAG switch. 

m. Set the constant-amplitude generator for a 25 division 
CRT display (0.125 volt) at 50 kilohertz. 

n. Without changing the output amplitude, set the constont- 
amplitude generator output frequency to five megahertz. 

o. CHECK — Stable CRT display can be obtained with the 
Triggering Coupling switch set to AC, AC LF REJ and DC. 
Adjust the LEVEL control os necessary to obtain a stable dis- 
play 

p. Set the Channel 1 VOLTS/DIV switch to .1 . 

q. Set the constant-omplitude generator for a six division 
CRT display (0.6 volt) at 50 kilohertz. 

r. Without changing the output amplitude, set the constant- 
amplitude generator output frequency to 15 megahertz. 

s. Pull the X 10 MAG switch. 

t. CHECK — Stable CRT display can be obtained with the 
Triggering Coupling switch set to AC, AC LF REJ and DC. 
Adjust the LEVEL control as necessary to obtain a stable dis- 
play. 

u. Disconnect all test equipment. 

26. Check Low-Frequency Triggering and Low- 
Frequency Reject Operation 

REQUIREMENT— Internal, stable display in AC and DC 
positions of Triggering Coupling switch with 05-division 
deflection at 50 hertz; stable display in AUTO position of 
LEVEL control with 0.8-division deflection at 50 hertz; does not 
trigger m AC LF REJ position of Triggering Coupling switch. 
External, stable display in AC and DC positions of Triggering 
Coupling switch with 0.125-volt input signol at 50 hertz; 
stable display in AUTO position of LEVEL control with O.d- 
volt input signal at 50 hertz; does not trigger in AC IF REJ 
position of Triggering Coupling switch. 

a. Change the following control settings: 

VOLTS/DIV .05 

Coupling AC 

TIME/DIV 5 mSEC 

X10 MAG Pushed in 

b. Connect the low-frequency sine-wave generator to both 
the INPUT 1 connector and the TRIG IN connector through 

©1 



a BNC T connector and two BNC cables (use the BNC to 
alligator clip adapter to connect the generator output to the 
BNC cable). 

c. Set the low-frequency sine-wave generator for o 2.5- 
division display (0.125 volt) at 50 hertz. 

d. CHECK— Stable CRT display con be obtained with the 
Triggering Coupling switch set to AC and DC. Adjust the 
LEVS, control os necessary to obtain a stable display. 

e Set the Triggering Coupling switch to AC LF REJ. 

f. CHECK — Stable CRT display cannot be obtained at any 
setting of the LEVEL control. 

g. Set the LEVEL control to AUTO. 

h. Set the VOLTS/DIV switch to J. 

i. Set the low-frequency sine-wave generator for a six- 
division display (0 .6 volt) at 50 hertz. 

j. CHECK — CRT display is not stable. 

k. CHECK— -CRT display is stable in the AC and DC posi- 
tions of the Triggering Coupling switch. 

L Set the Triggering Source switch to CH 1 & 2. 

m. Set the low-frequency sine-wave generator for a 0.B 
division display at 50 hertz. 

n. CHECK — CRT display is stable in the AC and DC posi- 
tions of the Triggering Coupling switch. 

o. Set the Triggering Coupling switch to AC IF REJ. 

p. CHECK— CRT display is not stable. 

q. Set the low-frequency sine-wave generator for a 0.2- 
division display at 50 hertz (AC position of Triggering Cou- 
pling switch must be used to set display amplitude; return 
switch to AC LF REJ position). 

r. CHECK — Stable CRT display connot be obtained at any 
setting of the LEVEL control. 

s. CHECK — Stable CRT display can be obtained with the 
Triggering Coupling switch set to AC and DC Adjust the 
LEVEL control as necessary to obtain a stable display. 



27 . Check Slope Switch Operation 

REQUIREMENT — Display starts on correct slope of trig- 
gering signal. 

a. Set the low-frequency sine-wave generator for a four- 
division display. 

b. CHECK — CRT display starts on the positive-going slope 
of the waveform (see Fig. 5-13A). 

c. Set the SLOPE switch to the negative-going position. 

d. CHECK — CRT display starts on the negative-going slope 
of the waveform (see Fig. 5-13B). 

e. Disconnect all test equipment. 



28. Check Timing Accuracy 

REQUIREMENT— Within ±3% of TIME/DIV switch setting. 
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Fig. 5-13. Typkal «T display showing conocf operation of SLOPf twrtch. (A) SIOPI twitch tot for petlti«o.going triggering, IB) SIOPI 
•witch tel for negative-going triggering. 



TABLE 5-3 
TIME/DIV Accuracy 



TIME/DIV 

Switch 

Setting 


Time-Mark 

Generator 

Output 


1 CRT Display 
(Markers/ 
Division ) 


.5/iSEC 


0.5 microsecond 


1 


1 a*-SEC 


1 microsecond 


1 


2 /(SEC 


1 microsecond 


2 


5 /iSEC 


5 microsecond 




IOmSEC 


10 microsecond 




20/iSEC 


10 microsecond 


2 


50 jtSEC 


50 microsecond 




.1 mSEC 


0.1 millisecond 




.2 mSEC 


0.1 millisecond 


2 


.5 mSEC 


0.5 millisecond 


1 


1 mSEC 


1 millisecond 


1 


2 mSEC 


1 millisecond 


2 


5 mSEC 


5 millisecond 


1 


10 mSEC 


10 millisecond 


1 


20 mSEC 


10 millisecond 


2 


50 mSEC 


50 millisecond 


1 


.1 SEC 


0.1 second 


1 


.2 SEC 


0.1 second 


2 


.5 SEC | 0.5 second | 


1 



o. Change the fallowing control settings: 

VOLTS/DIV .2 

Coupling AC 

SLOPE Positive going 

b. Connect the time-mark generator to the INPUT 1 connec- 
tor through a 50-ohm BNC cable and o 50-ohm termination. 

c. Set the LEVEL control for a stable display. 



d. CHECK — Using the TIME/DIV switch and time-mark gen- 
erator settings given in Table 5-3, check sweep timing within 
^0.24 division over the middle eight divisions of the display 
l±3%). 

CAUTION 

To prevent permanent damage to the CRT phosphor 

at slow sweep rates, position the baseline of the 

marker display below the viewing area. 

29. Check Sweep Length 

REQUIREMENT — 10.4 to 12.1 divisions. 

o. Set the time-mark generator for output markers of one 
millisecond and 0.1 millisecond. 

b. Set the TIME/DIV switch to 1 mSEC. 

c. Position the tenth marker to the center vertical line 
with the Horizontal POSITION control (see Fig. 5-14). 

d. CHECK — sweep length between 10.4 and 12.1 divisions, 
as shown by 0.4 to 2.1 divisions of display to the right of the 
vertical center line (see Fig. 5-14). Large markers in the dis- 
play indicate divisions and small markers 0.1 division. 

30. Check Normal /Magnified Registration 

REQUIREMENT— Less than 0.2-division shift when switching 
X10 MAG switch from on (pulled out) to off. 

a. Pull the X10 MAG switch out. 

b. Position the first marker to the center vertical lino with 
the Horizontal POSITION control. Use the fine range of the 
POSITION control for precise positioning (see Operating 
Instructions section for operation). 

c. Push the X10 MAG switch in. 

d. CHECK— First marker within 0.2 division of the center 
vertical line. 







Fig. 5-14. Typical C*T diiplay whan checking iwnp langih. 

31. Check Magnifier Timing and Linearity 

REQUIREMENT — Timing, within ±5% of magnified sweep 
rate, linearity, within ±1% for any eight division portion of 
magnified sweep length (except in 0.5/iSEC position). 

a. Pull the X10 MAG switch out. 

b. Position the first large marker to the left graticule line. 

c. CHECK — CRT display for one small marker each division 
between the first and ninth graticule line {see Fig. 5-15). With 
the second marker positioned to the first graticule line, the 
tenth marker must be within 0.4 division of the ninth groticule 
lire (timing within :±5%). 

d. CHECK — Each marker in CRT display must be within 0.08 
division of its respective graticule line (1 % linearity; see Fig. 




Fifl. 5-15. Typical C*T ditplay -h.r charting megniflnr timing end 
Snaerity. 
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e. Repeat check for each eight division portion of the 
magnified sweep. 

32. Check Variable Time/Division Control 
Range 

REQUIREMENT — At least 2.5; 1 reduction in sweep rate. 

a. Push the X10 MAG switch in. 

b. Set the time-mark generator for 10-millisecond markers. 

c. Position the two markers on the display to the left and 
right graticule lines with the Horizontal POSITION control. 

d. Turn the VARIABLE TIME/DIV control fully counterclock- 
wise. 

e. CHECK — CRT display for four-division maximum spacing 
between markers (2.5.1 range; see Fig. 5-16). UNCAL light 
must be on when VARIABLE TIME/DIV control is not in CAL 
position. 

33. Check Chopped Operation 

REQUIREMENT— Chopped repetition rate, 1 CX> kilohertz, 
:±20%. Switching transients blanked. 

a. Change the following control settings: 

Mode CHOPPED 

level AUTO 

TIME/DIV 2 jiSEC 

VARIABLE CAL 

b. Position the traces about four divisions apart with the 
Vertical POSITION controls. 

c. CHECK — CRT display for duration of each cycle between 
4.2 and 6.2 divisions (100 kilohertz, ±20%; see Fig. 5-17). 
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F»B. 5-17. Typical CRT display when (hacking chopped operation. 



Fig. 5-18. Typical CRT display when chocking external horizontal 
•poration. 



d. CHECK— CRT display for complete blanking of switch- 
ing transients between chopped segments (see Fig. 5-17). 



34. Check External Horizontal Deflection Factor 
and Horizontal Attenuator Control Range 

REQUIREMENT— Deflection factor: X10 MAG switch 
pushed in, 10 valts/division, ±25%; X10 MAG switch pul- 
led out, one volt/division, ±25%. Attenuotor control range, 
10:1 or greater. 

a. Change the following control settings: 

Made CH 1 

HORIZ ATTEN (LEVEL) Clockwise 

TIME/DIV EXT HORIZ 

b. Connect the standard amplitude calibrator to the HORIZ 
IN (TRIG IN) connector with the BNC cable. 

c. Set the standard amplitude calibrator for a 50-volt 
square- wave output. 

CAUTION 

Ta prevent permanent damage to the CRT phos- 
phor , reduce the INTENSITY control setting if a 

halo forms around the dots. 

d. CHECK — CRT display for horizontal deflection between 
3.75 and 6.25 divisions (10 volfs/division, ±25%; see Fig. 
5-18). 

e. Pull the XI0 MAG switch out. 

f. Set the standard amplitude calibrator for a five-volt 
square-wave output. 

g. Reposition the display to the center of the CRT. 

h. CHECK — CRT display for horizontal deflection between 
3.75 and 6.25 divisions (one volt/division, ±25%). 



i. Set the standard amplitude calibrator for a 50-volt 
square- wave output. 

j. Set the HORIZ ATTEN control fully counterclockwise. 

k. CHECK — CRT display for horizontal deflection equal to 
or less than obtained in step h (10:1 or greater range). 



35. Check External Horizontal Frequency 
Response 

REQUIREMENT — Not more than — 3dB at 500 kilohertz. 
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FIfl. 5-19. Typkal CRT display whan cheeking external horizontal 
frequency response. 
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*ig. 5-20. Typical CRT diiplay lowing con«t ultmal blanking. 



o. Turn the HORIZ ATTEN (LEVEL) control fully clockwise. 

b. Connect the constant-amplitude sine-wave generator to 
the HORIZ IN (TRIG IN) connector through the five-nano- 
second GR cable and the 50-ohm in-line termination. 

c. Set the constant-amplitude generator for four divisions 
of horizontal deflection at 50 kilohertz. 

d. Without changing the output amplitude, increase the 

output frequency of the constant-amplitude generator until 
the display is reduced to 2.8 divisions (—3 dB point; see Fiq. 
5-19). 9 

e. CHECK — Output frequency of the constant-amplitude 
generator must be 500 kilohertz or higher. 



36. Check External Blanking 

REQUIREMENT— Two-volt positive signal blanks trace. 

a. Connect the constant-amplitude sine-wave genera'or to 
the INPUT 1 connector through the five-nanosecond GR table, 
50-ohm in-line termination and the BNC T connector. Con- 
nect the output of the BNC T connector to the EXT BLANK- 
ING connector through o 50-ohm BNC cable. 

b. Change the following control settings: 

VOLTS/DIV 1 

LEVEL AUTO 

TIME/DIV 10 mSEC 

X10 MAG Pushed in 




Fig. 5.21. Typical tot ©idllo.op* display wfctr checking Ik* got* 
output signal. Vcrtkot deflection. 0.2 voltt/ division; sweep rale, 
2 milliseconds/divisien. 



c. Set the constant-amplitude generator for a four-division 
display. 

d. CHECK— The positive peaks of the displayed signal 
should be blanked with a normal INTENSITY control setting 
(see fig. 5-20). 

e. Disconnect all test equipment. 

37. Check Gate Output Signal 

REQUIREMENT — Amplitude, —0.5 volt or greater negative- 
going rectangular pulse; duration, 10.4 to 12.1 times the TIME/ 
DIV switch setting. 

a. Change the following control settings: 

LEVEL FREE RUN 

TIME/DIV 1 mSEC 

b. Connect the GATE OUT connector to the input of the 
test oscilloscope with the BNC cable. 

c. Set the test oscilloscope for a vertical deflection of 02 
volts/division and a sweep rate of 2 milliseconds/division. 

d. CHECK— Test oscilloscope display for 2.5 divisions or 
greater amplitude with the top of the waveform at the zero 
volt level. Gate duration should be 5.2 to 6.05 divisions 
(—0.5 volt or greater amplitude with duration of 10.4 to 12.1 
ties the TIME/DIV switch setting, see Fig. 5-21). 

e. Disconnect all test equipment. 

This completes the performance check procedure for the 
Type 422. If the instrument has met all performance require- 
ments given in this procedure it is correctly calibrated and 
within the specified tolerances. 
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Type 422/ R 422 (SN 100-19,9%) 

SECTION 6 
CALIBRATION 



Introduction 

Complete colibrafion informotion for the Type 422 is given 
in this section. This procedure calibrates the instrument to the 
performance requirements listed in the Characteristics section. 
The Type 422 can be returned to original performance stand- 
ards by completion of each step in this procedure. If it is 
desired to merely touch up the calibration, perform only 
those steps entitled "Adjust . . A short-form calibration 
procedure is also provided in this section for the conven- 
ience of the experienced calibrator. 

The Type 422 should be checked, and recalibrated if nec- 
essary, after each 1000 hours of operation, or every six months 
if used infrequently, to assure correct operation and accuracy. 
The Performance Check section of this manual provides a 
complete check of instrument performance without making 
internal adjustments. Use the performance check procedure 
to verify the calibration of the Type 422 and determine if 
recalibration is required. 

Test Equipment Required 

General 

The following test equipment, or its equivalent, is required 
for complete calibration of the Type 422 (see Kg. 6-1). Spec- 
ifications given are the minimum necessary for accurate cali- 
bration of this instrument. All test equipment is assumed to be 
correctly calibrated and operating within the given specifica- 
tions. If equipment is substituted, it must meet or exceed the 
specifications of the recommended equipment. 

For the quickest and most accurate calibration, special 
calibration fixtures are used where necessary. All calibration 
fixtures listed here can be obtained from Tektronix, Inc. Order 
by part number through your local Tektronix Field Office or 
representative. 

1. DC voltmeter. Minimum sensitivity, 20,000 ohms/volt; 
range, 0 to 1500 volts; accuracy, checked to within 1% at 
—81 volts and within ±3% at —1400 volts. For example, 
Simpson Model 242. 

2. Test oscilloscope. Bandwidth, DC to 15 megahertz; mini- 
mum deflection factor, one millivolt/division. Tektronix Type 
422 Oscilloscope recommended (use X10 Gain feature for 
one millivolt minimum deflection factor). 

3. 1 X probe with BNC connector Tektronix P602B Piobe 
recommended. 

4. 10 X probe with BNC connector. Tektronix P6006 Piobe 
recommended. 

5. Variable autotransformer. Must be capable of supplying 
at least 75 volt amperes over a range of 103.5 to 126.5 volts 
(207 to 253 volts for 230-volt nominal line). (If autotrans- 
former does not have an AC voltmeter to indicate output 
voltage, monitor output with an AC voltmeter with range of at 
least 126.5 or 253 volts, RM$|. For example. General Radio 
W10MT3W Metered Variac Autotronsformer (note that the 
full current capabilities of this unit are not required). 
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6. Standard amplitude calibrator. Amplitude accuracy, 
within 0.25%; signal amplitude, 50 millivolts to 100 volts; 
output signal, one-kilohertz square wave and negative DC 
voltage. Tektronix calibration fixture 067-0502-00 recom- 
mended. 

7. Square-wave generator. Frequency, 1, 10 and 100 
kilohertz; risetime, one nanosecond or less from fost-rise out- 
put; output amplitude, about 120 volts unterminated or 12 
volts into 50 ohms. Tektronix Type 106 Square- Wave Gen- 
erator recommended. 

8. Constant amplitude sine-wave generator. Frequency, 50 
kilohertz and 350 kilohertz to 15 megahertz; output ampli- 
tude, variable from five millivolts to five volts,- amplitude 
accuracy :t3% from 50 kilohertz to 15 megahertz. Tektronix 
Type 191 Constant Amplitude Signal Generator recom- 
mended. 

9. Time-mark generator. Marker outputs, 0.5 second to 50 
nanoseconds; marker accuracy, within 0.1 %. Tektronix Type 
1B4 Time-Mark Generator recommended. 

10. Low-frequency sine-wave generator. Frequency, 50 
hertz; output amplitude, 10 millivolts to 0.6 volt. For example, 
Heathkit IG-72 Audio Generator. 

11. 10X attenuator (two). Impedance, 50 ohms,- accuracy, 
—3%; connectors, GR. Tektronix Part No. 017-0078-00. 

12. Cable (two). Impedance, 50 ohms; Type RG-58A/U; 
length 42 inches; connectors, BNC. Tektronix Part No. 012- 
0057-00. 

13. BNC T connector. Tektronix Port No. 103-0030-00. 

14. Cable. Impedance. 50 ohms; Type RG-BA/U; length 
five nanoseconds; connectors, GR874. Tektronix Part No. 017- 
0502-00. 

15. In-line termination. Impedance, 50 ohms; accuracy, 
±3%; connectors, GR input with BNC male output. Tek- 
tronix Part No. 017-0083-00. 

16. Capacitor. Capacitance, five microfarads; minimum 
VDC, 10 volts. Tektronix Part No. 290-0026-00. 

17. Adapter. Connectors, BNC female and two alligator 
clips. Tektronix Part No. 013-0076-00. 

18. Checked Type 422 power supply |not shown). 

19. Adjustment tools (see Fig. 6-2). 

Description Tektronix Part No. 

a. Insulated screwdriver, 1'/} 003-0000-00 

inch shaft, non-metallic 

b. Screwdriver, 3-inch shaft 003-0192-00 

c. Tuning tool 

Handle 003-0307-00 

Insert, for % 4 inch 
(ID) hex cores 



6-1 




Calibration-Type 422/F422 (SN 100-19,999) 




Fig. 6-1. R«commercJed calibration Test equipment. 
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Rg. 6-2. Adjustment tools. 



CALIBRATION PROCEDURE 

General 

The following procedure is arranged in o sequence which 
allows the Type 455 to be calibrated with the least interaction 
of adjustments and reconnection of equipment. However, 
some adjustments affect the calibration of other circuits within 
the instrument. In this case, it will be necessary to check the 
operation of other parts of the instrument. When a step inter- 
acts with ethers, the steps which need to be checked are noted 
under "INTERACTION . . 

Any needed maintenance should be performed before pro 
ceeding with calibration. Troubles which become apparent 
during colibration should be corrected using the techniques 
given in the Maintenance section. 

The steps titled “Adjust . . Q “in the following procedure 
provide a check of instrument performance, whenever pos- 
sible, before the adjustment is made. The symbol O ' s used 
to identify the steps in which an adjustment is made. To pre- 
vent recalibratior of other circuits when performing □ partial 
calibration, readjust only if the listed tolerance is not met. 
However, wher performing o complete calibration, best over- 
oil performance will be provided if coch adjustment is made 
to the exact setting, even if the "CHECK — . . ." is within 
the allowable tolecrnce 

In the following procedure, n test equipment setup picture 
is shown for each major group of adjustments and checks. 



Beneath each setup picture is a complete list of front-panel 
control settings for the Type 422. To aid in locating individual 
controls which have been changed during complete calibra- 
tion, these control names are printed in bold type. If only 
a partial calibration is performed, start with the recrest setup 
preceding the desired portion. Type 422 front panel control 
titles referred to in this procedure ore capitalized (e.g., 
VOLTS/DIV). Internal adjustment titles are initial-capitalized 
only (e.g.. Unblanking Center). 

The following procedure uses the equipment listed under 
Equipment Required. If equipment is substituted, control set- 
tings or lest equipment setup may reed to be altered to meet 
the requirements of the equipment used. 

NOTE 

AH waveforms shown in this procedure are actual 
waveform photographs taken with a Tektronix 
Oscilloscope Camera System. 

CALIBRATION RECORD AND INDEX 

This short-ferm calibration procedure is provided to aid in 
checking the operation of the Type 422. It may be used as 
a calibration guide by the experienced calibrator, or it may 
be used as o record of calibration. Since the step numbers 
and lilies used here correspond lo those used in the complete 
procedure, this procedure also serves ns an index to locate 
a step in the eompiete Calibration Procedure. Performance 
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reqiurements correspond to those given in the Characteristics 
section. 

Type 422, Serial Na. __ 

Calibration Date 

Calibration Technician. 

0 1- Check — 81 -Volt and + 20-Volt Power Supplies. 

Page 6-6 

—81 volts, +2 volts, —1 volt. 

+20 volts, dr 1.4 volts. 

□ 2. Check High-Voltage Supply. Page 67 

—1385 volts, ±69.5 volts. 

0 3. Check — 81 -Volt and +20- Volt Power Supply Ripple. 

Page 6-8 

Line Frequency Calibrator Frequency 
—81 volt 2 millivolts 5 millivolts 

+20 volt 1 millivolt 

□ 4. Adjust Unbionking Center (R869). Page 6-9 

Maximum trace intensity 

□ 5. Adjust Trace Rotation (R851). Pago 6-9 

Trace parallel to horizontal graticule lines. 

Q 6. Adjust Y Axis Alignment (R856). Page 6-11 

Markers parallel to center vertical line. 

□ 7. Adjust CRT Geometry (R854). Page 6-11 

Alignment of markers within ±0.1 division ot the 
vertical graticule lines; alignment of trace within 
±0.1 division of the top and bottom graticule lines. 

□ 8. Adjust Channel 1 Step Attenuator and Variable Bal- 

ance (R21, R35). Page 6-12 

No trace shift as the Channel 1 VOLTS/ DIV switch 
is changed from .05 to .01 or the VARIABLE VOLTS/ 
DIV control is rotated. 

0 9. Adjust Channel 2 Step Attenuator and Variable 
Balance (R121, R135). Page 6-13 

No trace shift as the Channel 2 VOLTS/DIV switch 
is changed from .05 to .01 or the VARIABLE VOLTS/ 
DIV control is rotated. 

0 10. Check Alternate Operation. Page 6-13 

Trace alternation at all sweep rates. 

0 11. Adjust Common-Mode Current (R215). Page 6-14 

Optimum common-mode current balance within :-0.6 
volts of zero. 

0 12. Adjust Channel 1 and 2 Gain (R80, R180). Page 6-16 

Correct vertical deflection as indicated by VOLTS/ 
DIV switches. 



0 13. Check Added Mode Operation. Page 6-16 

Correct signal addition within ±3%. 

0 14. Check Channel 1 and 2 Deflection Accuray. 

Page 6-17 

Vertical deflection within ±3% of the VOLTS/DIV 
switch indication. 

0 15. Check Channel 2 X10 Gain. Page 6-17 

Correct Channel 2 deflection within ±7.5% when 
the X10 GAIN AC switch is pulled out. 

0 16. Check Channel 1 and 2 Variable Volts/Division 
Range. Page 6-17 

At least 2.5:1 reduction in vertical deflection when 
fully counterclockwise. 

0 17. Check Vertical Linearity. Page 6-18 

Less than 0.2 division compression or expansion at 
extremes of display area. 

0 18. Check Channel 1 ond 2 AC GND DC Switch Opera- 
lion. Page 6-18 

Correct signal coupling in each position. 

0 19. Check Trace Shift Due to Input Grid Current. 

Page 6-19 

0.2 division or less at .01 VOLTS/DIV switch position. 
0 20. Adjust Input Capacitance (C12, Cl 12). Page 6-20 

Channel 1 and 2 input capacitance matched within 
1 % in .05 VOLTS/DIV switch positions. 

0 21. Adjust Channel 1 and 2 Volts/Division Switch Com- 
pensation. Page 6-21 

3% or less overshoot, rounding or tilt in all positions 
of the VOLTS/DIV switches. 

0 22. Adjust High-Frequency Compensation (R237, C237, 
L245, L255). Page 6-22 

3% or less aberrations with 100 kilohertz input signal. 

0 23. Check Channel 1 and 2 Frequency Response. 

Page 6-24 

Not more than — 3 dB ot 15 megahertz. 

0 24. Check Channel 2 X10 Gain Frequency Response. 

Page 6-25 

Not more than —3 dB at five megahertz. 

0 25. Check Common-Mode Rejection Ratio. Page 6-25 
At least 100:1 at 50 kilabertz 

0 26. Check Channel Isolation Ratio. Page 6-26 

100,000:1 or greater ot one kilohertz. 

0 27. Adjust Calibrator Amplitude (R7B0). Page 6-27 

Four divisions of deflection, ±0.7%, in CALIBRATE 
A DIVISIONS position of VOLTS/DIV switch. 
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0 28. Check Calibrator Amplitude at Front-Panel Jack. 

Page 6-27 

Two volts, ±2.7%. 

□ 29. Check Calibrator Repetition Rote and Dufy Cycle. 

Page 6-27 

Repetition rate, one kilohertz, ±20%; duty cycle, 
45% to 55%. 

□ 30. Adjust Internal Trigger Compensation (C353, C21 7). 

Page 6-29 

Optimum square-wave response for CH 1 and CH 1 
& 2 triggering. 

□ 31. Adjust External Trigger Compensation (C302J. 

Page 6-30 

Optimum square-wave response for EXT triggering. 

□ 32. Check Trigger Limiting. Page 6-30 

10:1 or greater at extremes of LEVEL control rotation. 

□ 33. Adjust Auto Center (R350). Page 6-30 

Correct AUTO triggering operation, see Calibration 
Procedure. 

□ 34. Check Internal Trigger Sensitivity. Page 6-32 

Stable display in AC, AC LF REJ, and DC positions 
of Triggering Coupling switch with 0.2-division doflec 
tion at five megahertz and one-division deflection at 
15 megahertz; stable display in AUTO position of 
LEVEL control with 0.8-division deflection at four 
megahertz and 2.5 divisions deflection at 15 mega- 
hertz. 

0 35. Check External Trigger Sensitivity. Page 6-33 

Stable display in AC, AC LF REJ and DC positions of 
Triggering Coupling switch with 0.125-volt input 
signal at five megahertz and 0.6-volt input signal at 
15 megahertz; stable display in AUTO position of 
LEVEL control with 0.6-volt input signal at -even 
megahertz and 1.2-volt input signal at 15 megahertz. 

□ 36 Check Low-Frequency Triggering and Low-Frequency 

Reject Operation. Page 6*34 

Internal, stable display in AC and DC positions of 
Triggering Coupling switch with 0.2-division deflection 
at 50 hertz; stable disploy in AUTO position of LEVEL 
control with 0.8-division deflection at 50 hertz; does 
not trigger in AC LF REJ position of Triggering 
Coupling switch. External stable display in AC and 
DC positions of Triggering Coupling switch with 
0.125-volt input signal at 50 hertz; stable display in 
AUTO position of LEVEL control with 0.6-volt signal 
at 50 hertz; does not trigger in AC LF REJ position 
of Triggering Coupling switch. 

□ 37. Check Slope Switch Operation. Poge 6-35 

Display starts on correct slope of triggering signal. 

□ 38. Adjust Sweep Calibration (R512). Page 6-36 

Correct timing at 1 mSEC position of VOLTS/ DIV 
switch. 



0 39. Check Sweep Length. Page 6*36 

10.4 to 12.1 divisions. 

□ 40. Adjust Normal/Magnified Registration (R535). 

Page 6-37 

Less than ± 0.2-division shift when switching X10 
MAG switch from on j pul led out) to aff. 

□ 41. Check Magnifier Timing and Linearity. Page 6-37 

Timing, within ±5% of magnified sweep rota; linear- 
ity, within ±1% for any eight division portion of 
magnified sweep length. 

□ 42. Check Variable Time/Division Control Range. 

Page 6*37 

At least 2.5:1 reduction in sweep rate. 

□ 43. Adjust 10 Microsecond Timing (C440A). Page 6-38 

Correct timing at 10/xSEC position of VOLTS/DIV 
switch. 

□ 44. Adjust 0.5 Microsecond Timing (C537). Page 6-38 

Correct timing at 0.5/xSEC position of VOLTS/DIV 
switch. 

□ 45. Adjust 0.5 Microsecond X10 Magnifier Timing (C511, 

C527). Page 6-38 

Correct timing at start and center of sweep at 0.5 
ftSEC position of VOLTS/DIV switch with magnifier 
on. 

□ 46. Check 0.5 Microsecond X10 Magnifier Linearity. 

Page 6-39 

Within ±3% for any eight division portion of mag- 
nified sweep length. 

0 47. Check Timing Accuracy. Poge 6-40 

Within ±3% of TIME/DIV switch setting. 

□ 48. Check Chopped Operation. Page 6-42 

Chopped repetition rate, 100 kilohertz, ±20%. 
Switching transients blanked. 

□ 49. Check External Horizontal Deflection Factor and 

Horizontal Attenuator Control Range, Page 6-42 

Deflection factor: X10 MAG switch pushed in, 10 
volts/division, ±25%; X10 MAG switch pulled out, 
one volt/division, ±25%. Attenuator control range, 
10:1 or greater. 

0 50. Check External Horizontal Frequency Response. 

Page 6-44 

Not more than — 3 dB at 500 kilohertz. 

0 51. Check External Blanking. Page 6-45 

Two-volt positive signal blanks trace. 

□ 52. Check Gate Output Signal. Page 6-46 

Amplitude, —0.5 volt or greater; duration, 10.4 to 
12.1 times the TIME/DIV switch setting. 



(DJ 
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Preliminary Procedure 

1. Remove the cabinet from the Type 422. 

2. Connect the power supply for remote operation. 

3. Connect the cutotiartsformer to a suitable power source. 



4. Connect the Type 422 to the cuta transformer output. 

5. Set the autotransformer outpul voltage to 115 (or 230] 
volts. 

6. Set the Type 422 POWER switch to ON. Allow at least 
20 minutes warm up at 25 C C, ±5°C, for checking the instru- 
ment to the given accuracy. 




Fig. 6-3. Initial test equipment setup for steps 1 and 2. 



CRT controls 

INTENSITY 

FOCUS 

ASTIGMATISM 
SCALE ILLUM 



Counterclockwise 
Any position 
Any position 
As desired 



Sweep controls 

POSITION Midrange 

TIME/DIV 1 mSEC 

VARIABLE CAL 

XI 0 MAG Pushed in 



Vertical controls (both channels if applicable) 



VOLTS/DIV 


.01 


VARIABLE 


CAL 


AC GND DC 


GND 


POSITION 


Midrange 


Mode 


CH 1 


INVERT 


Pushed in 


X10 GAIN AC 


Pushed in 


Triggering controls 


Source 


CH 1 & 2 


Coupling 


AC 


SLOPE 


Positive going 


LEVR 


Midrange 



Other 

POWER On (at power supply) 

1. Check — 81-Voll and + 20-Volt Power 
Supplies 

a. Test equipment setup is shown in Fig. 6-3. 

b. Connect the DC voltmeter from the —81 -volt test point 
(see Fig. 6-4) to chassis ground. 

c. CHECK — Meter reading; —81 volts, +? volts or — 1 
valt. 

d. Connect the DC voltmeter from the 4-20-volt test point 
(see Rg. 6-4] to chassis ground. 

e. CHECK — Meter reading; +20 volts, ±1.4 volts. 






2. Check High-Voltage Supply 

c. Remove the plastic cover from the CRT socket on the rear 
of the indicator (turn pev/er off before removing). 

b. Correct the DC voltmeter from the high-voltage test 
point (pir 3 of CRT socket, see Fg. 6-5) to chassis grourd. 



Pig. 6-y Location of hiph-voltogo te*f point irecr panel, profectivn 
cover icmoved ) . 

c. CHECK — Meter reading; — 1385 volts, ±69.5 volts. 

d. Disconnect the DC voltmeter and replace plastic cover. 



NOTES 
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Fig. 6-0. Initial lest equipment setup for steps 3 — 5. 



CRT controls 



INTENSITY 


Counterclockwise 


FOCUS 


Any position 


ASTIGMATISM 


Any position 


SCALE ILLUM 


As desired 


Vertical controls (both channels if applicable! 


VOLTS/DIV 


.01 


VARIABLE 


CAL 


AC GND DC 


GND 


POSITION 


Midrange 


Mode 


CH 1 


INVERT 


Pushed in 


X10 GAIN AC 


Pushed in 


Triggering controls 


Source 


ai i & 2 


Coupling 


AC 


SLOPE 


Positive going 


LEVa 


Midrarge 


Sweep controls 


POSITION 


Midrange 


TIME/DIV 


1 mSEC 


VARIABLE 


CAL 


X10 MAG 


Pushed in 


Other controls 


POWER 


On (cf power supply) 



3. Check — 81 -Volt and + 20-Volt Power-Sup- 
ply Ripple 

c. Test equipment setup is shown »n Fig. 6-6. 

b. Connect the 1 X prcbe to the test oscilloscope input 
connector. 

c. Set the test oscilloscope for a vertical deflection of one 
millivolt/division, AC coupled, ol o sweep rate of five milli- 
seconds/riivision. 

d. Conned the probe tip to Ihe — Bl-volt test point (see 
Fig. (A). 

e. CHECK — Test oscilloscope display for twe divisions cr 
less line-frequency ripple (two millivolts or less; see Fig. 6-7) 
while varying the autotransformer output voltage between 
103.5 and 126.5 volts (207 and 253 volts for 230-volts nominal). 

f. Set the test oscilloscope vertical deflection to two milli- 
volts/division and the sweep rate to 0.5 millisecond/division. 

g. CHECK — Tesl oscilloscope display for 2.5 divisions cr 
less one-kilohertz ripple (five millivolts or less) while varying 
the autotransformer output voltage between 103.5 and 126.5 
volts {207 and 253). 

h. Set the test oscilloscope vertical deflection to one milli- 
volt/division and the sweep rate to five milliseconds/division. 

i. Conned the probe tip to the 4-20 volt test point (see 
Fig. 6-4). 







Calibration-Type 422/R422 (SN 100-19.999) 




Fig. 6-7- TypkoJ tsst-ocfiMoscope display of power-supply ripple (Al low-frequency 160-cyde lin*> : vortical deflection, one mi II r^o»/ divi- 
sion; sweep rate 5 milliseconds/divisjon. ( B I high-freti»/ency (calibrator): verliial deflection, one millivolt/division; sweep role 0.5 milli- 
second*/ division. 



j. CHECK — Test oscilloscope display for one division or 
less lir>e frequency ripple (one millivolt or less) while varying 
rhe cutotrcnsformer output voltage between 103.5 and 126.5 
volts (207 and 253). 

k. Return a utc transformer output voltage to 1 15 (230) volts. 
(If the line voltage is rear 115 (230) vdts, the instrument may 
be connected directly to the line; otherwise, leave the instru- 
ment connected directly to the auto transformer for Hie remain 
der of this procedure). 

l. Disconnect all test equipment. 

4. Adjust Unblanking Center O 

a. Set the Triggering LEVEL control to FREE RUN. 



b. Set the INTENSITY control to midrange. 

c. ADJUST — Unblanking Center adjustment, R869 (see Fig. 
6-8), for maximum trace intensity. This should occur near the 
center of control rotetion. 



5. Adjust Trace Rotation O 

a. Position the trace to the center horizontal line with the 
Channel 1 POSITION control. 

b. CHECK — The trace should be parallel with the center- 
line. 

c. ADJUST — Trace Rotation adjustment, R851 (see Fig. 6-9). 
so the trace is parallel with the horizontal graticule lines. 





Fig. 6-fl. Location of Urblanlting Center adjustment (Horizontal Fig. 6-9. Location of Trace Rotation adjustment (rear pond). 

Amplifier board) . 
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fig. 6-10. InStid leil ®qidp*ncnr setup for steps 6—10. 



CRT controls 



Other controls 



INTENSITY 

FOCUS 

ASTIGMATISM 

SCALE ILLUM 



Midrange 

Adjust for correct dis- 
play 

Adjust for correct dis- 
play 

As desired 



Vertical controls (both channels if applicable) 



VOLTS/D1V 


.01 


VARIABLE 


CAL 


AC GND DC 


AC 


POSITION 


Midrange 


Mode 


CH 1 


INVERT 


Pushed in 


X10 GAIN AC 


Pushed in 


Triggering Control 


Source 


CH 1 & 7 


Coupling 


AC 


SI OPE 


Positive going 


LEVEL 


Midrange 


Sweep controls 


POSITION 


Midrange 


TIME/DIV 


1 mSEC 


VARIABLE 


CAL 


XI 0 MAG 


Pushed in 



POWER 



On (at power supply) 




Fig. 6-11. (.oration of Y Avis adjustment (rear porell. 
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Fig. 6-12. (A) Typical CRT display of gcec geometry, <B> on d (Cl poor geometry; (Dl location of Geom od|ustmen! (left side! 



6. Adjust Y Axis Alignment 

c. Test equipment setup is shown in Fig. 6-10. 

b. Connect the time-mark generator to the INPUT 1 con- 
nector through the 50-ohm BNC coble. 

c. Set hie fime-mork generator for output markers of one 
millisecond and 0.1 millisecond. 

d. Set the Triggering LEVEL control for a stable display. 

e Set the Channel 1 VOLTS/DIV switch so the large mar- 
kers extend beyond the bottom end top of the graticule area 

f. CHECK — -The markers should be parallel to the center 
vertical line. 

g. ADJUST- Y Axis Align adjustment, R856 {see Fig. 6-11), 
to align the markers with Hie centerline. 



Calibralion -Type 422/R422 (SN 100-19.999) 

o 

o. Set the Horizontal POSITION and the VARIABLE TIME/ 
DIV controls so a large marker coincides with each graticule 
line. 

b. CHECK — CRT display for minimum bowing of the mark- 
ers at the left and light edges of the graticule. Fig. 6-12 shows 
a typical display of good geometry as well as examples of 
poor geometry. 

c. ADJUST — Geom adjustment, R854 (see Fig. 6-1 2D), for 
minimum curvature of the markers at the left and right edges 
of the graticule. 

d. INTERACTION— Recheck step 6. 

c. Disconnect the lime-mark generator. 

f. Position the trace to the top graticule line. 



O 7. Adjust CRT Geometry 
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volts/div 



R35 

Ch(>niiL'l 1 
Vor Bol 



GAIN 



CHOWtC 



A1G 

AUU 



INPUT 1 



Channel I 
STEP ATT BAL 



z von 



CALlfcHATUR 



Fig. 6-13. CA) Location of Channel 1 STEP ATT BAL adjustment Ifiont panel) IB) location of Channel I Var Bal adjustment Heft side). 



S- CHECK — Deviation from straight lire should not exceed 
“^C.l division. 

h. Position Hie trace to the bottom graticule line. 

i. CHECK — Deviation from straight line should not exceed 
±0.1 division. 

8. Adjust Channel 1 Step Attenuator and Vari- 
able Balance O 

a. Set the Triggering LEVEL control to FREE RUN. 

b. Set the Channel 1 AC GND DC switch to GND. 



c. Position the trace to the center horizontal line with the 
Charnel 1 POSITION control. 

d. CHECK- Change the Channel 1 VOLTS/DIV switch from 
.05 to .0?. Trace should not move vertically. 

«. ADJUST— Channel 1 STEP ATT BAL adjustment, R21 
(see Fig. 6*1 3A), for no trace shift as the Charnel 1 VOLTS/ 
DIV switch is changed from .05 to .01. 

f. Return the Charnel 1 VOLTS/DIV switch to .05. 

g. CHECK— Rotote the Channel 1 VARIABLE VOLTS/DIV 
control throughout its range. Trace should not move vertically. 




Pig. 6-14. <A) Lo«a*;on ©f Chorine) 2 STEP ATT BAL adjustment (front pan«I| ; (B) location of Channel 2 Vor Bal adjustment Heft side). 
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h. ADJUST— Chon nel 1 Vor Bo I adjustment, R35 (see Fig 
6-1 3B), for no trace shift as the Channel 1 VARIABLE VOLTS/ 
DIV control is rotated throughout its range. 

i. Repeat steps c through h until there is no trace shift 
for check d or g. 



9- Adjust Channel 2 Step Attenuator and Vari- 
able Balance O 

a. Set the Mode switch to CH 2. 

b. Set the Channel 2 AC GND DC switch to GND 

C. Position the trace to the center horizontal line with the 
Channel 2 POSITION control. 

d. CHECK— Change the Channel 2 VOLTS/DIV switch from 
.05 to .01. Trace should not move vertically. 

e. ADJUST— Channel 2 STEP ATT BAL ad|ustment, R121 
(see Fig. 6-14A), for no troce shift os the Channel 2 VOLTS/ 
DIV switch is changed from .05 to .01. 



f. Return the Channel 2 VOLTS/DIV switch to .05. 

g. CHECK— Rotate the Channel 2 VARIABLE VOLTS/DIV 
control throughout its range. Trace should not move vertically. 

h. ADJUST— Channel 2 Var Bal adjustment, R135 (see Fig. 
6-14B), for no trace shift as the Channel 2 VARIABLE VOLTS/ 
DIV control is rotated throughout its range. 

i. Repeat steps c through h until there is no trace shift for 
check d or g. 

10. Check Alternate Operation 

a. Set the Mode switch to AIT. 

b. Position the traces about two divisions apart. 

c. Turn the TlME/DIV switch throughout its range. 

d. CHECK— Trace alternation between Channel 1 and 2 at 
all sweep rates. At foster sweep rates, alternation will no* 
be apparent; display will appear as two traces on screen. 



NOTES 
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Fig. 6-15. Test equipment setup for step 11 



CRT controls 



INTENSITY 


Midrange 


FOCUS 


Ad|ust for correct disp 


ASTIGMATISM 


Adjust for correct disp 


SCALE ILLUM 


As desired 


Vertical controls (both channels if applicable) 


VOLTS/DIV 


.05 


VARIABLE 


CAL 


AC GND DC 


GND 


POSITION 


Midrange 


Mode 


ALT 


INVERT 


Pushed in 


X10 GAIN AC 


Pushed in 


Triggering controls 


Source 


CH I & 2 


Coupling 


AC 


SI OPE 


Positive going 


LEVEL 


FREE RUN 


Sweep controls 


POSITION 


Midronge 


TIME/DIV 


.5 mSEC 


VARIABLE 


CAL 


X10 MAG 


Pushed in 


Other controls 


POWER 


On (at power supply) 



1 1 . Adjust Common-Mode Current O 

a. Tost equipment setup is shown in Fig. 6*15. 

b. Position both traces to the center licrizonfal line with 
the Channel 1 and 2 POSITION controls. 

c. Connect the 10X probe to the input of the test oscillo- 
scope. 

d. Sot tho rest oscilloscope for a vertical deflection of 0.02 
volt/division (0.2 volt including 10 X probe), DC couplec, ot 
a sweep rate of 5 milliseconds/divisiori. 

e. Ground the input of the test oscilloscope ond position 
the troce to the center horizontal line. 

f. Connect the 10 X probe tip to the common-mode current 
test point (common emitters of Q224 and Q234, see Fig. 

6-1 6A). 

g. CHECK — Test oscilloscope display for +3 divisions ox 
less offset from the center horizontal line (sec Fig. 6-1 6B). 

h. ADJUST — Comman-Mcde Current adjustment, R215 (see 
Fig 6-16A), for optimum balance of ccmmor-mocfe current 
in each channel as shown by equal spacing from the center 
horizontal line. Balance must occur within _h3 divisions of the 
centerline (see Fig. 6-16B). 

i. INTERACTION— Check steps 12-14. 

j. Disconnect all test equipment 
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Channel 1 



Channel 2 



If 21 5 

Com mon-Mode 
Current 



Traces beyond these limit* indicate 

high common-mode current. 



Fifl. 6 - 16 . I A I Common-mode current test point and adjustment (Vertical Switching and Output Amplifier board); (Bt typical test oscilloscope 
display showing test limits. Vertical deflection. 0.2 voll /division; sweep rate, live miilisecends/divisiori. 



NOTES 




©> 
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Rg. 6-17. Initial fosf equipment setup for steps 12 — 19. 



CRT controls 



INTENSITY 


Midrange 


FOCUS 


Adjust for correct disp 


ASTIGMATISM 


Adjust for correct disp 


SCALE ILLUM 


As desired 


Verficol controls (both channels if applicable) 


VOLTS/DIV 


.05 


VARIABLE 


CAL 


AC GND DC 


AC 


POSITION 


Midrange 


Mode 


CH 1 


INVERT 


Pushed in 


X10 GAIN AC 


Pushed in 


Triggering controls 


Source 


CH 1 & 2 


Coupling 


AC 


SLOPE 


Positive going 


LEVEL 


Midrange 


Sweep controls 


POSITION 


Midrange 


TIME/D1V 


.5 mSEC 


VARIABLE 


CAL 


X1C MAG 


Pushed in 


Other controls 


POWER 


On (ot powet supply) 



12. Adjust Channel 1 and 2 Gain O 

a. Test equipment setup is shown in Fig. 6-17. 

b. Connect the standard amplitude calibrator output con 
nectar to the INPUT 1 connector through a BNC cable and 
the BNC T connector. Connect the output of the BNC T con- 
necter to INPUT 2 with a BNC cable. 

c. Set the standard amplitude calibrator for a 0.2-volt 
square-wave output. 

d. Position the display to the center of the graticule with 
the Channel 1 POSITION control. 

e. CHECK — CRT display amplitude four divisions, ±0.12 
division, (accuracy within ±3%; see Fig. 6-1 BA). 

f. ADJUST — Channel 1 GAIN adjustment, R80 (see Fig. 
6-1 BB), for exactly four divisions of deflection. 

g. Set the Mode switch to ALG ADD. 

h. Pull the INVERT switch. 

i. CHECK — CRT display straight line. 

j. ADJUST — Channel 2 GAIN adjustment, R1B0 (see Fig. 
6-1 BB). for a straight line display. 

13. Check Added Mode Operation 

a. Push in the INVERT switch. 

b. Set the standard amplitude calibrator for a 0.1-volt 
square-wave output. 
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Fig. 6-18. (A) typical CRT display showing correct gain adjustment; (Bl location of Channel I and 2 GAIN adjustment* Ifvont panel I 



c. CHECK — CRT display tour divisions in amplitude, -»-C.12 
division 



1 4. Check Channel 1 and 2 Deflection Accuracy 

c. Set the Mode switch to CH I. 

b. Set the Channel 2 AC GND DC switch to GND. 

c. CHECK — Using the Channel 1 VOLTS/DIV switch and 
standard amplitude calibrator settings given in Table 6-1, 
check vertical deflection within it 3% at each position of the 
Channel I VOLTS/DIV switch. 

d. Set the Mcde switch to CH 2. 

e. Set die Charnel 1 AC GND DC switch to GND arvd the 
Channel 2 AC GND DC switch to DC. 



TABLE 6-1 

Vertical Deflection Accuracy 



VOLTS/DIV 

Switch 

Setting 

ni 


Standard 
Amplitude 
Calibrator 
Square Wave 
Output 


Vertical 

Deflection 

In 

Divisions 

c 


Maximum 

Error 

Far ±3% 
Accuracy 
( divisions ) 
• n i c 


.02 


. 0.1 volt 


5 


_U. 1 0 

ih0.l5 


.05 


' 02 volt 


4 


it 0.1 2 


.1 


0.5 volt 


5 


±0.15 


.2 


1 volt 


5 


-t-0.15 


.5 


2 volts 


4 


±0.12 


1 


5 volts 


5 


±0.15 


2 


10 volts 


5 


±0.15 


5 


20 volts 


4 


±0.12 


10 


50 volts 


5 


±0.15 


20 


100 volts 


5 


±0.15 



f. CHECK— Using the Channel 2 VOLTS/DIV switch ond 
standard omplitude calibrator settings given in Table 6-1, 
check vertical deflection within ±3% at each position of the 

Channel 2 VOLTS/DIV switch. 



15. Check Channel 2 X 10 Gain 

a. Set both VOLTS/DIV switches to .05. 

b. Set the standard amplitude calibrator for a 20-millivoll 
square wave output. 

c. Pull the X10 GAIN AC switch out. 

d. CHECK — CRT display four divisions in amplitude, ±0.3 
division (±7.5%). 

e. Push in the X10 GAIN AC switch. 



16. Check Charnel 1 and 2 Variable Volts/ 
Division Range 

a. Set the standard amplitude calibrator for a 0.2-volt 
square-wove output 

b. CHECK — Turn the Channel 2 VARIABLE VOLTS/DIV con- 
trol fully counterclockwise. Display should be reduced to 
1.6 divisions or less (representing a cortrol attenuation range 
of 2.5:1 or greater; see Fig. 6-1 9J. Channel 2 UNCAL light 
must be on when VARIABLE control is not in CAL position. 

c Set the Mode switch to CH 1. 

d. Set the Channel 1 AC GND DC switch to DC. 

e. CHECK— Turn the Channel 1 VARIABLE VOLTS/DIV con- 
trol fully counterclockwise. Display should be reduced lo 1.6 
divisions or less (control range of 2.5:1 or greater; see Fig. 
6-19), Channel 1 UNCAL light must be on wher VARIABLE 
control is not in CAL position. 
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Four-division display with variable control at CAL 
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Must be reduced to m least 1.6 divisions when lully 1 
counterclockwise | 



P*S- 6-19. Typical CUT display when checking VARIABLE VOLTS/DIV 

central rOng* (deubl* ticpoivrtl . 



17. Check Vertical Linearily 

a. Set the standard amplitude calibrator for a 0.2-volt 
square-wave output. 

b. Position the display to the center of the graticule with 
the Channel 1 POSITION control. 

c. Set the Channel 1 VARIABLE VOLTS/DIV control for 
exactly two divisions of deflection (see Fig. 6-20B). 

d. Position the top of the display to the top graticule line. 

e. CHECK — Compression or expansion not to exceed 0.2 
division (see Fig. 6-20). 

f. Position the bottom of the display to the bottom grati- 
cule line. 

g. CHECK — Compression or expansion not to exceed 0.2 
division (see Fig. 6-20). 

h. Set the Mode switch to CH 2. 

i. Position the display to the center of the graticule with 
the Channel 2 POSITION control. 

j. Set the Channel 2 VARIABLE VOLTS/DIV control for 
exactly two divisions of deflection (see fig. 6-20B). 

k. Position the top of the display to the top graticule line. 

l. CHECK— Compression or expansion not to exceed 0.2 
division (see Fig. 6-20). 

m. Position the bottom of the display to the bottom grati- 
cule line 

n. CHECK — Compression or expansion not to exceed 0.2 
division (see Fig. 6-20). 



18. Check Channel 1 and 2 AC GND DC Switch 
Operation 

o. Return both VARIABLE VOLTS/DIV controls to CAL. 
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[(C) Compression 






Fig. 6-JO. Typical CRT display chewing acceptable vertical compres- 
sion end expansion. Wow# form I A] shows expansion; waveform (Cl 
thews compression. 

b. Position display with the Channel 2 POSITION control 
so the bottom of the square wave is at the center horizontal 
line. 

c. Set the Channel 2 AC GND DC switch to AC. 






d. CHECK — CRT disploy centered about centerline. 

e. Set the Channel 2 AC GND DC switch to GND. 

f. CHECK — CRT display for a straight line near the center- 
line. 

g. Set the Mode switch to CH 1. 

h. Position display with the Channel 1 POSITION control so 
the bottom of the square wave is at the horizontal centerline. 

i. Set the Channel 1 AC GND DC switch to AC. 

j. CHECK— CRT display centered about centerline. 

k. Set the Channel 1 AC GND DC switch to GND. 

l. CHECK— CRT display for a straight line near the center- 
line. 

m. Disconnect all test equipment. 



Calibration— -Type 422/R422 ($N 100-19,999) 

1 9. Check Trace Shift Due to Input Grid Current 

a. Set both YOLTS/DIV switches to .01. 

b. Set the Triggering LEVEL control to FREE RUN. 

c. Position the trace to the center horizontal line with the 
Channel 1 POSITION control. 

d. CHECK — Set the Channel 1 AC GND DC switch to DC; 
trace shift 0.2 division or less. 

e. Set the Mode switch to CH 2. 

f. Position the trace to the center horizontal line with the 
Channel 2 POSITION control. 

g. CHECK — Set the Channel 2 AC GND DC switch to DC; 
trace shift 0.2 division or less. 



NOTES 
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Fig. 6-21. Inilicl loftf equipment setup for slops 20—22. 



CRT controls 



INTENSITY 


Midrange 


FOCUS 


Adjust for correct display 


ASTIGMATISM 


Adjust for correct display 


SCALE ILLUM 


As desired 


Vertical controls (both channels if applicable) 


VOLTS/ DIV 


.05 


VARIABLE 


CAL 


AC GND DC 


DC 


POSITION 


Midrange 


Mode 


CH 1 


INVERT 


Pushed in 


X10 GAIN AC 


Pushed in 


Triggering controls 


Source 


CH 1 S 2 


Coupling 


AC 


SLOPE 


Positive going 


LEVEL 


Adjust for stable display 


Sweep controls 


POSITION 


Midrcrge 


TIME/DIV 


.2 mSEC 


VARIABLE 


CAL 


X10 MAG 


Pushed in 


Other centra Is 


Fov/g* 


On (at power supply) 



20. Adjust Input Capacitance o 

a. Test equipment setup is shown in Fig. 6-21. 

b. CHECK — Mechanical adjustment of Cl 2 (see Fig. 6-22AJ 
Cl 2 should not be at either extreme of adjustment. 

c. ADJUST — Cl 2 to midrenge (sec Fig. 6-22B) To avoid 
readjustment of all compensation adjustments, do not read- 
just Cl 2 unless it is near one of the extremes of adjustment. 

d. Connect the 10X probe to the INPUT 1 connector. 

e. Place the 50-ohm in-line termination on the square- 
wave generator high amplitude output and connect the 
probe tip to the output of the termination. Connect the 
ground lead to chassis ground. 

f. Set the square wave generator output frequency to one 
kilohertz and the output amplitude for five divisions of 
deflection. 

g. Compensate the probe as described in the probe 
instruction manual. 

h. Remove the probe from the INPUT 1 connector and 
connect it to the INPUT 2 connector. 

i. Set the Mode switch to CH 2. 

j. CHECK — CRT display for less than 0.05 division over- 
shoot or rounding (±1%; see Fig. 6-22C, D and E). 

k. ADJUST — Cl 12 (see Fig. 6-22AJ for optimum flat top. 

l. Remove the in-line termination and connect the probe 
tip directly to the high-amplitude output connector. 

m. INTERACTION— Check step 21. 



Cl 
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fig 6 - 22 . (At Location of C12 and 012 (bottom view); IB) tjiidroogc adjustment of 02, (C) typi<cl CRT display showing correct input 
capacitance adjustment; (D) and (El incorrect input rapacitonre adjustment. 



21. Adjust Channel 1 and 2 Volts/ Division 
Switch Compensation O 

a. CHECK— CRT display at each Channel 2 VOLTS/DIV 
switch selling listed in Table 6-2 for 3% or less overshoot, 
founding or tilt (see Fig. 6-23A, B and C). 

h. ADJUST- — Chcnnel 2 VOLTS/DIV compensation os 
shown in Table 6-2. first adjust for optimum square comer 
on the display and then for optimum flat icp. Readjust the 
generator oulpul wilh each setting of Ihe VOLTS/DIV switch 
to provide a five-division display (except in 5 position). Fig. 
6-23D shows the location of eoch variable capacitor. 



TABLE 6-2 

VOLTS/DIV COMPENSATION 



VOLTS/ 


Chcnnel 1 


Chcnnel 2 


DIV 


Adjust for Optimum 


Adjust for 


Optimum 


Switch 


Square 


Flat 


Square 


Flat 


Setting 


Corner 


Top 


Corner 


Top 


.1 


C3C 


C3B 


C103C 


C103B 


.2 


C4C 


C4B 


C104C 


Cl (MB 


.5 


CSC 


C5B 


C105C 


C105B 


5 


C6C 


C6B 


Cl 06C 


C106B 



©I 
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Fig. 6-23. (A) Typical CRT display showing correcl VOLTS/DlV compensation; IB) and ICI iwcorrec* compensation; (D| lotation of variable 
capacitors (bottom view I . 



c. Set the Mode switch to CH 1. 

d. Connect the 1 OX probe to the INPUT 1 connector. 

e. CHECK— CRT display at each Channel 1 VOLT$/DIV 
switch setting listed in Table 6-2 for 3% or less overshoot, 
rounding or tilt (see Fig. 6-23A, B ond C). 

i ADJUST— Channel I VOLTS/DIV compensation as 
shown in Table 6 2. First adjust for optimum square corner 
on the display ond then for oplimum flat top. Readjust the 
generator output wilh eoch setting of the VOLTS/DIV switch 
to provide a five-division display (except in 5 position). Fig. 
6-23D shows the location of each variable capacitor. 

g. Disconnect the 10X probe. 



22. Adjust High-Frequency Compensation O 

o. Connect the positive-going fast-rise output of the 
square-wave gereralor to the INPUT 1 connector through 
the five-nanosecond GR cable ond the 50-chm in-line 
termination. 

b. Charge the following control settings; 

VOLTS/DIV (both .05 

channels) 

TIME/D IV -5/.SEC 

XI 0 Mag Fulled cut 



©I 
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Fig. 6-24. (A) Typical CRT display showing correct high-freqvency compensation; (B| location of high-frequency compensation adjustments 
(Vertical Switching ond Output Amplifier board); (Cl location of Cl 14 (Channel 2 Input Amplifier board). 



c. Set the square-wave generator for five divisions of 
dcficctior at 100 kilohertz. 

d. CHECK CRT display for optimum square corner and 
flat lop (see Fig. 6-24A). 

e. ADJUST— R237, C237, L245 and L255 in listed order for 

optimum square corner ond flat rop. Fig. 6 - 24B shows the 
location of these adjustments. Since these adjustments inter- 
act, readjust until optimum square corner and flat top are 
obtained. 

f. Set the Mode switch to CH 2. 



g. Connect the positive-going fast-rise output of the 
square-wove generator to the INPUT 2 connector through 
the five-nanosecond GR cable and the 50-ohm in-line 
termination. 

h. CHECK — CRT display far optimum squere-wave re- 
sponse similar to Channel 1 resporse. 

i. ADJUST — Cl 14 (see Fig. 6-24CJ for optimum Chanrel 
2 response similar to Channel 1 response. 

j. Disconnect oil test equipment. 



©I 
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Fig. 6 - 25 . Iniliol te*r ®q*jip*n*n* s»*op for tlep\ 23—25. 



CRT controls 



INTENSITY 


Midrange 


FOCUS 


Adjust for correct riis| 


ASTIGMATISM 


Adjust for correct dis| 


SCALE ILLUM 


As desired 


Vertical controls (both channels if applicable) 


VOLTS/DIV 


.05 


VARIABLE 


CAL 


AC GND DC 


DC 


POSITION 


Midiange 


Mode 


CH 1 


INVERT 


Pushed in 


X10 GAIN AC 


Pushed in 


Triggering controls 


Source 


CH 1 & 2 


Coupling 


AC 


SLOPE 


Positive going 


LEVEL 


FREE RUN 


Sweep controls 


POSITION 


Midrange 


TIME/DI V 


.5 mSEC 


VARIABLE 


CAL 


X10 MAG 


Pushed in 


Other controb 


POWER 


On [at power supply] 



23. Check Channel 1 and 2 Frequency Response 

a. Test equipment setup is shown in Fig. 6-25. 

b. Correct the constant-amplitude sine-wave generator to 
the INPUT 1 connector through the five-nanosecond GR cable 
and the 50-ohm in-line termination. 

c. Set the constant-amplitude generator for six divisions of 
deflection at 50 kilohertz. 

d. Without changing the output amplitude, increase the 
output frequency of the constant-amplitude generator until 
the display is reduced fa 4.2 divisions ( — 3 dB point; see Rg. 
6-26) 

e. CHECK — Output frequency of the constant-amplitude 
generator must be 15 megahertz or higher. 

f. Set the Mode switch ta CH 2. 

g. Connect the constant-amplitude generator to the INPUT 
2 connector through the five-nanosecond GR cable and the 
50-ohm in-line termination. 

h. Set the constanhamplitude generator for six divisions 
of deflection at 50 kilohertz. 

i. Without changing tfie output amplitude, increase the 
output frequency of the constant-amplitude generator until 
the display is reduced to 4.2 divisions ( — 3 dB point; sec Fiq. 
6 - 2 6 ). 

j. CHECK — Output frequency of the constant-amplitude 
generator must be 15 megahertz or higher. 



(Di 
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6-division 
display of 




Reduced to 4.2 divisions 



at —3 dB 



Rig. 6-26. Illustration of CRT display wheo checking verticol fre- 
qcency response. 

24. Check Charnel 2 XlO Gain Frequency 
Response 

o. Sel the Charnel 2 AC GND DC switch to AC. 

fc. Pul! the XlO GAIN AC switch. 

c Set the constant-amplitude generator for si> divisions 
of deflection at 50 kilohertz. 

d. Without chonging the output amplitude, increase the 
output frequency of the constant-amplitude generator until 
the display rs reduced to 4.2 divisions ( — 3 dB point; see Fiq. 
£-26]. 

CHECK — Output frequency of the constant-amplitude 
generator must be five megahertz or higher. 




Fie 6-27. Typical CRT rii*pley showing correct cornnor-imod© reaction 

25. Check Common-Mode Rejection Ratio 

a. Connect the constant amplitude generator to the INPUT 
1 connector through the five- nanosecond GR cable, 50-ohm 
in-line termination and the BNC T connector. Correct the 
output of the BNC T connector to INPUT 2 with a 50-ohm 
BNC cable. 

b. Set the constant amplitude generator for eight divisions 
of deflection at 50 kilohertz. 

c. Change the following control seftrngs: 

Mode ALG ADD 

INVERT Pulled out 

XlO GAIN AC Pushed in 

d. CHECK — CRT display 0.1 division or less (common- 
mode rejection ratio of 100:1 or greater; see Fig. 6-27). 

c. Disconnect all test equipment. 



NOTES 
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F»p 6-2i Initial MU equipment whip ft Otpi 26 and 77. 



CRT controls 



26. Check Channel Isolation Ratio 



INTENSITY 

FOCUS 

ASTIGMATISM 
SCALE ILLUM 



Midrange 

Adjust for correct display 
Adjust for correct display 
As desired 



Vertical controls (both channels if applicable) 



a Test equipment setup is shown in Fig. 6-28 

b. Connect the standard amplitude calibrator to the INPUT 
1 connector with the BNC coble 

c. Set the Channel 1 VOITS/DIV switch to 20 

d Set the Channel 2 AC GND DC switch to GND 



VOLTS/DIV 


.01 


VARIABLE 


CAL 


AC GND DC 


DC 


POSITION 


Mi dr onge 


Mode 


CH 2 


INVERT 


Pushed in 


X10 GAIN AC 


Pushed in 


Triggering controls 


Source 


CH 1 & 2 


Coupling 


AC 


SLOPE 


Positive going 


LEVEL 


FREE RUN 


Sweep controls 


POSITION 


Midrorge 


TIME/DIV 


£ mSEC 


VARIABLE 


CAL 


X10 MAG 


Pushed in 


Other controls 


POWER 


On (at power supply) 



e. Set the standard amplitude calibrator for a 100-volt 
square-wave output. 



Fie 6-29. Typical C*T d.tpioy efcowing corrocl chonn.1 .eolation 
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6-31 Typicol Hr%» otoUowop* d.*plo> wh«r (Kttk ng •il««nel 
CoUb'Oter. Vefttcol ck*fl*<ti©n, 0 3 volt/ d.v.* ion: »»*»p rot* fiv» 
fnilltkecondi/ division 



f -9 6-30 Locotion ol Col Ampl od,w»lm*n| r Collb'o’o. and *' 9 ~ 
ulotort boon) 



f. CHECK — CRT display 0.1 division or less in amplitude 
(channel isolation 100,000:1 or greater, see F»g. 6-29). 

g. Charge the following control settings 



Charnel 1 VOLTS/DIV 


.01 


Channel 2 VOLTS/DIV 


20 


Channel 1 AC GND DC 


GND 


Chonne 2 AC GND DC 


DC 


Mode 


CH 1 



h. Connect the standard amplitude calibrator to the INPUT 
2 connector with the BNC coble. 

i. CHECK — CRT display 0.1 division or less in amplitude 
(channel isolation 100,000 1 or greater; see Fig. 6-29). 



27. Adjust Calibrator Amplitude 

a Connect the standard amplitude calibrator to the 

INPUT 1 connector with the BNC cable. 

b. Set the standard amplitude calibrator lor a 02-voli 
square-wave output. 

c. Change the following control settings: 

VOLTS/DIV .05 

AC GhO DC DC 

LEVEL Adjust for stable display 

d. Note the amplitude of the CRT display. Then, set the 
Channel 1 VOLTS/DIV switch to the CALIBRATE 4 DIVI- 
SlONS position 

e. CHECK — CRT display for some deflection os obtained 
in step d. 

f. ADJUST— Col Ampl adjustment, R780 (see Rg 6-30) 
for exactly the some deflection os obtained in step d. 



28. Check Calibrator Amplitude at Front-Panel 
Jack 

a. Connect the CALIBRATOR |acfc to the unknown input 
cf the standard amplitude calibrator with o jumper leod 
The 1 X probe con be used for this purpose 

b. Set the standard amplitude calibrator for a - DC out- 
put in the mixed mode. 

c Connect the standard amplitude calibrator output to 
the input of the test oscilloscope. 

d. Set the test oscilloscope for a vertical deflection of 
02 volts /division, DC coupled of a sweep rote of five milli* 
seconds/division. 

e. Set the standard amplitude calibrator output volioge 
to off ond position the top of the display on the screen. Set 
the triggering controls for a stable display 

f. Note the difference between the standard amplitude 
calibrator output |zero-volt level) ond the Type 422 CALI- 
BRATOR output level (see Fig. 6-31). 

g. Set the stondard amplitude calibrator output voltage 
to two volts and position the bottom of the deploy on the 
scroen. Reset the triggering controls for o stable display 

h. CHECK — Difference between the standard amplitude 
calibrator output ond the Type 422 CALIBRATOR output level 
within ±.037 division of the difference measured in step f 
{± 27 %). 

i. Disconnect the stondard amplitude calibrator. 

29. Check Calibrator Repetition Rate and Duty 
Cycle 

a Connect the CALIBRATOR jock to the input of the test 
oscilloscope with a jumper lead The 1 X probe con be 
used for this purpose. 

b. Set the test oscillcdcope for a vertical deflection of 0.5 
vott/divisions and a sweep rale of 0.2 m llisecond/division. 






Calibration — Type 422/M22 (SN 10019.999) 




c. CHECK — Test oscilloscope display for duration ol one 
complete cycle between 4.15 and 625 divisions (1 kilohertz, 
=3=20%; see F,g. 6-32A). 

d. Set the test oscilloscope sweep rate to 50 microseconds/ 
division and set the VARIABLE TIME/DIV control for one 



complete cycle in ten divisions. 

e. CHECK — Test oscilloscope display for length of the 
positive segment of the square wave between 4.5 ond 5.5 
divisions (duty cycle 45% to 55%; see fig. 6-32B). 

f. Disconnect alt test equipment. 



NOTES 
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f 9 6-33 ImiMii M|vip)"«ni wtup lot •(•pi 30 — 33 



CRT controls 

INTENSITY 

FOCUS 

ASTIGMATISM 
SCALE ILLUM 



Midrange 

Adjust for correct display 
Ad|ust for correct display 
As desired 



Verticol controls (both channels If applicable) 



VOLTS/DIV 
VARIABLE 
AC GND DC 

POSITION 

Mode 

INVERT 

X10 GAIN AC 

Triggering controls 
Source 

Coupling 

SLOPE 

LEVEL 

Sweep controls 

POSITION 
TIME/DIV 
VARIABLE 
X10 MAG 

Other controls 

POWER 



.05 
CAL 
GND 
Midrange 
CH 1 
Pushed m 
Poshed in 

CH 1 

AC 

Positive going 

Midrange 

Midrarge 

SmSEC 

CAL 

Pushed in 

On (at power supply) 



30. Adjust Intemol Trigger Compensation O 

a. Test equipment setup is shown in Fig. 6-33. 

b. Remove 0364 from its socket (see Fig. 6-34A). 

c. Connect the square-wave generator high amplitude out- 
put to the INPUT 1 connector through the five- nanosecond 
GR cable, two 10 X attenuators and the 50-ohm in-line 
term! notion. 

d. Set the square-wove generator output frequency *o 10 
kilohertz. 

e Connect the 10X probe to the input of the test oscillo- 
scope. Connect the probe tip to the Trigger Compensation 
Test Point (base of 0364, see Fig. 6-34 A|. Be sure the probe 
is compensated 

f. Set the test oscilloscope for o verticol deflection factor 
of 005 volt/division at o sweep rate of 20 microseconds/ 
division. 

g. Establish the zero-volt level on the test oscilloscope CRT 
(use the ground position of input switch) Then set the LEVEL 
control »o provide o zero-volt level ot the Trigger Compensa- 
tion Test Point. 

h. Set the Channol 1 AC GND DC switch to DC 

i. Set the square-wove generator for about two divisions 
of display on the test oscilloscope. 

j. CHECK — Test oscilloscope display for optimum square 
wave response (see Fig 6 34B) 

k. ADJUST— C353 (see Fig. 6-34A) for optimum square- 
wove response 
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fig. 6-34. I Al Location of Iriggt compcntotion tost point and 
od|uUmont Ilng9er/Swi«p O»nt»oto» boo.dl; (Bl typical tat 
OMilloMopo d'tploy thowinp correct comptmoltor (O location of 
CJ17 (Vortical Sw.tchmt and Ovtpwt Amplrfior boordl. 



l. Set the Triggering Source switch to CH 1 & 2. 

m. CHECK Test oscilloscope display for optimum square 
wove response (see Fig 6 348} 




F*9 (Al Typical tost OKilleuop* daplay tHow.np cocroc I 

conomation; (Bl location of C30? (Tci*v»r/Sw*«p O*nero*o- 
board I 



c. Set the square-wove generator for about two divisions 
of display on the test oscilloscope. 

d. CHECK— Test oscilloscope display for optimum square- 
wave response (see Fig 6-35A). 

e. ADJUST — C302 (see Fig £358) for optimum square 
wave response. 



32. Check Trigger Limiting 

a. Turn the LFVEl control fully dock wise (not in FREF RUN 
detent). 

b. CHECK — Test oscilloscope display reduced to 0.2 divi- 
sion or less (trigger limiting 10:1 or greater). 

c. Turn the LEVEL contro fully counterclockwise (not in 

AUTO detent) 

d CHECK— Test oscilloscope display reduced to 0.2 divi- 
sion or css (trigger limiting 10:1 or greater) 



n. ADJUST — C217 (see Fig. 6-34C) for optimum square- 
wove response. 



e. Replace 0364 and disconnect the square-wave gen- 
erator. 



31. Adjust External Trigger Compensation O 

a. Disconnect th© square-wave generator from the INPUT 
1 connector and connect it to the TRIG IN connector through 
the five-nanosecond GR coble, 10 X attenuator and the 50- 
ohm in-line termination 

b. Set the Triggering Source switch to EXT. 



33. Adjust Auto Center O 

a. Set the Triggering Source switch to CH 1 & 2. 

b. Set the LEVEL control to AUTO 

c. Set the test oscilloscope for o vertical deflection of 10 
mi livolts/divisioa al a sweep rote of five milliseconds/ 
division. 
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d Estobiish the zero-vo f level on the test oscilloscope CRT 
(use grourd position of input switch). 

e Connect the 5 /jF capacitor between the base of 
0364 ond the junction of R346 C346 (see Fig. 6-36A). 

f. CHECK — Test oscilloscope trace at zero volt level. 

g. ADJUST — Auto Center adjustment, R350 (see Fig 6 36A), 



for zero volt indication on test oscilloscope. 

h. Remove the 5/iF capacitor 

i. CHECK— Test oscilloscope display fo< waveform on 
tude of al leas* 1.6 divisions obove zero reference level 
ol least two divisions beow zero reference level (see 
6-36B) 

j. Disconnect al! test equipment 



NOTES 
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fig 6-3 7 lni*krf l*il •nvipm»nl tntvp for ttopt 34 ond 3S 



CRT controls 



INTENSITY 


Midrange 


FOCUS 


Adjust for correct d>si 


ASTIGMATISM 


Adjust for correct d si 


SCALE ILLUM 


As desired 


Vertical controls (both channels if applicable) 


VOLTS/ DIV 


0.2 


VARIABLE 


CAL 


AC GND DC 


DC 


POSITION 


Midronge 


Mode 


CH 1 


INVERT 


Pushed in 


X10 GAIN AC 


Pushed in 


Triggering controls 


Source 


CH 1 & 2 


Coupling 


AC 


SLOPE 


Positive going 


LEVEL 


Midrange 


Sweep controls 


POSITION 


Midrange 


TIME /DIV 


.5 /iSEC 


VARIABLE 


CAL 


X10 MAG 


Pushed in 


Other controls 


POWER 


On (at power supply) 



34. Check Internal Trigger Sensitivity 

a. Test equipment setup is shown in Fig. 6-37. 

b. Connect the constont-orrplitude sire-wove generator 
to the INPUT 1 connector through the five-nanosecond GR 
cable, 50-ohm in-line termination and the BNC T connector. 
Connect the output of the BNC T connector to the TRIG IN 
connector through a 50-ohm BNC coble. 

c. Set the constant-amplitude generator for a 0.2- division 
CRT display at five megahertz 

d. CHECK —Stable CRT display can be obtained with the 
Triggering Coupling switch set to AC, AC LF REJ and DC 
(sec Fig 6-38A) Adjust the LEVEL control as necessary to 
obtain a stable display. 

e. Set the constant-amplitude generator for a one-division 
CRT display at 15 megahertz. 

f. Pull the X10 MAG switch. 

g. CHECK — Stable CRT display con be obtained with the 
Triggering Coupling switch set to AC. AC LF REJ and DC (see 
Fig 6-38B). Adjust the LEVEL control as ncccssory tc obtain 
a stable display. 

h. Set the LEVEL control to the AUTO position 

i. Push in the X10 MAG switch. 

j. Set the constant -amplitude generator for a 0.8-divi- 
sien CRT display at four megahertz. 
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*•* 6-31. <AI Typical C«T display whan ch«<k.ng infernal triggering o» f... me 
gar^ig at 13 magoharti. 



gaharti; I Bl rypkal CTT display when checking .niernal trig- 



k. CHECK — CRT display is stable. 

l. Set the constant-amplitude generator for a 2.*»-divi- 
sion CRT display at 15 megahertz. 

m. PuJI the X10 MAG switch. 

n. CHECK— CRT display is stable. 

35. Check External Trigger Sensitivity 

o. Set the Triggering Source switch to EXT. 

b. Push in the X10 MAG switch. 

c. Set the constant-amplitude generator for a threr-divi- 
sion CRT display (0.6 volt) or 50 kilohertz. 

d. Set the constant-amplitude generator output frequency 
to seven megahertz. 

e. Set the TIME/DIV switch to .5 ,»SEC. 

f. CHECK — CRT display is stoble. 

g Set the constant-amplitude generator for a six-division 
CRT display (1.2 volts) ot 50 kilohertz. 

h. Without changing the output amplitude, set the con- 
stant-amplitude generator output frequency to 15 megahertz. 

i. Pull the X10 MAG switch. 



|. CHECK— CRT display is stable. 

k. Set the Channel 1 VOLTS/DIV switch to .05. 

l. Push m the X10 MAG switch 

m. Set the constont-omplirude generator for a 2.5-division 
CRT display (0.125 volt) of 50 kilohertz 

n. Without changing the output amplitude, set the con- 
stant-amplitude generator output frequency to five mega 
hertz. 

o. CHECK— Stable CRT display can be obtained with the 
Triggering Coupling switch set to AC. AC IF REJ and DC. 
Adjust the LEVEL control as necessary to obtain a stable dis- 
ploy. 

p. Set the Chonnel 1 VOLTS/DIV switch to .1. 

q. Set the constant-amplitude generator far a six-division 
CRT display (0.6 volt) at 50 kilohertz. 

r. Without changing the output amplitude, set the con- 
stant-amplitude generator output frequency to 15 megohertz. 

s. Pull the X10 MAG switch. 

t. CHECK — Stoble CRT display con be obtained with 
Triggering Coupling switch set to AC. AC LF REJ and DC. 
Adjust the LEVEL control os necessary to obtom a stable dis- 
play. 

u. Disconnect all test equipment. 
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r>9 6-39 In.l.ol l«l »«twp for »»•*• 36 and 37 



CRT controls 

INTENSITY 

FOCUS 

ASTIGMATISM 
SCALE ILLUM 



Midrange 

Adjust for correct display 
Adjust for correct display 
As desired 



Vertical controls (both channels If applicable) 



VOLTS/DIV 


.05 


VARIABLE 


CAL 


AC GND DC 


DC 


POSITION 


Midrange 


Mode 


CH 1 


INVERT 


Pushed in 


X10 GAIN AC 


Pushed in 


Triggering controls 


Source 


EXT 


Coupling 


AC 


SLOPE 


Positive going 


LEVEL 


Midrange 


Sweep controls 


POSITION 


Midrange 


TIME/DIV 


5 mSEC 


VARIABLE 


CAL 


X10 MAG 


Pushed in 


Other controls 


POWER 


On (at power supply) 



36. Check Low-Frequency Triggering and Low- 
Frequency Reject Operation 

a. Test equipment setup is shown in Fig. 6-39. 

b. Connect the ow-frequency sine wove generator to both 
the INPUT 1 connector and the TRIG IN connector through 
a BNC T connector and two BNC cables (use the BNC to 
alligator dips odapter to connect the generator output to 
the BNC cable). 

c. Set the low frequency sine wave generator for o 2.5- 
divis<on display (0.125 volt) at 50 hertz. 

d. CHECK — Stab e CRT display con be obtained with the 
Triggering Coupling switch set to AC and DC. Adtust the 
LEVEL control os necessary to obtoin a stable display. 

e. Set the Triggering Coupling switch to AC LF REJ. 

f. CHECK— Stable CRT display cannot be obtained at any 
setting of the LEVEL control. 

g Set the LEVEL control to AUTO 

h. Set the VOLTS/DIV switch to .1. 

i. Set rhe low-frequency sine-wave generator for a sw- 
division display (0.6 volt) ot 50 hertz. 

j. CHECK— CRT display is not stobie. 

k CHECK — CRT display is stobie in the AC ond DC 
positions of the Triggering Coupling switch. 

I. Set the Triggering Source switch to CH 1 & 2. 
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m. Set the low-frequency sine- wove generator for o 0.8- 
division display at 50 hertz. 

n. CHECK — CRT display is stable in the AC ond DC posi- 
tions of the Triggering Coupling switch. 

o. Set the Triggering Coupling switch to AC LF REJ. 

p CHECK— CRT disploy is not stable. 

q Set the low-frequency sine-wave generator for a 0.2- 
division display at 50 hertz (AC position of Triggering Cou- 
pling switch must be used to set disploy amplitude; teturn 
switch to AC LF REJ position}. 

r. CHECK — Stable CRT disploy cannot be obtained at any 
setting of the LEVEL control. 



s. CHECK — Stoble CRT disploy con be obtained with the 
Triggering Coupling switch set to AC and DC. Adjust the 
LEVEL control as necessary to obtain a stable display. 

37. Check Slope Switch Operation 

a. Set the low-frequency sine-wave generator for a four- 
division disploy. 

b. CHECK — CRT display starts on the positive-going slope 
of the waveform (see Fig. 640A). 

c. Set the SLOPE switch to the negative-going position. 

d. CHECK— CRT display starts on the negative-going slope 
of the waveform (see Fig. 6-40B) 

e. Disconnect all test equipment. 



NOTES 
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Fig. 6-41. Initaol leal equipment iHup !•» »t*pi 38 — 47. 



CRT controls 



INTENSITY 


Midrange 


FOCUS 


Adjust for correct disf 


ASTIGMATISM 


Adiust for correct disf 


SCALE ILLUM 


As desired 


Vertical controls (both channels if applicable! 


VOITS/DIV 


.5 


VARIABLE 


CAL 


AC GND DC 


DC 


POSITION 


Midrange 


Mode 


CH 1 


INVERT 


Pushed in 


X10 GAIN AC 


Pushed in 


Triggering controls 


Source 


CH 1 & 2 


Coupling 


AC 


SLOPE 


Positive going 


LEVEL 


Stable display 


Sweep controls 


POSITION 


Mid range 


TIME/DIV 


1 mSEC 


VARIABLE 


CAL 


X10 MAG 


Pushed in 


Other controls 


POWER 


On (at power supply) 



38. Adjust Sweep Colibration O 

a Test equipment setup is given in Rg. 6-41. 

b. Connect the time-marl generator to the INPUT 1 
connector through a 50-ohm BNC coble and a 50-ohm 
termination. 

c. Set the time-mark generator for one-millisecond and 
0.1 -millisecond markers 

d. Set the LEVEL control for a stable display. 

e. CHECK — CRT display for one large marker eoch divi- 
sion between the first and ninth graticule lines (see Rg. 
6-42A). With the second marker positioned to the first grati- 
cule line, the tenth marker must be within :±0.24 division of 
the ninth graticule line (within :±3%). 

f. ADJUST— Sweep Col adjustment. R512 (see Rg. 6-42B) 
for one large marker each division between the first and 
ninth graticule lines 

g. INTERACTION— Check steps 39 to 47. 



39. Check Sweep Length 

a. Position the tenth marker to the center vertical line 
with the Horizontal POSITION control (see Rg 6-43) 

b. CHECK— Sweep length between 10.4 and 12.1 divisions 
os shown by 0.4 to 2.1 divisions of disploy to the right of 
the vcrtieol center line Isee Rg. 6-43). Large markers in the 
disploy indicate divisions and small markers 0.1 division. 
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Fig 6-47. (A) TypkcH CH display showing contcl iw«»p calibration, <•) loco bon of Swoop Col adjvstotoftf Heruoniol Amplifier board) 



40. Adjust Normal/Magnified O 

Registration 

a. Pull the X10 MAG switch out. 

b Position the first marker to the center vertical line (see 
Fig. 6-44 A) with the Horizontal POSITION control. Use the 
fine range of the POSITION control for precise positioning 
(see Operating Instructions for operation). 

c. Push the X10 MAG switch in. 

d. CHECK— First marker within ±02 division of the center 
vertical line (see Fig 6-448) 

e. ADJUST — Mag Reg.ster adjustment. R535 (see Fig. 
6 44C) to position the first marker to the center vertical line. 

f. Repeal steps a through e until no trace shift occurs 
when the MAG switch is pushed in. 

g. Pull the X 10 MAG switch out. 

h. Position the sixth marker to the center vertical line. 

i. Push the X10 MAG switch in. 

j. CHECK— Sixth marker within ±02 division of the cen- 
ter vertical line. 

41. Check Magnified Timing and Linearity 

o Pull the X10 MAG switch out. 

b. Position the first large marker to the left graticule line. 

c. CHECK — CRT display for one small marker each divi- 
sion between the first and ninth graticule line (see Fig. 6-45). 
With the second marker positioned to the first graticule line, 
the tenth marker must be within ±C.l6 division of the ninth 
grot eule line (timing within ±2% when normal sweep coli 
b rot on. step 38. is od justed correctly; otherwise check within 
—5%). 



d. CHECK — Each marker in CRT display must be within 
±0.06 division of its respective grolicule line (linearity within 
1 %; see Fig 6-45). 

•. Repeat check for each eight division portion of the 
magnified sweep. 

42. Check Variable Time Division Control Range 

o. Push the X10 MAG switch in. 

b. Set the time mark generator for 10-millisecond markers. 

e. Position the two markers on the deploy to the left and 
right graticule ines with the Horizontal POSITION control. 

d. Turn the VARIABLE T1ME/DIV control Mly counterclock- 
wise. 
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Fig 6-43. Typical CtT display when checking swoop longth. 
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Fig. 6-43. Typical CH diiploy wbon chocking mogmfier lining and 
linoartty 



e CHECK — CRT d.splay for four-division maximum spacing 
between markers (2.5.1 range; see Fig 6-46) UNCAL Ught 
must be on when VARIABLE TIME/DIV control is not in CAL 
position. 

43. Adjust 10 Microsecond Timing O 

a. Se» the rime-mork generator for 10-microsecond markers 

b. Set the TIME/DIV switch to 10 /.SEC. 

c. Set the VARIABLE VOLTS/DIV control to CAL 

d. CHECK— CRT display for one marker each division 
between first and ninth graticule lines (see Fig 6-47 A). 

e. ADJUST — C440A (see Fg 6-47B) for one marker eoch 
division between the First and ninth graticule lines. 

44. Adjust 0.5 Microsecond Timing O 

o. Set the time-mark generator for 0.5-microsecond 
markers 

b. Set the TIME/DIV switch to .5 ^SEC- 

c CHECK— CRT display for one marker each division 
between the first and ninth graticule lines (see Fg. 6-48A). 

d ADJUST — C537 (see fig. 6-48B) for one marker eoch 
division between the first and ninth graticule '.nes. 

e. Set the TIME/DIV switch to 1 /*SEC. 

f. CHECK — CRT display for two markers each division 
between the first and ninth graticule lines. H necessary, 
compromise the setting of C537 for minimum timing error m 
the .5 fSiC and l /iSEC positions (adjustment has greatest 
effect on first division of display in the .5 /*$EC position:. 

45. Adjust 0.5 Microsecond XlO Magnifier 

Timing O 

a. Set the time mark generator for 50-nonosccond markers 

b. Set the TIME/DIV switch to 5/iSEC 



£>• 
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Tig 6 46 Typxal CRT dnpiay .h.n ch*<h.ng VARIABiE TIMC/D4V 
contro rang* 

c. Poll the X10 MAG switch oof. 

d Position the display so the first marker starts at the first 
graticule line (see Fig. 6-49A). 

e. CHECK — CRT display for one marker each division 
between the first and ninth graticule lines (see F*g. 6-49A). 

f. ADJUST — C5I1 (see Fig. 6-49Q for one marker each 
division between the first and ninth graticule lines. 

g. Position the display so the center portion of the sweep 
is magnified (see Fig. 6-498) 

h CHECK — CRT display for one morker each division 
between the first and ninth graticule lines |see Fig. 6-49B). 

1 ADJUST — C527 (see Fig. 6-49C) for one morker each 
division between the first and ninth graticule lines. 

j. Repeal steps d through i until the correct timing is 
obtained. 

46. Check 0.5 Microsecond XlO Magnifier 
linearity 

a. Position the first marker to the first graticule line. 




(At 




Hg 6-47 (At Typkol CRT d.'ptoy .Kew.ng cort.cf lOpSIC liming 
(•) location of C440A (top vi*wt 
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F.g Ml (A) Typical CtT deploy ibowiag corrocl 3 *SIC N»*g; 
IB) IwoHon of C537 IMomontol Ampler board) 

b. If the ninth marker does not (all on the ninth graticule 
line, adjust the VARIABLE TIME/DIV control to align the 
marker or recheck the timing in *tep 44 

c. CHECK — CRT display for each marker within .±0.24 
division of its respective graticule line (±3%; see Rg. 6-50). 

d. Repeat check for eoch eight-division portion of the 
magnified sweep 

47. Check Timing Accuracy 

a. Push the X10 MAG switch in. 



Fi« 6-49 Typkal CtT dnpiay whan od,w,t.ng (At CS51. IB) C577 
idoubl* •«powf*tl ; ICI locatloo of CS11 and C577 IHor.ionto 
Amplifier board I . 

b. CHECK— Using the TIME/DIV switch and time mark gen- 
erator settings given in Table 6-3, check sweep timing within 
-♦-0.24 division over the middle eight divisions of the display 
(±3%). 

CAUTION 

To prevent permanent damage to the CRT phos- 
phor at slow sweep rotes, position the baseline of 
the marker display below the viewing area. 

c Disconnect all test equipment. 



(C'i 
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Fi 9 6-50 Typical C*T display whni chocking 0 5 microsecond X 10 
magnifier linoauty 



TABLE 6-3 



TIME/DIV Accuracy 



TIME/DIV 

Switch 

Sotting 


Time-Mark 

Generator 

Output 


CRT Display 
(Markers/ 
Division ] 


J^SEC 


0.5 microsecond 




ImSEC 


1 microsecond 




2 /tSEC 


1 microsecond 


2 


SpSEC 


5 microsecond 




10 SFC 


10 microsecond 


1 


•' f " 


10 microsecond 


2 


- 1 


50 microsecond 


1 


1 mSEC 


0.1 millisecond 


1 


2 mSEC 


0.1 millisecond 


~ 2 


SEC 


0.5 millisecond 




1 mSEC 


1 millisecond 


1 


2 mSEC 


1 millisecond 


2 


5 SLC 


5 millisecond 


1 


10 mSEC 


10 millisecond 


1 


20 isrc 


10 millisecond 


2 


50 mSEC 


50 r 1 „ 


1 


.1 SEC 


01 second 


1 


.2 SEC | 


0.1 second 


2 


5 SEC 


0 5 second 


1 
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Fig 6-51 Initiol l»*t ••tup f©r «i»pt 41 ord 49. 



CRT controls 



INTENSITY 


Midronge 


FOCUS 


Adjust for correct disc 


ASTIGMATISM 


Adjust for correct disp 


SCALE ILLUM 


As desired 


Vertical controls (both channels if applicable) 


VOLTS/DIV 


.2 


VARIABLE 


CAL 


AC GND DC 


DC 


POSITION 


Midronge 


MODE 


CHOPPED 


INVERT 


Pushed in 


X10 GAIN AC 


Pushed in 


Triggering controls 


Source 


CH 1 & 2 


Coupling 


AC 


SLOPE 


Positive going 


LEVEL 


AUTO 


Sweep controls 


POSITION 


Midrange 


TIME/DIV 


2 ,SEC 


VARIABLE 


CAL 


X10 MAG 


Pushed in 


Other controls 


POWER 


On lot powe' supply) 



48. Check Chopped Operotion 

a. Position the traces about four divisions apart with the 
Vertical POSITION controls 

b. CHECK- CRT display for duration of each cycle 
betwoen A 2 and 625 divisions (100 kilohertz, d.20%; see Fig 
6-521 

c. CHECK — CRT display for complete blank.ng of switch- 
ing transients between chopped segments (see Fig. 6-52). 



49. Check External Horizontal Deflection Factor 
and Horizontal Attenuator Control Range 

a. Test equipment setup is shown in Fig. 6-51. 

b Conned the standard ompiitude calibrator to the 
HORIZ IN (TRIG IN) connector with the BNC cable. 

c. Set the standard amplitude calibrate for a 50-volt 
square wave output. 

d. Change the following control settings; 

Mode CH 1 

HORIZ ATTEN (LEVR) Clockwise 

TIME/DIV EXT HORIZ 

CAUTION 

To prevent permanent damage to the CRT phos- 
phor, reduce the INTENSITY control setting if a 
halo forms around the dots. 
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Fig 6-52. Typlfl CJTT ditploy wW*n caching chopped rtpciilion rofa Fig. 6-53. Typkol C*T ditploy «twn ckadlafl •itinwl Hwiiimol 

ond blanking. Sw*»p rat*, tw* microi*<ondt /dnrulon. d*fi*Oi*n factor. 



e. CHECK— CRT display for horizontal deflection between 
3.75 and 6.25 divisions |I0 volts /division, ±25%; sea Fig. 
6-53). 

f. Pull tho X 10 MAG switch out. 

g. Set the standord amplitude calibrator for a five-volt 
square-wove output. 

h. Reposition the display to the center of the CRT. 



». CHECK— CRT display for honzontol deflection between 
3.75 ond 6.25 divisions (one volt/division, ±25%). 

j. Se* the standord amplitude calibrator for a 50-volt 
square-wove output. 

k. Set the HORIZ ATTEN control fully counterclockwise. 

l. CHECK — CRT disploy for horizontal deflection equal 
to or less thon obtained in step • (10:1 or grooter ronge). 

m. Disconnect all test equipment. 



NOTES 
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Fie 6 54 InMtol ie*i •qwtpm*n t*rwp to* %top* SO and SI 



CRT controls 

INTENSITY 

FOCUS 

ASTIGMATISM 
SCALE ILLUM 



Midrange 

Ad | us! for correct display 
Ad|ust lor correc! display 
As desired 



Vertical controls (both channels if applicable) 



VOLTS/DIV 


.01 


VARIABLE 


CAL 


AC GND DC 


DC 


POSITION 


Midrange 


Mode 


CH 1 


INVERT 


Pushed in 


X10 GAIN AC 


Pushed in 



Triggering controls 

Source 

Coupling 

SLOPE 

HORIZ ATTEN (LEVEL) 



CH 1 & 2 
AC 

Positive going 

Clockwise 



Sweep controls 

POSITION 
TIME/DIV 
VARIABLE 
X10 MAG 



Midrange 
EXT HORIZ 
CAl 

Pulled ou! 



50. Check External Horizontal Frequency 
Response 

a. Test equipment setup is shown in Fig. 6-54. 

b Connect the constant-amplitude sine-wave generator 
to the HORIZ IN (TRIG IN) connector through the five-nono- 
second GR coble and the 50-ohm in-line termination. 




Other controls 

POWER 



hg 6-55. Typical CRT dnploy dwckmg •lUrnel homoniol 

On (at power supply) f».q*.n* y ...pon,. 
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c. Set the constonr-omplitude generator for four divisions 
of horizontal deflection at 50 kilohertz. 

d. Without changing the output amplitude, increase the 
output frequency of the constant-amplitude generator until 
the display is reduced to 2.8 divisions ( — 3 dB point; see Fig. 
6-55). 

e. CHECK — Output frequency of the constont-omplitude 
generator must be 500 kilohertz or higher. 



51. Check External Blanking 

a. Connect the constant-amplitude sine-wove generator to 
the INPUT \ connector through the five-nanosecond GR 
coble. 50-ohm in-line termination and the BNC T connector. 

b. Change the following control settings: 

VOITS/DIV 1 

LEVEL AUTO 

TIME/DI V 10 m SEC 

X10 MAG Pushed in 

c. Set the constant-amplitude generator for a four divi- 
sion display ot 50 kilohertz. 

d. Connect the output of the BNC T connector to the EXT 
BLANKING connector through a 50*ohm BNC coble. 
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Hf. *-54. Typical C*T deploy vtwn cfcadnitf •darnel Wenhinf. 



e. CHECK — The positive peaks of the displayed signal 
should be bbnked with a normal INTENSITY control setting 
(see Fig. 6*56). 

f. Disconnect oil test equipment. 
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Tmt 

OtrillCtCOfW 
















Fig 6-57 TmI equipment setup for stop S3 



CRT controls 

INTENSITY 

FOCUS 

ASTIGMATISM 
SCALE ILLUM 



52. Check Gate Output Signal 

Midronge 

Adjust lor correct display ° TeI ' i* shown in F. 8 6 57 

Adiust lor correct doploy b Connect the GATE OUT connector to the input of the 

As desired test oscilloscope with the 50-ohm BNC coble 



Vertical controls (both channels if applicable! 



VOLTS/DIV 




VARIABLL 


CAL 


AC GND DC 


DC 


POSITION 


Midrange 


Mode 


CH 1 


INVERT 


Pushed in 


X10 GAIN AC 


Pushed in 


Triggering controls 


Source 


CH 1 & 2 


Coupling 


AC 


SLOPE 


Positive going 


LEVEL 


FREE RUN 


Sweep controls 


POSITION 


Midrorge 


TIME/DIV 


1 mSEC 


VARIABLE 


CAL 


X10 MAG 


Pushed in 


Other controls 


POWER 


On (of power supply) 



c Set the test oscilloscope for a vertical deflecf-on of 03 
vd»s/div*sion and a sweep rote of two mil iseconds/ division 



p 
































—— . 






1 




1 1 


i 1 










! Amplitude 
volt, er 


-05 

reate- 


■ - 


- 




_ 


L±j_ 


II 



i ownrt.cn 10 4 to 12 1 hmesj 
I lK* TIMF'DIV »w*«h setting I 



Fig 6-58 Typ«al »Ml osc.Hotcop* deploy of GATf OUT srgnol 
Vcrttcol deflection, 0.2 volts division sweep rate two milliseconds/ 
division 
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d. CHECK — Test oscilloscope display for 2-5 division or This completes the calibration procedure for the Type 422 

greater amplitude with the top of the waveform at the zero Replace the cabinet ond re-attach the power supply to the 

volt level. Gate duration should be 5.2 to 6.05 divisions indicator If the instrument has been completely checied ond 

(—0.5 volt or greater omplitude with duration of 10.4 to 12.1 adjusted to the tolerances given in this procedure, it will 

times the TIME/DIV setting; see Fig *-58) meet the performance requirements given in the Character- 

e. Disconnect oil lest equipment. isfics section of this Instruction Manuol. 
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NOTES 



PARTS LIST ABBREVIATIONS 



BHB 


binding heod brass 


int 


internal 


BHS 


binding heod s!eel 


ig 


length or long 


cop 


capacitor 


met. 


metol 


cer 


ceramic 


mtg hdw 


mounting hordwore 


comp 


composition 


OD 


outside diometer 


conn 


connector 


OHB 


oval head brass 


CRT 


cathode- ray tube 


OHS 


oval head steel 


ok 


counterion k 


PHB 


pon heod brass 


DE 


double end 


PHS 


pon heod steel 


dio 


diameter 


piste 


plostic 


div 


division 


PMC 


paper, metol cosed 


dec!. 


electrolytic 


poly 


polystyrene 


EMC 


electrolytic, metol cosed 


prec 


precision 


EMT 


dectrolytic, metol tubular 


PT 


paper, tubular 


ext 


extemol 


PTM 


paper or plastic, tubular, molded 


P & 1 


focus and intensity 


RHB 


round heod brass 


FHB 


flat hood brass 


RHS 


round heod steel 


FWS 


flat head steel 


SE 


single end 


Fil HB 


fillister head brass 


SN or S/N 


serial number 


Fil HS 


fillister head steel 


sw 


switch 


h 


height or high 


TC 


temperature compensated 


hex. 


hexagonal 


THB 


truss heod brass 


HHB 


hex heod brass 


thk 


thick 


HHS 


hex head steel 


THS 


truss head steel 


HSB 


hex socket brass 


tub 


tubulor 


HSS 


hex socket steel 


var 


variable 


ID 


inside diameter 


w 


wide or width 


incd 


incandescent 


WW 


wire-wound 




PARTS ORDERING INFORMATION 

Replocement ports ore ovoilobht from or through your locol Tektronix. Inc F*eld 
Office or representative 

Chonges to Tektronix instruments ore sometimes mode to occommodote improved 
components os they become avoiloble. and to give you the benefit of the latest circuit 
improvements developed in our engineering deportment It is therefore important, when 
ordering ports, to include the following mformotion in your order Port number, instrument 
type or number, send or model number, ond modification number if applicable 

If a port you hove ordered hot. been replaced with o new or improved port, your 
locol Tektronix. Inc Field Office or representative will contact you concerning ony change 
in port number. 

SPECIAL NOTES AND SYMBOLS 

Port first added ot this serial number 
Port removed otter this st'iol number 

Asterisk preceding Tektronix Port Number indicates manufactured by 
or for Tektronix Inc., or reworked or checked components. 

Pori number indicated is direct replacement. 

Screwdriver odiustmenr. 

Control, odfusiment or connector 



>000 

00X 

• 000 - 0000-00 
Use 000-0000-00 
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SECTION 7 

ELECTRICAL PARTS UST 

Voluei are fixed unless marked Variable. 



Ckt. No. 


Tektronix 
Port No. 


Description 


S/N Range 






Bulbs 




B12 


150-0035-00 


Neon, AID 




B112 


150-0035-00 


Neon, AID 




B725 


150-0044-00 


Incandescent #33o 


100-7189 


B725 


150-0059-00 


Incandescent #38d 


7190-up 


B726 


150-0044-00 


Incandescent #33* 


100-7189 


B726 


150-0059-00 


Incandescent #38* 


7190-up 


B728 


1 50-0035-00 


Neon, AID 


POWER 


B741 


150-0035-00 


Neon, AID 


UNCAL CH l (Volts/Div) 


B743 


150-003500 


Neon. AID 


UNCAl CH 2 (Volts/Div) 


B745 


150-003500 


Neon. AID 


UNCAL (Time/Drv) 


B820 


150-003500 


Neon, AID 




BB46 


150-0035-00 


Neon, AID 





Capacitor* 

Tolerances it 20% unless otherwise indicated. 



Cl 


*285-067200 


O.lpF 


MT 




600V 


+5%-l5% 




C3B 


281-009900 


1 3-5.4 pF 


Air 


Vor 








ac 


281-010200 


17-11 pF 


Air 


Vor 








C3D 


281-057200 


6.8 pF 


Cer 




500V 


±0.5 pF 




C4B 


281-0102-00 


17-11 pF 


Air 


Vor 








C4C 


281-0102-00 


17-11 pF 


Air 


Var 








C5A 


281-050100 


4 7 pf 


Cer 




500V 


±1 pF 




C5B 


281-0102-00 


17-11 pF 


Air 


Vor 






C5C 


281009900 


1 3-5.4 pF 


Air 


Vor 








C5E 


281 050900 


15pf 


Cer 




500V 


10% 




C6A 


281-054400 


5.6 pF 


Cer 




500V 


10% 




C66 


281-0102-00 


17-11 pF 


Air 


Vor 








C6C 


281-009900 


1. 3-5.4 P F 


Air 


Var 








C6E 


283-0606-00 


250 pF 


Mico 




500V 


10% 




CIO' 


281-0529-00 


1.5 pF 


(nominal value) 


Selected 






X200079 


cn 


283-006800 


0.01 


Cer 




500V 


10% 




C12 


281-010200 


17-11 pF 


Air 


Var 






100-759 


C12 


281-009900 


1 3-5.4 pF 


Air 


Var 






760-up 


CI3 


2900188-00 


0.1 pF 


EMT 




35V 


1% 




C15 


283-007800 


0.001 fit 


Cer 




500V 






C22 


290-024600 


33 ,.F 


EMT 




15V 


10% 


100-1549 


C22 


290-0247-00 


5-6 *F 


EMT 




6 V 


10% 


1550-up 


C30 


281-0511-00 


22 pF 


Cer 




500V 


10% 




C41 


283-008100 


0.1 #tF 


Cer 




25V 






C54 


283-011300 


56 pF 


Cer 




500V 


1% 




C60 


290-0267-00 


1 wF 


EMT 




35V 





'Added if necessary. 

Q) 
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Cb. No. 


Tektronix 
Port No. 




Capocitors (Conf) 
Description 






C63 


283 0078-00 


0.001 pF 


Cer 




500V 




C73 


283 0078-00 


0.001 pF 


Cer 




500V 




C78 


281 0512-00 


27 P F 


Cer 




500 V 


10% 


C84 


283 0068-00 


0.01 pF 


Cer 




500 V 




C94 


283 0068-00 


0.01 pF 


Cer 




500 V 




C98 


290-0246-00 


3 JpF 


EMT 




15 V 


10% 


C99 


290-0187-00 


4.7 pF 


EMT 




35 V 




C101 


*2850672-00 


0.1 pF 


MT 




600V 


+5%-15% 


C103B 


281-0099-00 


1.3-5 4 pF 


Air 


Vor 






C103C 


281-0102-00 


1.7-11 pF 


Air 


Vor 






Cl 030 


281-0572-00 


6.8 pF 


Cer 




500V 


“*■0.5 pF 


C104B 


281-0102 00 


17-11 pF 


Air 


Vor 






C104C 


281-0102-00 


1.7-11 pF 


Air 


Vor 






C105A 


281-0501 -00 


4.7 pF 


Cer 




500V 


“*■1 pF 


C1058 


281-0102-00 


1.7-11 pF 


Air 


Vor 






C105C 


281-0099 00 


1.3-5 4 pF 


Air 


Vor 






C105E 


281-0509-00 


15 pF 


Cer 




500 V 


10% 


C106A 


281-0544-00 


5.6 pF 


Cer 




500V 


10% 


Cl 068 


281-0102-00 


17-11 pF 


Air 


Var 






C106C 


281-0099 00 


1.3-54 pF 


Air 


Var 






C106E 


283-0606-00 


250 pF 


Mica 




500V 


10% 


cno- 


281-0529-00 


1.5pF 


| nominal volue) 


Selected 






cm 


283-0068-00 


0.01 pF 


Cer 




500 V 




012 


281-0102-00 


17-11 pF 


Air 


Vor 






012 


281 009900 


1 3-5.4 pF 


Air 


Vor 






013 


289 0188 00 


0.1 pF 


EMT 




35 V 


10% 


014 


281 0093 00 


5 .5 -18 pF 


Cer 


Var 






015 


283-0078-00 


0.001 pF 


Cer 




500V 




022 


290-0134-00 


22 pF 


EMT 




15V 




022 


290-0114-00 


47 pF 


EMC 




6 V 




026 


290-0246-00 


33 pF 


EMT 




15V 


10% 


041 


283 0081-00 


0.1 pF 


Cer 




25 V 




051 


290-0138-00 


330 pF 


EMT 




6 V 




060 


290-0267-00 


IpF 


EMT 




35 V 




063 


283 0078-00 


0.001 pF 


Cer 




500V 




073 


283-0078-00 


0.001 pF 


Cer 




500V 




084 


283-0068 00 


0.01 pF 


Cer 




500V 




093 


281-0529-00 


1.5 P F 


Cer 




500V 


-*■075 pF 


094 


283-0068-00 


0.01 pF 


Cer 




500V 




099 


290-0134 00 


22 pF 


EMT 




15V 




C217 


281 0077-00 


1 -3-5.4 pF 


Air 


Vor 






C227 


281 -0504-00 


10 pF 


Cer 




500V 


10% 


C227 


281-0503-00 


8 pF 


Cer 




500V 


-*-0.5 pF 


C228 


281-0504-00 


lOpF 


Cer 




500V 


10% 


C228 


281 -0505-00 


12 P F 


Cer 




500 V 


10% 


C235 


281 -0544-00 


56 pF 


Cer 




500V 


10% 


C235 


281-0503-00 


8 pF 


Cer 




500V 


±05 pf 



-Added if necessary. 

7-2 



S/N Range 



100-759 

760-up 



100-490 
491 -up 



XI 2347-up 



100-2709 
2710-up 
100-2709 
2710-up 
100-2709 
2710- up 






Electrical Parts List-Type 422/M22 (SN 100-19,999) 



Capocltors (ConfJ 



Tektroni* 



a». No 


Port No. 




Description 








S/N Range 


C237 


281-0078-00 


M-7 3pF 


Air 


Vor 








C238 


281-0544-00 


5.6 pF 


Cer 




500V 


10% 


100-539 


C238 


2814534 00 


33 pF 


Ccr 




500V 


±0.25 pF 


540-2709X 


C239 


281-0511-00 


22 pF 


Cer 




500V 


10% 




C242 


281-0542-00 


18 pF 


Cer 




500V 


10% 


100-759 


C242 


281-059200 


4 7 pF 


Cer 






±0.5 pF 


760-up 


C247 


2830068-00 


0.01 ftp 


Cer 




500V 




100-12346X 


C252 


281054200 


18 pF 


Cer 




500V 


10% 


100-759 


052 


2810592 00 


47 pF 


Cer 






±0.5 pF 


760-up 


054 


283006800 


0.01 ftP 


Cer 




500V 






057 


2830068-00 


0.01 ftP 


Cer 




500V 






061 


281 0525-00 


470 pF 


Cer 




500V 






C266 


2810518 00 


47 pF 


Cer 




500V 






067 


2850598 00 


0.01 ,«F 


PTM 




100 V 


5% 




C269 


283 0080 00 


0.022 ftp 


Cer 




25 V 




076 


2810518 00 


47 P F 


Cer 




500V 






079 


2830080 00 


0022 ftP 


Cer 




25 V 






099 


283-0081-00 


0.1 *F 


Cer 




25V 






C302 


2810077-00 


1 -3-5.4 pF 


Air 


Var 








C305 


283-0599-00 


98 pF 


Mica 




500V 


5% 




C306 


•2850610-00 


0.1 *F 


MT 




600V 


10% 




aoe 


281 053600 


0.001 fiP 


Cer 




500V 


10% 




ao9 


283005900 


»mF 


Cer 




25 V 






C325 


283006800 


001 ftF 


Cer 




500V 






032 


281 -0632-00 


35 pF 


Cer 




500V 


1% 




033 


281063200 


35 pF 


Cer 




500V 


1% 




044 


290 026100 


6 8 /iF 


EMT 




35V 




045 


290 024600 


33 ,tP 


EMT 




15V 


10% 




046 


290-026300 


27 *F 


EMT 




15V 






053 


2810064-00 


0.25-1 5 pF 


Tub. 


Vor 








056 


283006800 


0.01 ftp 


Cer 




500V 






064 


283006800 


0.01 /xP 


Cer 




500 V 






077 


2810523 00 


100 pF 


Cer 




350 V 






079 


290026700 


1/iF 


EMT 




35 V 






C401 


281 0536-00 


0001 mF 


Cer 




500V 


10% 




C405 


281054600 


330 pF 


Cer 




500V 


10% 




C418 


2810504-00 


10 pF 


Cer 




500V 


10% 




C425 


281051300 


27 pF 


Cer 




500V 






C428 


2830068 00 


001 ftP 


Cer 




500V 






C432 


283-001000 


0.05 pF 


Cer 




50V 






C440A 


281-001200 


7-45 pF 


Cer 


Vor 








C440B 


285 0006 00 


68 pF 


Glcm 




500V 


5% 




C440C 1 




0001 ftP 












C440D 

C440E 


•295-0079 00 


0.01 fif 

0.1 fiP 


Timing Capacitor 








C440F J 




1 M F 













CDf 7-3 



0*rtric*l PirU Iht— Type 4Z2/R422 (SN 10019,999) 



Copociton (Cont) 



Tektronix 



Ckt. No. 


Port No. 




Description 








S/N Range 


C440H 


2830068 00 


0 01 pF 


Cer 




500V 






C440T 


281-0516-00 


39 pF 


Cer 




500V 


10% 




C444 


283-0068 00 


0.01 m f 


Cer 




500V 






C471 


281-0620-00 


21 pF 


Cer 




500V 


1% 




C474 


283-0068-00 


0.01 *F 


Cer 




500V 




C477 


281-0630-00 


390 pf 


Cer 




500V 


5% 




C498 


290-0267-00 


1/4F 


EMT 




35 V 






C499 


290-0267-00 


1 M F 


EMT 




35V 






C511 


281-0076-00 


1 .2-3.5 pF 


Air 


Var 








C514 


283-0068-00 


0.01 fiF 


Cer 




500V 






C527 


281 -0064-00 


0.25-1.5 pF 


Tub 


Vor 








C528 


281 -0538-00 


lpF 


Cer 




500V 






C531 


290-0246-00 


3.3 /iF 


EMT 




15V 


10% 


100-157 


C531 


290-0134-00 


22 /iF 


EMT 




15V 




158-up 


C537 


281-0092-00 


9-35 pf 


Cer 


Vor 






C546 


281-0512-00 


27 pF 


Cer 




500V 


10% 




CS49 


283-000000 


0001 m F 


Cer 




500V 






C556 


2810546-00 


330 pF 


Cer 




500V 


10% 


100-2599 


C556 


283060400 


304 pF 


Cer 




300 V 


2% 


2600-up 


C559 


283-0000 00 


0001 /iF 


Cer 




500V 






C569 


290016700 


10 pF 


EMT 




15V 






ais 


290025500 


20 /iF 


EMT 




50V 


+75%-10% 




C718 


283-006800 


0.01 pF 


Cer 




500V 






a2i 


290018800 


0.1 pF 


EMT 




35 V 


10% 




a23 


290026700 


ImF 


EMT 




35 V 






077 


290 026700 


1 M F 


EMT 




35V 






C735 


283-0068 00 


0.01 /iF 


Cer 




500 V 




X8761-up 


C736 


283006800 


0.01 /xF 


Cer 




500V 






C737 


283006800 


0.01 /iF 


Cer 




500V 






C739 


290018800 


0.1 /iF 


EMT 




35V 


10% 




041 


283006800 


0.01 /iF 


Cer 




500V 






043 


2830068-00 


0.01 of 


Cer 




500 V 






062 


290026700 


1/xF 


EMT 




35 V 






065 


285059800 


0.01 /iF 


PTM 




100V 


5% 




069 


290013600 


72 /iF 


EMT 




20V 






075 


285-059800 


0.01 /iF 


PTM 




100V 


5% 




C810 


283010500 


0.01 /iF 


Cer 




2000 V 






C811 


283010500 


0.01 /iF 


Cer 




2000 V 






C812 


283010500 


0.01 /iF 


Cer 




2000 V 






C8J3 


283010500 


0.01 /iF 


Cer 




2000V 






C814 


283010500 


0.01 /iF 


Cer 




2000V 






C815 


283010500 


0.01 /iF 


Cer 




2000V 






C815 


283010500 


0.01 /iF 


Cer 




2000V 






C820 


2830105-00 


0.01 /iF 


Cer 




2000 V 






C821 


•283011200 


0.01 /tF 


Cer 




2000 V 






C82? 


•283011200 


0.01 »F 


Cer 




2000V 







<D* 
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Electrical Parts List-Type 422/R422 (SW 100-19,99$) 



Capocitora (Conf) 



Tektronix 



Of. No 


Part No 




Description 




S/N Range 


C823 


•283-0112-00 


QjO\ /if 


Cer 


2000V 




C828 


283-0105-00 


OOl/if 


Cer 


2000V 




C829 


290-0117-00 


50 /«F 


EMT 


50V 


+75%-10% 


C839 


283 0008 00 


0.1 pF 


Cer 


500 V 




C841 


283-0068 00 


0.01 /if 


Cer 


500V 




C843 


283-0068-00 


0.01 /if 


Cer 


500V 




C846 


283-0105-00 


0.01 fit 


Cer 


2000V 




C848 


283-0105-00 


0.01 /.F 


Cer 


2000V 




C849 


290-0248-00 


150 /if 


EMT 


15V 


100-157 


C849 


290-0248-01 


150 /x F 


EMT 


15V 


158-up 


C861 


283 0068 00 


0.01 /iF 


Cer 


500V 




C865 


283-0068 00 


0.01 pF 


Cer 


500V 





D14 


•152-018500 


Silicon 


Diode* 

Replaceable by 1N4152 




D15 


•152-0185-00 


Silicon 


Replaceable by 1N4152 




D16 


•1 52-01 85-00 


Silicon 


Replaceable by 1N4152 




D17 


•152-0185-00 


Silicon 


Replaceable by 1N4152 




D2I 


152-0195 00 


Zener 


1N751A 0.4 W, 5.1 V, 5% 




D22 


•152-0185-00 


Silicon 


Replaceable by 1N4152 




D41 


152-0166-00 


Zener 


1N753A 0.4 W, 6.2 V, 5% 




D78 


1 52-01 66-00 


Zener 


1N753A 0.4 W. 6.2 V. 5% 




D114 


•152-0185-00 


Silicon 


Replaceable by 1N4152 




D115 


•152-0185 00 


Silicon 


Replaceable by 1N4152 




D116 


•152-01 85-00 


Silicon 


Replaceable by 1N4152 




DI17 


•152-018500 


Silicon 


Replaceable by 1N4I52 




D121 


152-019500 


Zener 


1N751A 0.4 W. 5.1 V, 5% 


100-1289 


D121 


152-0226-00 


Zener 


1N751A 0.4 W, 5.1 V, 5% 


1290-up 


D122 


•152-0185 00 


Silicon 


Replaceable by 1N4152 




D141 


1 52-01 66-00 


Zener 


IN753A 0.4 W, 6.2 V, 5% 


100-1289 


0141 


152-0227-00 


Zener 


1N753A 0.4 W. 6.2 V. 5% 


1290-up 


0201 


•152-018500 


Silicon 


Replaceable by 1N4152 


100-3079 


D201 


•152-0233-00 


Silicon 


Tek Spec 


3080-up 


D202 


•1 52-0075-00 


Germanium 


Tek Spec 




D203 


•152-007500 


Germanium 


Tek Spec 




D204 


•1520185-00 


Silicon 


Replaceable by 1N4I52 


100-3079 


D204 


•152023300 


Silicon 


Tek Spec 


3000-up 


0205 


•152018500 


Silicon 


Reploceoble by 1N4152 


100-3079 


D205 


•152-0233 00 


Silicon 


Tek Spec 


3080-up 


D206 


•152007500 


Germanium 


Tek Spec 




D207 


•152-0075 00 


Germanium 


Tek Spec 




D208 


•152 018500 


Silicon 


Reploceoble by 1N4152 


100-3079 


0208 


•152-023300 


Silicon 


Tek Spec 


3080-up 


D210 


•152018500 


Sificnn 


Replaceable by 1N4152 





Electrical Parts List-Type 422/1422 (SN 100-19,999) 



Diodes fConfJ 



Tektronix 



Ckt. No. 


Part No. 




Description 


S/N Ronge 


D211 


•152-0185-00 


Silicon 


Replaceable by 1N4152 




D213 


•152-0185-00 


Silicon 


Replaceable by 1N4152 




D214 


•152-0185-00 


Silicon 


Replaceable by 1N4152 




D264 


•152-0185-00 


Silicon 


Replaceable by 1N4152 




D274 


•152-0185-00 


Silicon 


Replaceable by 1N4152 




D281 


•152-0185-00 


Silicon 


Replaceable by 1N4152 




D282 


•152-0185-00 


Silicon 


Replaceable by 1N4152 




D318 


•152-0185-00 


Silicon 


Replaceable by 1N4152 




D319 


•152-0185-00 


Silicon 


Replaceable by 1N4152 




D325 


152-0076-00 


Zener 


1N4372 0.4 W, 3 V, 10% 


100-12819 


D325 


152 0278-00 


Zener 


IN4372A 0.4 W, 3 V, 5% 


12820-up 


D33I 


152-0)41-00 


Silicon 


1N4152 


100-13869 


D33I 


152-0)41-02 


Silicon 


1N4152 


13870- up 


D332 


•1520075 00 


Germanium 


Tek Spec 




D333 


•152 0075-00 


Germanium 


Tek Spec 




D334 


1520)41-00 


Silicon 


1N4152 


100-13869 


D334 


1520141-02 


Silicon 


1N4I52 


13870-up 


D343 


•1520)85-00 


Silicon 


Replaceable by 1N4152 




D363 


1520)41-00 


Silicon 


IN4152 


100 13869 


D363 


1520)4102 


Silicon 


1N4152 


13870- up 


D364 


152016600 


Zener 


IN753A 0.4 W. 6.2 V, 5% 




D375 


1520182-00 


Tunnel 


1N3719 10 mA, 2.5% 




D40) 


•152018500 


Silicon 


Replaceable by 1N4152 


100-3079 


D40) 


•152023300 


Silicon 


Tek Spec 


3080-up 


D403 


•152018500 


Silicon 


Replaceable by 1N4152 




0404 


•152018500 


Silicon 


Replaceable by 1N4152 




0405 


152008100 


Tunnel 


1N3714 2.2 mA. 10% 




0430 


•1520185-00 


Silicon 


Replaceable by 1N4152 


100-3079 


0430 


•1520233-00 


Silicon 


Tek Spec 


3030-up 


0435 


•1520185-00 


Silicon 


Replaceable by 1N4152 


100-3079 


0435 


•1520233-00 


Silicon 


Tek Spec 


3000-up 


0436 


•1520185-00 


Silicon 


Replaceable by 1N4152 


100-3079 


0436 


•152023300 


Silicon 


Tek Spec 


3080-up 


0438 


•152018500 


Silicon 


Replaceable by 1N4152 




0439 


•152017300 


Silicon 


Replaceable by 1N4152 


100-3070 


0439 


•152024900 


Silicon 


Assembly 


3080-up 


0455 


152018100 


Tunnel 


1N3713 1 mA. 2.5% 




D474 


1520166-00 


Zener 


1N753A 0.4 W, 62 V. 5% 




0476 


•1520185-00 


Silicon 


Replaceable by 1N4152 




0479 


•1520185-00 


Silicon 


Replaceable by 1N4152 


100-3079 


0479 


•152023300 


Silicon 


Tek Spec 


3080-up 


D512 


•1520185-00 


Silicon 


Replaceable by 1N4152 




05)3 


•152018500 


Silicon 


Replaceable by 1N4152 




0524 


•152023300 


Silicon 


Tek Spec 


XI 055- up 


0549 


1520031-00 


Zener 


1N718A 0.25 W, 15V. 5% 


100-12819 


0549 


1520243-00 


Zener 


1N9658 0.4 W, 15 V, 5% 


12820-up 


0559 


1520031-00 


Zener 


1N718A 0.25 W. 15 V. 5% 


100-12819 


D559 


152-0243-00 


Zener 


1N9658 0.4 W, 15 V, 5% 


12820-up 


D713 


152016600 


Zener 


IN753A 0.4 W, 62 V, 5% 


100-1289 


0713 


152022700 


Zener 


1N753A 0.4 W, 6.2 V, 5% 


1 290- up 


D714 


152016600 


Zener 


1N753A 0.4 W, 6.2 V. 5% 





Electrical Parts lirt-Tjpt 422/R422 (SM 100-19J9S) 



DImIm fConfj 



Tektronix 



Ckt. No. 


Port No. 




Description 


S/N Range 


0779 


152-021 5-00 


Zener 


1N3041B 1 W, 75 V. 5% 




D735 


•152-0185-00 


Silicon 


Replaceable by 1N4152 


100-3079 


D735 


•152-0233-00 


Silicon 


Tek Spec 


3080-up 


D739 


152-0166-00 


Zener 


1N753A 0.4 W. 6.2 V. 5*4 




0760 


•152-0185-00 


Silicon 


Replaceable by 1N4152 




076 1 


•152-0185-00 


Silicon 


Replaceable by 1N4152 




D 762 


•152-0185-00 


Silicon 


Replaceable by 1N4152 




0769 


*152-0185-00 


Silicon 


Replaceable by 1N4152 




0770 


•152-0185-00 


Silicon 


Replaceable by 1N4J52 




0773 


•152-0185-00 


Silicon 


Replaceable by 1N4152 




0779 


•152-0185-00 


Silicon 


Replaceable by 1N4152 


100-3079 


D779 


•152-0233-00 


Silicon 


Tek Spec 


3080- up 


D810 


152-0170 00 


Silicon 


1N4441 




D81 1 


152-0170-00 


Silicon 


1N4441 




D812 


152-0170-00 


Silicon 


1N4441 




D8J3 


152-0170-00 


Silicon 


1N4441 




D8U 


152-0170-00 


Silicon 


IN4441 




D815 


152-0170-00 


Silicon 


1N4441 




D816 


152-0170-00 


Silicon 


1N4441 




D821 


152-0170 00 


Silicon 


1N4441 




D822 


152-0170-00 


Silicon 


1N4441 




D823 


152-0170-00 


Silicon 


1N444) 




D839 


152-0255-00 


Zener 


0.4 W, 51 V, 5% 


X 4330- up 


0641 


152-0167-00 


Zener 


1N976A 0.4 W. 43 V, 20% 


100-1059 


D841 


152-0234-00 


Zene' 


1N976A 0.4 W. 43 V, 10% 


1060-12819 


0641 


152-0283-00 


Zener 


1N976B 0.4 W, 43 V. 5% 


12820-up 


D849 


•153-0007-00 


Silicon 


400 V, 0.75 A. checked 


100-157 


0849 


152-0179-00 


Silicon 


UTR02 (Unitrode) 


158-4329 


D849A. B. C D 


152-0260-00 


Silicon 


Assembly UBR261 


4330-up 


D864 


•152-0185-00 


Silicon 


Replaceable by 1N4152 




0865 


•152-0185-00 


Silicon 


Replaceable by 1N4I52 


100-3079 


D865 


•152-0233-00 


Silicon 


Tek Spec 


3080- up 


0866 


•152-0185-00 


Silicon 


Replaceable by 1N4152 




0867 


•152-0185-00 


Silicon 


Replaceable by 1N4152 










Inductors 




11 


276-0541-00 


Core, Ferrite 






130 


•108-0170-00 


0.5 jtH 






141 


276-0532-00 


Core. Shield Beod 




100-5699 


14! 


276-0507-00 


Core, Ferromic Suppressor 


5700-up 


163 


276-0532-00 


Core, Shield Beod 




100-5699 


163 


276-0507-00 


Core. Ferromic Suppressor 


5700-up 


L73 


276-0532-00 


Core, Shield Bead 




100-5699 


L73 


276-0507-00 


Core, Ferromic Suppressor 


5700- up 


L101 


276-0541-00 


Core, Ferrite 






1141 


2760532-00 


Core. Shield Bead 




100-5699 


LI 41 


276050700 


Core, Ferromic Suppressor 


5700- up 


LI63 


276053200 


Core, Shield Bead 




100-5699 


U63 


276050700 


Core, Ferromic Suppressor 


5700-up 


L173 


276053200 


Core. Shield Bead 




100-5699 


L173 


276050700 


Core. Ferromic Suppressor 


5700- up 


1240 


•1190037-00 


Delay Line Assembly 


100-2709 




Electrical Parts List-Type 422/1422 ($ N 100-19399) 

Inductor* fConfj 

Tektronix 

Qt- No. Port No. Description 




S/N Range 


L240 


•119-0037-01 


Dekjy Line Assembly 




2710- up 


L245 


•114-0181-00 


10-20 nH Vor 


Core 276-0506-00 




L255 


•114-0180-00 


10-20 m H Vor 


Core 276-0506-00 




L377 


•120-0379-00 


Toroid, 2 turns, single 






1423 


276-0532-00 


Core, Shield Beod 






U45 


276-0543-00 


Core, Ferrite 






L535 


276-0507-00 


Core, Ferro mi c Suppressor 






1546 


276-0532-00 


Core, Shield Bead 




X12374-up 


L856 


•108-0350-00 


Coil, Y Axis Alignment 




XI 890-up 


L859 


•108-0320-00 


Troce Rotation 




100-12349 


L859 


•108-0320-01 


Trace Rotation 




12350-up 









Trantiston 




024 


•151-0106-00 


Silicon 


Replaceable by 2N2501 




034 


•151-0108-00 


Silicon 


Replaceable by 2N2501 




044 


•151-0133-00 


Silicon 


Selected from 2N3251 




053 


•151-0108 00 


Silicon 


Replaceable by 2N2501 




064 


•151-0108-00 


SiH con 


Replaceable by 2N2501 




074 


•151 -0108-00 


Silicon 


Replaceable by 2N2501 




084 


•151-0106-00 


Silicon 


Replaceable by 2N2501 




094 


•151-01 08-00 


Silicon 


Replaceable by 2N2501 




Q124 


•151-0108 00 


Silicon 


Replaceable by 2N2501 




0134 


•151-0108-00 


Silicon 


Replaceable by 2N2501 




0144 


•151-0133-00 


Silicon 


Selected from 2N3251 




Q154 


•151-0133-00 


Silicon 


Selected from 2N32S1 




0164 


•151-0108-00 


Silicon 


Replaceable by 2N2501 




0174 


•151-0106-00 


Silicon 


Replaceable by 2N2501 




0184 


•151-0108-00 


Silicon 


Replaceable by 2N2501 




0194 


•152-0108-00 


Silicon 


Replaceable by 2N3251 




0224 


•151-0127-00 


Silicon 


Selected from 2N2369 




0234 


•151 -0127-00 


Silicon 


Selected from 2N2369 




0244 


•151-0121-00 


Silicon 


Selected from 2N3118 




0254 


•151-0121-00 


Silicon 


Selected from 2N3118 




0264 


•151-0108-00 


Silicon 


Replaceable by 2N2501 




0265 


•151-0087-00 


Silicon 


Replaceable by 2N1131 




0275 


•151 -0087-00 


Silicon 


Replaceable by 2N1131 




0283 


•151-0087-00 


Silicon 


Replaceable by 2N1131 




0294 


•151*0108-00 


Silicon 


Replaceable by 2N2501 




0323 


•151-0133-00 


Silicon 


Selected from 2N3251 




0324 


•151-0108 00 


Silicon 


Reploceoble by 2N2501 




0343 


•151-0108-00 


Silicon 


Replaceable by 2N2501 




Q364 


•151-0)06-00 


Silicon 


Reploceoble by 2N2501 




0414 


•151-0108 00 


Silicon 


Reploceoble by 2N2S01 




0424 


•151-0133-00 


Silicon 


Selected from 2N3251 




0429 


151-0157-00 


Silicon 


RCA 40232 




0434 


•151-0133-00 


Silicon 


Selected from 2N3251 




0441 


•151-0103-00 


Silicon 


Reploceoble by 2N2219 




0464 

7-6 


•151 -01 08-00 


Silicon 


Reploceoble by 2N2501 





Electrical Parts lirt-Typt 422/M22 (SN 100 19.999) 



Transition fConfJ 



Tektronix 



Ckt. No. 


Port No. 




Description 






S/N Range 


0473 


•151-0133-00 


Silicon 


Selected from 2N3251 








Q513 


•151-0126-00 


Silicon 


Replaceable by 2N2484 








Q524 


•151-0133-00 


Silicon 


Selected from 2N3251 








0543 


•151-0133-00 


Silicon 


Selected from 2N3251 








0544 


•151-0124-00 


Silicon 


Selected from 2N3119 








0554 


•151-0124-00 


Silicon 


Selected from 2N3119 








Q714 


151-0157-00 


Silicon 


RCA 40232 








Q717 


•151-0136-00 


Silicon 


Replaceable by 2N3053 








0734 


•151-0136-00 


Silicon 


Replaceable by 2N3053 








0737 


•151-0134-00 


Silicon 


Replaceable by 2N2905 






100-8760 


0737 


151-0208-00 


Silicon 


2N4036 






8761 -up 


0765 


•151-0087-00 


Silicon 


Replaceable by 2N1131 








0775 


•151-0087-00 


Silicon 


Replaceable by 2N1131 








0863 


•151-0103 00 


Silicon 


Replaceable by 2N2219 








Q864 


•151-0121-00 


Silicon 


Selected from 2N311B 














Resistors 








Resistors ore fixed, 


composition, ± 


10% unless otherwise indicated. 








R3C 


322-0610-00 


500 kfl 


'AW 


Prec 


1 % 


100-5699 


R3C 


322-0610-01 


500k 


'AW 


Prec 


'AX 


5700-up 


R3E 


322-0481-00 


1 Mfl 


'AW 


Prec 


1% 


100-5699 


R3E 


322-0481-01 


1 MO 


'AW 


Prec 


y.% 


5700-up 


R4C 


322-0469-00 


750 kfl 


'AW 


Prec 


1% 


100-5699 


R4C 


322-0469-01 


750 kfl 


'Aw 


Prec 


'AX 


5700-up 


R4E 


321-0628-00 


333 kfl 


'A w 


Prec 


1% 


100-5699 


R4E 


321-0628-01 


333 kfl 


V« W 


Prec 


'AX 


5700-up 


R5C 


322-0621-00 


900 kfl 


'AW 


Prec 


1% 


100-5699 


R5C 


322-0621-01 


900 kfl 


'AW 


Prec 


'AX 


5700-up 


R5E 


321-0617-00 


111 kfl 


'A w 


Prec 


1% 


100-5699 


R5E 


321-1389-01 


111 kfl 


V.w 


Prec 


'AX 


5700- up 


R6C 


322-0624-00 


990 kfl 


'AW 


Prec 


1% 


100-5699 


R6C 


322-0624-01 


990 kfl 


'AW 


Prec 


'AX 


5700- up 


R6E 


321-0614-00 


10.1 kfl 


V.w 


Prec 


1% 


100-5699 


R6E 


321-1289-01 


10.1 kfl 


%w 


Prec 


'AX 


5700- up 


R9 


315-0470-00 


47 Q 


'Aw 




5% 




RIO 


322-0481 -00 


1 Mfl 


'AW 


Prec 


1% 


100-5699 


RIO 


322-0481-0! 


1 Mfl 


'AW 


Prec 


AX 


5700-up 


RN 


315-0105-00 


1 Mfl 


'AW 




5% 




RI2 


315-0101-00 


lOOfl 


'AW 




5% 




R13 


315-0101-00 


lOOfl 


'AW 




5% 




RY4 


321-0149-00 


348 fl 


V.w 


Prec 


1% 




RI5 


321 -0345-00 


38.3 kfl 


%w 


Prec 


1% 




R20 


315-0102-00 


1 kfl 


'AW 




5% 




R21 


311-0328-00 


1 kfl 


Var 








R22 


321-0205-00 


133 kfl 


Vi W 


Prec 


1% 




R24 


321-0198-00 


1.13 kfl 


%w 


Prec 


IX 




R30 


321-0107-00 


127 fl 


'AW 


Prec 


1% 




R32 


321-0148-00 


340 fl 


'AW 


Prec 


1% 




R34 


321-0182-00 


768 Q 


A w 


Prec 


1% 




R35 


311-0461-00 


250 fl 


Vor 








R39 


321-0165-00 


511 fl 


'A w 


Prec 


1% 




R41 


315-0102-00 


lkfl 


'AW 




5% 





Bedriul ruts List— Type 422/1422 (SN 100-19399) 



Resistor* fConfJ 



Tektronhi 



ar. No 


Part No. 












S/N Range 


R44 


322-0170-00 


576 0 


v.w 




Prec 


1% 




R51 


315-0221-00 


220 0 


V. w 






5% 




R53 


315 0182 00 


1.8 ko 


7 4 w 






5% 




R54 


321 0273-00 


6.81 kO 


y.w 




Prec 


1% 




R5 6 


321-0333 00 


28.7 kO 


’/• W 




Prec 


1% 




R59 


315-0101 00 


1000 


7. w 






5% 




R60 


311-0545-00 


2 x 1 kO 




Vor 








R61 


321-0183-00 


787 0 


v.w 




Prec 


1% 




R62 


321-0121-00 


1780 


Vi W 




Prec 


1% 




R64 


321-0150-00 


3570 


V.W 




Prec 


1% 




R65 


315 -0622 00 


6.2 kO 


y 4 w 






5% 




R74 


321 -0151 00 


365 0 


% w 




Prec 


1% 




R75 


315-0432-00 


4.3 kO 


’A w 






5% 




R 77 


321-0167 00 


5360 


7a W 




Prec 


1% 




R78 


321-0148-00 


340 0 


Vi W 




Prec 


1% 




R79 


315 0431 00 


430 0 


7. W 






5% 




R80 


311-0169 00 


1000 




Vor 








R81 


315 0101-00 


100 O 


’Aw 






5% 




R83 


321 -0069 OD 


51.1 O 


V. w 




Prec 


1% 




R84 


321 -0145 00 


3160 


’/• w 




Prec 


i% 




R90' 


311-0385-00 


250 0 




Vor 






100-11369 


R90 


311-0385-01 


250 0 




Vor 






1 1 370-up 


R91 


315-0102-00 


1 kO 


’Aw 






5% 




R94 


321-0145 00 


3160 


V.w 




Prec 


1% 




R98 


3 1 5-0330-00 


330 


’AW 






5% 




R99 


307-0104-00 


3 30 


*A w 






5% 




R103C 


322-0610-00 


500 kO 


V.w 




Prec 


i% 


100-5699 


RI03C 


322-0610-01 


500 kO 


•AW 




Prec 


Va% 


5700- up 


R103E 


322-0481-00 


1 MO 


•AW 




Prec 


1% 


100-5699 


R103E 


322-0481-01 


1 MO 


’AW 




Prec 


y.% 


5700- up 


R104C 


322-0469-00 


750 kO 


’AW 




Prec 


1% 


100-5699 


R104C 


322-0469-01 


750 kO 


V.w 




Prec 


•/,% 


5700-up 


R104E 


321-0628 00 


333 kO 


Vi W 




Prec 


1% 


100-5699 


R104E 


321-0628-01 


333 kO 


V.w 




Prec 


y,% 


5700-up 


R105C 


322-0621-00 


900 kO 


’AW 




Prec 


i% 


100-5699 


R105C 


322-0621-0! 


900 kO 


V.w 




Prec 


%% 


5700-up 


R105E 


321-0617 00 


111 kO 


V.w 




Prec 




100-5699 


R105E 


321-1389-01 


111 ko 


V.w 




Prec 


*/»% 


5700-up 


R106C 


322 0624-00 


990 kO 


’AW 




Prec 


i% 


100-5699 


R106C 


322-0624-01 


990 kQ 


•Aw 




Prec 


V»% 


5700-up 


R106E 


321-0614-00 


10.1 kO 


Vi W 




Prec 


1% 


100-5699 


R1Q6E 


321-1289-01 


10.1 ko 


’/• W 




Prec 


Vi% 


5700- up 


R109 


315-0470-00 


470 


’AW 






5% 




R110 


322-0481-00 


1 MO 


•AW 




Prec 


1% 


100-5699 


R110 


322-0481 -01 


1 MO 


V.w 




Prec 


v»% 


5700-up 


Rill 


315-0105-00 


1 MO 


V.w 






5% 




R112 


315-0101-00 


100O 


V-W 






5% 




R113 


315-0101-00 


100 0 


y 4 w 






5 X 




R1I5 


321-0345-00 


38.3 kO 


V.w 




Prec 


1% 




R117 


321-0149-00 


348 0 


V.w 




Prec 


1% 




R120 


315 0302-00 


3 kO 


V.w 






5% 





^Furnished o» a unit with SW741. 



Electrical Parts List-Type 422/R422 (SN 100^19.999) 



Resistors (ContJ 



Tektronix 



Clef. No. 


Port No. 




Description 








S/N Range 


Rt 21 


311-0328-00 


1 kft 




Var 








R122 


321-0205-00 


U3ko 


Vi W 




Prec 


1% 




R124 


321-0198-00 


1.13 left 


%W 




Prec 


1% 




R126 


307-0106-00 


4.7 0 


V«W 






5% 




R 1 30 


321-0107-00 


127Q 


V.w 




Prec 


1% 




R132 


321-0148 00 


340 0 


% W 




Prec 






R134 


321-0182-00 


768 0 


Vi W 




Prec 


1% 




R135 


311-0461-00 


250 0 




Vo r 








R 139 


321-0165-00 


511 O 


Vi w 




Prec 






RU1 


315-0102 00 


1 ko 


V.w 






5% 




R144 


322-0170-00 


576 0 


V« w 




Prec 


1% 




R151 


321 0136-00 


255 0 


Vt w 




Prec 


1% 




R152 


321-0318 00 


20 kO 


ViW 




Prec 


1% 




R1S3 


321-0237-00 


2.87 kft 


V.w 




Prec 


1% 




R154 


321-0223 00 


2.05 kO 


%w 




Prec 


»% 




R1S6 


321-0121-00 


1780 


% w 




Prec 


1% 




R160 


311 0545-00 


2x1 kQ 




Var 








R161 


321-0183-00 


787 0 


V.w 




Prec 


1% 




R162 


321-0121-00 


1780 


V.w 




Prec 


1% 




R164 


321-0150 00 


357 0 


V.w 




Prec 


n 




R165 


315-0622 00 


6.2 kQ 


V.w 






5% 




R174 


321-0151-00 


365 0 


V.w 




Prec 


1% 




R175 


315-0432-00 


4.3 kO 


V.w 






5% 




*180 


311-0169-00 


1000 




Var 








R181 


31 5-0101 -00 


100O 


V.w 






5% 




R183 


321-0069-00 


51.1 0 


Vi W 




Prec 


1% 




R184 


321-0145-00 


3160 


V. W 




Prec 


1% 




R187 


315 0470-00 


47 0 


V.w 






5% 


XI 301 1 -up 


R190* 


311-0385-00 


250 0 




Var 






100-11369 


R1 90 ’ 


311-0385-01 


250 0 




Var 






11370-up 


R191 


315-0102-00 


1 kft 


V.w 






5% 




R194 


321-0145 00 


3160 


V.w 




Prec 


1% 




R197 


315-0470-00 


47 0 


V.w 






5% 


X13011 -up 


R199 


315-0330 00 


330 


V.w 






5% 




R206 


315 0470 00 


47 0 


V.w 






5% 


XI 2347-1 301 OX 


R207 


315-0470-00 


47 0 


V.w 






5% 


XI 2347-1 301 OX 


R210 


321-0217-00 


1.78 kO 


'/• w 




Prec 


1% 




R21 1 


321 0217-00 


1.78 kft 


'/.w 




Prec 


1% 




R2I3 


321-0229-00 


2.37 kO 


'/• W 




Prec 


1% 




R214 


321 0229-00 


2.37 kft 


V.W 




Prec 


1% 




R215 


311-0462-00 


1 kft 




Var 








R21 7 


321 -0369-00 


68.1 kft 


V.w 




Prec 


1% 




R218 


315-0102-00 


lkft 


V.w 






5% 




*219 


315-0185-00 


1.8 MO 


V.w 






5% 




*221 


321-0159-00 


442 0 


V.W 




Prec 






R222 


323-0154 00 


392 0 


V? w 




Prec 


1% 




R224 


321-0161-00 


464 0 


V.w 




Prec 


1% 




R226 


321-0094-00 


93.1 O 


V.w 




Prec 


1% 




R227 


315-0912-00 


9.1 kQ 


V.w 






5% 




R228 


315-0243-00 


24 kft 


V.w 






5% 




*231 


321-0159-00 


442 0 


Vi W 




Prec 


1% 




R234 


321-0161-00 


464 ft 


V.w 




Prec 


1% 




R235 


315-0102 00 


1 kft 


V.w 






5% 




R236 


321-0094 00 


93.1 O 


Vi W 




Prec 


1% 





'Furnished as o unit with SW743 



7-11 



Electrical Parts List-Type 422/R422 (SN 100-19,995) 



Resistors (Coni) 



Tektronix 



Ckt. No. 


Port No. 




Description 








S/N Ronoe 


R237 


31J -0496-00 


23 kO 




Vor 






100-2709 


R237 


3H -0463-00 


5kfl 




Vor 






2710-op 


R239 


315-0201-00 


200Q 


V.w 






5% 




R241 


321-01 94-00 


1.02 kO 


%W 




Prec 


1% 




R242 


321 -0097-00 


100 Q 


V. W 




Prec 


i% 




R244 


323-0186-00 


845 0 


‘/>W 




Prec 


1% 




R245 


323-0186 00 


845 0 


7,w 




Prec 


1% 




R248 


321-0189 00 


909 0 


'/.W 




Prec 


1% 




R249 


321-0208-00 


1.43 kO 


V.w 




Prec 


1% 




R251 


321-0194-00 


1.02 kO 


%W 




Prec 


1% 




R252 


321-0097-00 


100 Q 


'/• w 




Prec 


1% 




R254 


323-0186-00 


845 0 


V,w 




Prec 


1% 




R255 


323-0186-00 


845 0 


'/.W 




Prec 


1% 




R260 


301-0361-00 


3600 


v,w 






5% 




R261 


3150102 00 


1 kO 


V.w 






5% 




R262 


315-0222-00 


2.2 kO 


'AW 






5% 




R263 


301-0431-00 


430 0 


•AW 






5% 




R264 


315-0681-00 


680 0 


v.w 






5% 




R265 


3150272-00 


2.7 kO 


V.w 






5% 




R267 


315-0472-00 


4.7 kO 


v.w 






5% 




R269 


31 5-0222-00 


2.2 kO 


'AW 






5% 




R273 


301-0431-00 


430 0 


'AW 






5% 




R274 


315-0681-00 


680 0 


'AW 






57. 




R275 


315-0272-00 


2 7 kO 


V.w 






5% 




R277 


315-0472 00 


4.7 kO 


'AW 






5 % 




R279 


315-0222-00 


2.2 kO 


'AW 






5% 




R281 


315-0152-00 


1.5 kO 


V.w 






57. 




R282 


315-0152-00 


1.5 kO 


V.w 






5% 




R284 


315-0271-00 


270 0 


'AW 






57, 




R29I 


315-0223-00 


22 kO 


'AW 






5 % 




R294 


3154)122-00 


17 kO 


'Aw 






5% 




R295 


315-0471 00 


470 O 


•AW 






5% 




R299 


315-0330-00 


330 


'/.W 






57. 




R302 


321-0385-00 


100 kO 


V.w 




Prec 


1% 




R321 


3154)151-00 


1500 


V.w 






S% 




R323 


31541163-00 


16 kQ 


'AW 






5% 


100-268 


R323 


3154)562 00 


5.6 kO 


'Aw 






5 % 


269-op 


R324 


3154)122 00 


1.2 kO 


•Aw 






57. 




R331 


3154)103-00 


10 kO 


'AW 






5*4 




R332 


3214)289-00 


10 kO 


'/• w 




Prec 


1 % 




R333 


321-0289-00 


10 kO 


%w 




Prec 


1% 




R334 


3154)103-00 


io kn 


V. w 






5% 




R342 


3150243-00 


24 kO 


'A w 






57, 




R343 


315-0123-00 


12 kO 


'Aw 






5% 




R344 


3154)102 00 


IkO 


'/.w 






5% 





Electrical Parts List— Type 422/R422 (S H 100-19399) 



Resittor* (Coofj 



Tektronix 

Ckf. No. Port No. Description 



R345 


31 5-0202-00 


2kfi 


R346 


315-0392-00 


3.9 in 


R347 


315-0472-00 


4.7 In 


R349 


321-0408-00 


174 kn 


R350 


311-0464-00 


25 kn 


8352 


315-0622-00 


6.2 kO 


R353 


321-0414-00 


200 kn 


R355A i 

R355B 


311-0534-00 


100 kfl 
5 k n 


R356 


315-0103-00 


10 kn 


R357 


321-0387-00 


105 kn 


R363 


315-0132-00 


UkQ 


R364 


3154)621-00 


620 n 


R372 


3214)154-00 


392 n 


R374 


321-0194-00 


1.02 kn 


R377 


315-0390-00 


39n 


R378 


315-0431-00 


4300 


R379 


3074)103-00 


2.7 0 


R403 


3V 54)3024)0 


3 kfl 


R404 


315-0104-00 


ioo kn 


R405 


315-0301-00 


300 0 


R406 


321-0255-00 


4.42 kn 


R414 


315-0431-00 


430 n 


1415 


321-0203-00 


1.27 kn 


R423 


3154)180 00 


i8n 


R424 


3214)287-00 


9.53 kn 


R424 


321-02894)0 


10 kO 


R425 


3154)102-00 


IkO 


R427 


321-02994)0 


127 kO 


R428 


321-0239-00 


3.01 kn 


R429 


315 0202-00 


2 kO 


R432 


315-0153-00 


15 kO 


R433 


3154)473-00 


47 kO 


R434 


321-0254-00 


432 kO 


R435 


3154)432-00 


4.3 kO 


R436 


315-0104-00 


ioo kn 


R437 


31 5-0102-00 


i kn 


R438 


315-0113-00 


11 kO 


R440A' ; 


311-0468-00 


100 kO 


R440B 


3154)473-00 


47 kn 


R440C 


323-0401-00 


147 kn 


R440D 


3234)430-00 


294 kn 


R440E 


323-0459-00 


590 kn 


R440F 


3234)497-00 


1.47 Mn 


R440F 


323-0497-07 


1.47 Mn 


'Furnished os o 


unit with SW355. 




' Furnished as a 


unit with SW745. 





'/- w 






5 % 


'AW 






5 % 


Y- w 






5 % 


y.w 


Var 


Prec 


1% 


y-w 






5 % 


'/.w 


Vor 


Prec 


1 % 


'/|W 






5 % 


•/.W 




Prec 


1% 


V4W 






5 % 


'/-w 






5 % 


y.w 




Prec 


1% 


'/.W 




Prec 


1% 


y- w 






5 % 


y-w 






5 % 


y-w 






5 % 


y-w 






5 % 


y-w 






5% 


y-w 






5% 


y.w 




Prec 


1 % 


y-w 






5 % 


y.w 




Prec 


1 % 


y-w 






5 % 


y.w 




Prec 


»% 


y.w 




Prec 


1% 


y-w 






5% 


y.w 




Prec 


1% 


'/.w 




Prec 


1% 


y-w 






5 % 


y-w 






S% 


y-w 






5% 


y.w 




Prec 


1 % 


y-w 






5% 


y-w 






5 % 


y-w 






5% 


y-w 


Var 




5% 


y-w 






5 % 


'AW 




Prec 


1 % 


'AW 




Prec 


1 % 


y,w 




Prec 


1 % 


'AW 




Prec 


1 % 


'AW 




Prec 


0.1% 



S/N Ronge 



100-3079 

3080-up 



100-8149 

8150-up 






7-13 



Electrical Puts List-Type 422/R422 (SN 10019,999) 



Rnitton (Cont) 



Tektronix 



Ckt. No. 


Port No. 




Description 






R440G 


323-0497-00 


1.47 Mn 


y*w 


Prec 


1% 


R440H 


323 0497-00 


1.47 MO 


'Aw 


Prec 


1 % 


R440J 


323 0497-00 


1 47 MO 


’AW 


Prec 


1% 


R440K 


323-0497-00 


1.47 MO 


y,w 


Prec 


1% 


R4401 


323 0497 00 


1.47 Mn 


'AW 


Prec 


1 % 


R440M 


323-0497-00 


1.47 Mn 


y,w 


Prec 


1% 


R440N 


323-0497-00 


1 .47 Mi) 


'/jW 


Prec 


1% 


R440P 


323-0497-00 


1.47 Mn 


Vi W 


Prec 


17. 


R440R 


323-0497-00 


1.47 Mn 


Vi W 


Prec 


1 % 


R440T 


315-0161-00 


160 n 


V. w 




5*4 


R441 


315-0270-00 


27n 


'AW 




57. 


R442 


315-0100-00 


ion 


'AW 




57. 


R443 


315-0432-00 


4.3 kn 


'AW 




5% 


R445 


307-0106-00 


4.7 n 


V.w 




5 % 


R447 


303-0752-00 


7.5 kn 


1 w 




5 % 


R45J 


321-0337-00 


3Ukn 


V.W 


Prec 


17. 


R452 


321-0322-00 


22 .i kn 


'Aw 


Prec 


1% 


R456 


315 082 ? 00 


820 Q 


•Aw 




5 % 


R457 


321-0326-00 


243 kn 


V.w 


Prec 


1 % 


R464 


321-0255-00 


4.42 kn 


%W 


Prec 


17. 


R470 


315-0471-00 


470 n 


•AW 




5 % 


R471 


321-0274-00 


6.98 kn 


V.w 


Prec 


1 % 


R472 


321 0317-00 


19.6 kn 


y.w 


Prec 


1 % 


R474 


315 0751-00 


750 n 


'/.w 




5 % 


R475 


315 0471-00 


470 n 


V 4 w 




5% 


R476 


315-0471-00 


470 n 


'AW 




5 % 


R477 


321-0154-00 


392 n 


V.w 


Prec 


1 % 


R478 


315-0102-00 


i kn 


'AW 




5 % 


R479 


315-016200 


1.6 kn 


V.w 




5 % 


R498 


3070104-00 


3-3 n 


'AW 




5*4 


R499 


3070104-00 


3.3 n 


'AW 




5% 


R501 


3150334-00 


330 kn 


V.w 




5 % 


R501 


3150304-00 


300 kn 


y.w 




5 % 


R504 


3210164-00 


499 n 


%W 


Prec 


1 % 


R504 


321-0154-00 


392 n 


•Aw 


Prec 


17. 


R510 


3150332-00 


3.3 kn 


V.w 




5% 


R51 1 


321-0385-00 


ioo kn 


V.w 


Prec 


1*4 


R512 


311-0496-00 


2.5 kn 


Vor 






R512 


311051000 


io kn 


Vor 






R513 


315010300 


10 kn 


•AW 




5*4 


RSI 4 


3150100-00 


ion 


V.w 




57. 


R5I5 


3150104-00 


ioo kn 


'/.w 




5% 


R516 


315-0104-00 


100 kn 


V.w 




5% 


R524 


315-0302-00 


3kn 


'/.w 




5 % 


R527 


321-0652-00 


145 kn 


V.w 


Prec 


'/.*4 


R529 


315012400 


120 kn 


'AW 




5-4 


R529 


31 50334-00 


330 kn 


'AW 




5% 



7-14 



S/N Ronge 



100-1059 

1060-up 

100-2949 

2950-up 

X9563-up 



100-9562 

9563-up 



X600 up 



X600-up 



100- 59V 

600- up 



<K 



Electrical Puts Lid-Type 422/R422 (SN 100-19,999) 



Retittor* fContJ 



Tektronix 



at. No. 


Port No. 




R530A ) 
R530B ) 


311-0470-00 


2x50 kn 


R531 


315-0331-00 


330 n 


R531 


315-0621-00 


620(1 


R533 


315-0273-00 


27 kn 


R533 


315-0363-00 


36 kO 


R534 


315-0104-00 


ioo kn 


R535 


311-049700 


50 kn 


R536 


321-038400 


97.6 kn 


R537 


321-065100 


15.8 kn 


R542 


3070113 00 


5.1 a 


R542 


308041700 


5.1 n 


R543 


315075100 


750 n 


R544 


•310061800 


7.8 kn 


R546 


322019400 


1.02 kn 


R548 


3150334-00 


330 kn 


R554 


•310061900 


13.5 kn 


R556 


321-017800 


698 n 


R558 


315-033400 


330 kn 


R569 


3070103-00 


2.7 n 


R714 


321-021700 


1.78 kn 


R715 


315-0222 00 


2.2 kn 


R7J6 


3150222 00 


2.2 kn 


R717 


303-0332-00 


3.3 kn 


R718 


321-027300 


6 .B 1 kn 


R7I9 


321-0245-00 


3.48 kn 


R721 


307010500 


3.9 n 


R725 


311051600 


ison 


R729 


301-033200 


3.3 kfl 


R733 


315018200 


1.8 kn 


R734 


315-0432-00 


4.3 kn 


R735 


315-047400 


470 kn 


R738 


315010200 


i kn 


R741 


315022400 


220 kn 


R742 


3150106-00 


10 MO 


R743 


315-022400 


220 kn 


R744 


315-010600 


i 0 Mn 


R745 


315-022400 


220 kn 


R746 


3150106-00 


io Mn 


R761 


315018300 


I8kn 


R763 


321 0438-00 


357 kn 


R763 


321-0445-00 


422 kn 


R764 


315-075300 


75 kn 


R773 


321-0445-00 


422 kn 


R774 


3150104-00 


ioo kn 


R775 


3150102-00 


i kn 


R780 


311-046300 


5kn 


R780 


311-0510-00 


io W1 


R781 


3210364-00 


60 4 kn 



Description 



Vor 



%w 






5% 


V- W 






5% 


y-w 






5% 


14 W 






5% 


%w 


Vor 




5% 


'/• W 




Prec 


1% 


%W 




Prec 


y-% 


*/- w 






5% 


ViW 




WW 


2% 


y 4 w 






5% 


4 W 




Prec 


1% 


%w 




Prec 


1% 


V4W 






5% 


4 W 




Prec 


1% 


14 W 




Prec 


1% 


'/- w 






5% 


V-w 






5% 


%w 




Prec 


1% 


'4 w 






5% 


y-w 






5% 


l w 






5% 


V.w 




Prec 


1% 


'/.w 




Prec 


1% 


v-w 


Var 




5% 


y»w 






5% 


V-w 






5% 


V. w 






5% 


v-w 






5% 


V-w 






5% 


*4 w 






5% 


v-w 






5% 


V-W 






5% 


v- w 






5% 


y-w 






5% 


y-w 






5% 


y-w 






5% 


'/.W 




Prec 


1% 


V.w 




Prec 


1% 


v-w 






5% 


»/ # w 




Prec 


1% 


y-w 






5% 


y-w 


Var 




5% 




Vor 






%w 




Prec 


1% 



S/N Range 



100-15 7 
158- up 
100-599 

600-up 



100 5699 
5700-up 



XI 3280-up 
XI 3280-up 



XI 3280-up 

100-765 

766-up 



100-765X 

100-319 

320-up 



Beetric*l Parts List— Tjrpe 422/R422 (SN 100-19^99) 



Resistors fConf) 



Tektronix 



at. No. 


Part No. 




Description 






S/N Range 


R783 


321 -0280-00 


8.06 kn 


% w 


Prec 


1% 




R785 


315-0134-00 


130 IcO 


y.w 




5% 


100-765 


R785 


321-0399 00 


140 W) 


y.w 


Prec 


1% 


766-up 


R786 


321 -0641- 00 


10 kO 


y.w 


Prec 


1% 




R787 


321-0126-00 


200 0 


y.w 


Prec 


1% 




R810 


303-0105-00 


1 MO 


1 w 




5% 




R825 


305-0564-00 


560 kO 


2 W 




5% 




R829 


315-0363-00 


36 kO 


% W 




5% 




R831 


303-0225-00 


22 MO 


1 W 




5% 




R832 


303-0225-00 


22 m 


1 W 




5% 




R833 


311-0469-00 


1 MO 


Vor 








R834 


303-0185-00 


10 MO 


1 W 




5% 




R837 


311-0498-00 


500 kO 


Vor 








R838 


315-0203 00 


20 kO 


V* w 




5% 




R839 


321-0418 00 


221 kO 


y.w 


Prec 


1% 


X4330-up 


R841 


315-0752-00 


70 kO 


y 4 w 




5% 




R843 


315-0183-00 


18 kO 


y.w 




sy. 




R844 


315-0433-00 


43 kO 


y. w 




5% 




R846 


315-0274-00 


270 kO 


y.w 




5% 




R851 


311-0112-00 


15 kO 


Vor 








R852 


315-0622-00 


62 kO 


y.w 




5% 




R854 


311-011000 


100 kO 


Vor 








R855 


311-0467-00 


100 kO 


Vor 








R856 


311-0579-00 


20 kO 


Var 






X1890-up 


R860 


315-015200 


lOkO 


y.w 




5% 


X9563op 


R861 


315-01 00-00 


too 


y.w 




5% 




R862 


315-0301-00 


3000 


y.w 




5% 


X9563-up 


R863 


323-0268-00 


604 kO 


y,w 


Prec 


1% 




R864 


315-0101-00 


1000 


y.w 




5% 




R865 


3150562-00 


5.6 kO 


y.w 




5% 




R866 


315015000 


150 


y.w 




5% 




S867 


321022600 


2.21 kO 


V.w 


Prec 


1% 




R868 


315027200 


27 kO 


y.w 




s% 




R869 


311050800 


50 kO 


Vor 














Switches 










Unwired or Wired 












SW1 


260-066500 


Lever 


CH 1 AC GND DC 








swio 


260-066100 


Rotary 


CH 1 VOLTS/D1V 






100-2439 


SWIO 


Wired *262-070900 


Rotary 


CH 1 VOLTS/DIV 






100-2439 


SWIO 


260066101 


Rotory 


CH 1 VOLTS/DIV 






2440-13371 


SwiO 


Wired *262-070900 


Rotary 


CH 1 VOLTS/DIV 






2440-13371 


SWIO 


260-066102 


Rotary 


CH 1 VOLTS/DIV 






13372-up 


SWIO 


Wired *262-084501 


Rotary 


CH 1 VOLTS/DIV 






13372-up 


SW101 


260066500 


Lever 


CH 2 AC GND DC 








SW110 


260-066100 


Rotary 


CH 2 VOLTS/DIV 






101-2439 


SW110 


Wired *262071000 


Rotary 


CH 2 VOLTS/DIV 






101-2439 


swno 


260-066101 


Rotory 


CH 2 VOlTS/DIV 






2440-13371 


SW110 


Wired *262-071000 


Rotory 


CH 2 VOLTS/DIV 






2440-13371 


swno 


260 066102 


Rotory 


CH 2 VOLTS/DIV 






13372-up 


swno 


Wired *262-0845-02 


Rotory 


CH 2 VOLTS/DIV 






13372-up 


SW150 


260-0583 00 


Slide 


X10 GAIN AC 






100-299 


SW150 


260-0583-01 


Slide 


XI 0 GAIN AC 






300-up 


SW195 


260-058300 


Slide 


INVERT 






100-299 


SW195 


260-058301 


Slide 


INVERT 






300-up 



<$! 
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Switch*! (Conti 



Electrical Parts List-Type 422/R422 (SN 100-19399) 



Tektronix 



Ckt. No. 


Port No. 




Description 


S/N Range 


SW260 


260-0660 00 


Rotary 


Mode 




SW305 


260-0662-00 


Lever 


Trigger Source 




SW310 


260-0663-00 


Lever 


Trigger Coupling 




SW315<3} 


260-0516-00 


Micro 




$W355 : 


311-0534-00 








SW31 5(3) 
SW355 


Wired *262-0712-00 




LEVEL 




SW365 


260-0664-00 


Lever 


SLOPE 




SW440 


260-0659-00 


Rotory 


TIME/DIV 


100-599 


SW440 


Wired *262-0711-00 


Rotary 


TIME/DIV 


100-599 


SW440 


260-0659-01 


Rotary 


TIME/DIV 


600-up 


SW440 


Wired *262-0772-00 


Rotary 


TIME/DIV 


600-up 


SW535 


260 0583-00 


Slide 


X10 MAG 


100-299 


SW535 


260-0583-01 


Slide 


X10 MAG 


300-up 


SW741* 


31 1-0385-00 




CAL |CH 1 VAR VOLTS/ DIV) 


100-11369 


SW741* 


311-0385-01 




CAL |CH 1 VAR VOLTS/DIV) 


11370-up 


SW74r 


311-0385-00 




CAL (CH 2 VAR VOLTS/DIV} 


100-11369 


SW743" 


311-0385-01 




CAL (CH 2 VAR VOLTS/DIV} 


11370-up 


SW745" 


311-0468 00 




CAL (VAR TIME/DIV} 







Trandorawn 




T201 


276-0541-00 


Core, Ferrite 




T202 


276-0541-00 


Core, Ferrite 




T401 


•120-0380-00 


Toroid. 4 turns, Tiifilor 




T0O1 


*120-0378-00 


R V. Power 


100-157 


T801 


•120-0278-01 


H. V Power 


158-4329 


T801 


*120-0378-02 


H. V. Power 


4330-up 







Electron Tubes 




V13 


154-0417-00 


8056 




VI 13 


154-0417-00 


8056 




V443 


154-0461-00 


8393 




V739 


1 54-0370-00 


Z21000 




V829 


*154-0432-00 


GV4. S-1400, checked 




V859 


*154-0466-00 


T4220-31-1 CRT Standard Phosphor 


100-1889 


VB59 


•154-0466-05 


T4220-3M CRT Standard Phosphor 


1890-up 



Furnished os o unit with R355A. B 
‘Furnished os o unit with R90 
'Furnished as a unit with R190. 



•furnished os a umt with R440A 



FIGURE AND INDEX NUMBERS 



Items m this section ore reserved by figure ond index numbers to the illustrations 
which appear on the pullout pages immediately following the Diagrams section of this 
instruction manual 



INDENTATION SYSTEM 

This mechanical ports list is indented to indicate item relationships. Following is an 
example of the indentation system ised in the Description column 

Assembly and/or Component 
Detail Pori of Assembly ond/or Component 
mounting hardware for Detoii Pori 
Pons of Detail Port 

mounting hardware for Ports of Detail Port 
mounting hardware for Assembly ond/or Component 

Mounting hardware always appears in the same indentation as the item it mounts, 
while the detail parts ore indented to the right indented items are part of. ond included 
with, the next higher indentation. 

Mounting hardware must be purchased separately, unless otherwise specified. 



PARTS ORDERING INFORMATION 

Replacement parts are available Com or through your local Tektronix, Inc. Field Office 
or representative 

Chonges to Tektronix instrument ore sometimes mode to accommodate improved 
components as they become available, ond to give you the benefit of the latest circuit 
improvements developed in our engineering department It is therefore important, when 
ordering ports, to include the following information m your order Part number, instru- 
ment type or number, serial or model number, and modification number if applicable 

If a port you have ordered has been replaced with a new or improved part, your 
local Tektronix. Inc. Field Office or representative will contoct you concerning ony change 
in part number 

Change information, if any, is located at the rea' of this manual 



ABBREVIATIONS AND SYMBOLS 

For on explanation of the abbreviations ond symbols used »n this section, please refer 
to the page immediately preceding the Electrical Ports list in this instruction manual. 




Mechanical Parts List— Type 422/1422 (SN 100-19399) 



INDEX OF MECHANICAL PARTS UST ILLUSTRATIONS 

(Located behind diagram) 

FIG. I FRONT 

FIG. 2 CHASSIS 

FIG. 3 ACCESSORIES 







Type 422/M22 (SH 100-19399) 



SECTION 8 

MECHANICAL PARTS LIST 



FIG. 1 FtONT 



Fig. & 

Index Tektronix 
No. Port No. 



Serial/Model No. 
Eff Disc 



J-? 3 4 * 



Description 



1-1 


262-0709-00 






1 


SWITCH, wired— CH 1 VOITS/DIV 










• 


switch includes. 




260-0661-00 


100 


2439 


1 


SWITCH, u nwired 




260-0661 01 


2440 




1 


SWITCH, unwired 


2 


441-0602-00 






1 


CHASSIS, attenuator 










- 


mounting hordwore: (not included w/cho»is) 




210-0053-00 






2 


IOCKW ASHER. #2, split 




210-0405-00 






2 


NUT. hex., 2-56 xVm inch 


•3 


407-0107-00 






1 


BRACKET, attenuator preamplifier 










- 


mounting hardware: (not included w/braeket) 




210-0053-00 


100 


2439X 


2 


IOCKWASHER. #2, split 




210-0405-00 


100 


2439 X 


2 


NUT, hex.. 2-56 xV u inch 




213-0055-00 






2 


SCREW, thread forming, 2-32 x */u inch, PHS 


-4 


211-0008-00 






2 


SCREW. 4-40 x V 4 inch. PHS 


•5 








2 


RESISTOR, variable 










- 


mounting hardware for each: (not included w/resistor| 




210-0940-00 






1 


WASHER, flat, V 4 ID x % inch OD 




210-0583-00 






1 


NUT. hex.. y 4 -32x»/ u irih 


6 


376-002940 






1 


COUPLING, rod 










• 


coupling includes: 




213-0075-00 






2 


SCREW, set, 4 40 x inch. HSS 


-7 


376-0039-00 


100 


2689 


1 


COUPLING, rod 










. 


coupling includes: 




213-0075-00 






2 


SCREW, set. 4-40 x 3 /„ inch. HSS 




376-0014-00 


2690 




1 


COUPLING, wire 




103-0049-00 


X2690 


4929 


1 


ADAPTER, shaft coupling (long) 




103-0049-04 


4930 




1 


ADAPTER, shaft coupling (long) 




103-0050-00 


X2690 


4929 


1 


ADAPTER, shaft coupling (short) 




103-005042 


4930 




1 


ADAPTER, shaft coupling (short) 


-8 


136-010140 






1 


SOCKET, nuvistor. 5 pin 










- 


mounting hardware: (not included w/socket) 




213-005540 






2 


SCREW, thread forming. 2-32 x Vi* inch, PHS 


-9 


384-0339-00 


100 


2689 


1 


ROD, shah, attenuator 




384-039840 


2690 




1 


ROD, shah, attenuator 


-10 


131-034440 






8 


CONNECTOR, terminal feed-thru 










- 


mounting hardware for each: (not included w/connector) 




358424140 






1 


BUSHING, plastic 


•11 








9 


CAPACITOR 










- 


mounting hardware for each: (not included w/capocitor) 




2144456-00 






1 


FASTENER, plastic 



< 8 * 
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Mechanical Parts Ust-Tpe 422/R422 (SR 100-19,999) 



FIG. 1 FRONT (cont) 

Fig. & Q 



Index 

No. 


Tektronix 

Part No. 


Serlal/Model No. 
Eff Disc 


t 


Description 

1 2 3 « 3 


M2 


337-0716-00 






1 


SHIELD, attenuator 


-13 


384-0341-00 






1 


ROD, shaft. gain 


-14 


6700404-00 






1 


ASSEMBLY, circuit board— CHANNEL 1 PREAMP 












assembly includes: 




388-0613-00 






1 


BOARD, circuit 












board includes: 


-15 


214-0507-00 






15 


PIN. connector, 45* 


-16 


1 36-01 8300 






8 


SOCKET, transistor, 3 pin 












mounting hardware: (not included w/as&embly) 


-17 


211-0097-00 


100 


2559 


3 


SCREW. 4-40 x Vw PUS 




211-0116-00 


2560 




3 


SCREW, sems, 4-40x7* inch, PHB 




210-0054-00 


100 


2559X 


3 


LOCK WASHER, #4 split 




210-0994-00 


100 


2559X 


3 


WASHER, flat. 0.125 ID *0 250 inch OD 










• 


mounting hardware: (not included w/switchj 


-18 


211-0097-00 


100 


1059 


2 


SCREW, 4-40 x »/u inch. PHS 




211-0006-00 


1060 




2 


SCREW, 4-40 x y 4 inch. PH$ 




210-0054-00 


XI 060 




2 


LOCKWASHER. #4 split 




210-0851-00 






2 


WASHER, flat. 0.119 IDxVe inch OD 


-19 


210-0988-00 


100 


2439 


2 


WASHER, spherical, 0 406 ID x 0.562 inch OD 




210-0976-00 


2440 




2 


WASHER, flat. 0.390 ID x 0 562 inch OD 




2100413-00 






1 


NOT, hex.. a /e-32 x % inch 


•20 


366 0250-00 






1 


KNOB, large charcoal— CH 1 VOLTS/DIV 










. 


knob includes: # 




213-0004-00 






1 


SCREW, set. 6-32 x V 14 inch. HSS 


-21 


366-0140-00 






1 


KNOB, small red— VARIABLE CAL 










• 


knob includes; 




213-0004-00 






1 


SCREW, set. 6-32 x*/ u inch. HSS 


22 


366-0153-00 






1 


KNOB, small chorcoal-SCALE ILLUM 










- 


knob includes: 




213-0004-00 






1 


SCREW, set. 6-32 x 7u inch, HSS 


-23 


366-0153-00 






1 


KNOB, small chorcool-ASTIGMATtSM 












knob includes: 




213-0004-00 






1 


SCREW, set. 6-32 x Vu inch. HSS 


-24 


366-0153-00 






1 


KNOB, small charcoal— FOCUS 










- 


knob includes: 




213-0004-00 






1 


SCREW, set. 6-32xy M inch. HSS 


-25 


366-01 53-00 






1 


KNOB, small charcoal— INTENSITY 










• 


knob includes: 




213-0004-00 






l 


SCREW, set. 6-32 x Vu inch. HSS 


•26 


333-0838 00 






1 


PANB. front 










■ 


mounting hordwore: (not included w/ panel) 




213-0055-00 






2 


SCREW, threod forming. 2-32 x »/* inch, PHS 


-27 


214-0552-00 


100 


122X 


1 


GASKET, rubber 


-28 


366-01 53-00 






2 


KNOB, small charcoal-POSlTION 










• 


each knob includes: 




213 0004-00 






1 


SCREW, set, 6-32 x Vu inch. HSS 


29 


3480031-00 






7 


GROMMET, plastic, Via inch diameter 


-30 


384-0338-00 






1 


ROD, assembly, w/ plastic knob 
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Mechanical Parts List— Type 422/R422 (SH 100-19,999) 



HO. 1 FtONT Icon t) 



Fig. & 



Index 


Tektronix 


Sorial/Model No. 


No. 


Port No. 


Eff 


Disc 


1-31 


200-0604-00 


100 


8579 




200-06044)2 


8580 




•32 


348-0077-00 






-33 


214-0518-00 


100 


5339 




2M-0756-00 


5340 




-34 


214-053100 






•35 


348-0013-00 






-36 


200-0603-00 


100 


8579 




200-0603-01 


8580 






214-0210-00 


3(8580 






214432094)0 


X8580 






361-0009-00 


X8580 




-37 


348-0071-00 






-38 


2144)594-00 






-39 


200-0632430 






-40 


2 1 4-0529 00 


100 


8579 




204-0282-00 


8580 




-41 


21 4-0530-00 


100 


8579 




21 4-07874)0 


8580 




-42 


366-0140-00 








213 0004 00 






43 


366-0250-00 








213-0004-00 






-44 


262-0710-00 








260-0661-00 


100 


2439 




260-0661-01 


2440 




-45 


4414)602-00 








210-00534)0 

2104)405-00 






•46 


407-0107-00 








210-0053-00 


100 


2439X 




210-0405-00 

2134X355-00 


100 


2439X 


-47 


211-0008 00 






-48 


210-0940-00 

210-0583-00 






49 


3764X329 00 








213-0075-00 






•50 


376-0039-00 


100 


2689 




213-0075-00 

376-0014-00 


2690 






103-0049-00 


3(2690 


4929 




103-00494 U 


4930 






103-0050-00 


3(2690 


4929 




103-0050-02 


4930 





O 

t 

y i » > 4 s 



Description 



I ASSEMBLY, front cover 

1 ASSEMBLY, front cover 

• assembly includes: 

1 CUSHION, cover bottom 

2 PIN, hinge 

2 PIN, hinge 

2 LATCH, chrome 

4 FOOT, rubber 

1 ASSEMBLY, accessory cover 

1 ASSEMBLY, accessory cover 

• assembly includes: 

I ASSEMBLY, solder spool 

assembly indudes: 

1 SPOOL solder 

• mounting hardware: (not included w/ossembly) 

1 SPACER, plastic, 0.188 inch long 

1 CUSHION, accessory cover lid 

2 PIN, actuator 

2 CAP, actuator, block plastic 

1 LATCH, plunger 

1 BODY, latch 

1 LATCH, grommet 

1 STEM, latch 
1 KNOB, small red— VARIABLE CAL 
knob indudes: 

I SCREW, set. 6-32 x V»4 inch. HSS 

I KNOB, large charcoal— CH 2 VOLTS/DIV 

• knob includes: 

1 SCREW, set, 6-32 x ’/u inch. HSS 

1 SWITCH, wired— CH 2 VOLTS/DIV 
switch indudes: 

1 SWITCH, unwired 

1 SWITCH, unwired 

1 CHASSIS, attenuator 

• mounting hardware: (not included w/chossii} 

2 LOCKWASHER, #2, split 

2 NUT. hex., 2-56 x >/u inch 

1 BRACKET, attenuator preamplifier 
mounting hardware: (not included w/bracket) 

2 LOCKWASHER. #2 split 

2 NUT, hex., 2-56 x Vu inch 

2 SCREW, thread forming, 2-32 x*/* inch, PHS 
2 SCREW. 4 40 xV 4 inch, PHS 

2 RESISTOR, variable 

- mounting hardware for each: (not included w/resistor| 

1 WASHER, flat, % IDx 3 /. inch OD 

1 NUT, hex., */ 4 -32 x 5 /u inch 

1 COUPUNG, rod 

• coupling includes: 

2 SCREW, set. 4-40 x ty,, inch. HSS 

1 COUPUNG, rod 

- coupling indudes: 

2 SCREW, set. 4-40 x Vs? inch, HSS 

1 COUPLING, wire 

1 ADAPTER, shaft coopting (long) 

1 ADAPTER, shaft coupling (long) 

1 ADAPTER, shaft coupling (short) 

1 ADAPTER, shaft coupling (short) 



Mechanical Parts List-Type 422/R422 (SN 100-19J99) 



HG. 1 

Fig. & Q 



Index 


Tektronix 


Serial/Model No. 


t 


No. 


Part No. 


Eff 


Disc 


y 


1-51 


1364)101-00 






1 




2134)0554)0 






2 


-52 


384-033900 


100 


2689 


1 




384-0398 00 


2690 




1 


-53 


131-0344-00 






8 




3584)2414)0 






1 


-54 








9 




2144)456-00 






1 


•55 


337-0716-00 






1 


-56 


384-0341-00 






1 


-57 


670-0405-00 


100 


13010 


1 




670 0405-02 


13011 




1 




388-06144)0 


100 


4769 


1 




388-06144)1 


4700 




1 


-58 


214-05074)0 






12 


-59 


1364)183-00 






8 


-60 


2604)583-00 


100 


299 


2 




260-0583 01 


300 




2 




213-00444)0 






2 


41 


211-0097-00 


10C 


2559 


3 




211-0116-00 


2560 




3 




210-0054-00 


100 


2559X 


3 




210-0994-00 


too 


2559X 


3 


-62 


21 1 -0097-00 


100 


1059 


2 




211-0008-00 


1060 




2 




210-0054-00 


XI 060 




2 




210-0851-00 






2 


•63 


210-0988-00 


100 


2439 


2 




21009764)0 


2440 




2 




2104)4134)0 






1 


-64 


262-0711-00 


100 


599 


1 




2624)722 00 


600 




1 




2604)659-00 


100 


599 


1 




260-06594)1 


600 




1 




1314)371-00 


X600 




2 


-65 


3844)217-00 






1 


-66 


3374)718-00 






1 




211-00084)0 






3 



FRONT (coot) 



Description 

» 1 > 4 » 

SOCKET, ruivistor, 5 pin 

mounting hardwore: (not included w/sockef| 

SCREW, thread forming, 2-32 x # / >a inch, PHS 

ROD, shaft, attenuator 

ROD. shaft, attenuator 

CONNECTOR, terminol feed-thru 

mounting hardware for each: (not included w/connecfor] 

BUSHING, plastic 

CAPACITOR 

mounting hardware for each: (not included w/capaciior| 
FASTENER, plastic 

SHIELD, attenuator 
ROD. shaft, gain 

ASSEMBLY, circuit board— CHANNEL 2 PREAMP 
ASSEMBLY, circuit board— CHANNEL 2 PREAMP 
assembly includes: 

BOARD, circuit 
BOARD, circuit 
board includes: 

PIN, connector, 45* 

SOCKET, transistor, 3 pin 
SWITCH, slide 
SWITCH, slide 

mounting hardware for each: (not Included w/switch] 
SCREW, thread forming, 5-32 x 7u inch, PHS 
mounting hardware: (not included w/assembly) 

SCREW, 4-40 x »/u inch, PHB 
SCREW, sems. 4-40 x »/m inch, PHS 
LOCK WASHER, #4 split 
WASHER, flat, 0.125 ID x 0.250 inch OD 
mounting hardware: (not included w/switchl 
SCREW, 4-40 x 7u inch, PHS 
SCREW, 4-40 x V, inch. PHS 
LOCKWASHER. split, #4 
WASHER, flat, 0.119 IDx’/e inch OD 
WASHER, spherical. 0.406 ID x 0.562 inch OO 
WASHER, flat. 0.390 ID x 0.562 inch OD 
NUT, hex., %-32 x % inch 



SWITCH, wired 
SWITCH, wired 
switch includes: 

SWITCH, unwired— TIME/DIV 
SWITCH, unwired— TIME/DIV 
CONNECTOR, single contoct 
ROD. extension 
SHIELD, switch 

mounting hordware: (not included w/shield| 
SCREW. 4-40x»/4 inch. PHS 



<8>i 
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Mechanical Parts List-Type 422/R422 (SN 100-19,999) 



FIG. 1 

fig. & O 



Index 

No. 


Tektronix 
Port No. 




Serial/Model No. 
Eff Disc 


t 


1-67 


376-0039-00 






1 




213-0075-00 






2 


•68 








1 




210-0940-00 






1 




210-0583-00 






1 


•69 


348-0056-00 






1 


-70 








1 




210-0018-00 






1 




210-0524-00 






1 


-71 


407-0101-00 






1 




210-0055-00 






2 




210 0449 00 






2 


-72 


211-0097-00 


100 


1059 


2 




211-0008-00 


1060 




2 




210-0054 00 


XI 060 




1 




210-0851-00 






2 


73 


210-0840-00 






1 




210-0413-00 






1 


-74 


366-0031-00 






1 




213-0004-00 






1 


•75 


366-0160-00 






1 




213-0004-00 






1 


-76 


384-0334-00 






1 


-77 


384-0332-00 






1 


78 


384-0336-00 


100 


6989 


1 




384-0336-01 


6990 




1 


■79 


366-0153-00 






1 




213-0004-00 






1 




262 0712-00 






1 


-B0 


260-0516-00 






3 


•81 


214-0574 00 






2 


-82 


337-0715-00 






1 




211-0111-00 






2 


83 


210-0201-00 






1 




211-0007-00 






1 


-84 


131-0344-00 






2 




358 0241-00 






1 



WONT fconfj 



Description 

I t > 4 % 



COUPLING 
coupling includes: 

SCREW, set, 4-40 « %, inch, HSS 
RESISTOR, variable 

mounting hardware; (not included w/resistorj 
WASHER, flat. */ 4 IDx% inch OO 
NUT. hex., V 4 -32 x Vu inch 

GROMMET, plastic. % inch diameter 
CAPACITOR 

mounting hardware: (not included w/capacitor} 

LOCKWASHER, internal, •/* inch 
NUT, hex., Vu-24x»/ 7 inch 

BRACKET, switch rear 

mounting hardware: (not included w/bracket) 
LOCKWASHER, #6, split 
NUT, hex., 5*40 x % inch 
mounting hardware: (not included w/switch) 
SCREW, 4-40 x Vu inch, PHS 
SCREW. 4-40 x V 4 inch. PHS 
LOCKWASHER. split, #4 
WASHER, flat. 0.1 19 x % inch OO 
WASHER, fiat, 0.390 ID x %e inch 
NUT, hex.. >/r32xy, inch 

KNOB, small red— VARIABLE CAL 
knob includes: 

SCREW, set, 6-32 x >/* inch. HSS 
KNOB, large charcoal— TIME/DIV 
knob includes: 

SCREW, set, 6-32 x Vu inch, HSS 
ROD, invert switch, w/knob 
ROD, XI 0. gain AC switch, w/knob 
ROD, power switch, w/knob 
ROO, power switch, w/knob 
KNOB, small chorcool— LEVa 
knob includes: 

SCREW, set, 6-32 x y u inch. HSS 



SWITCH, wired— LEVEL 
switch includes: 

SWITCH, push 
PAD, rubberized 
SHIELD 

mounting hardware: (not included w/ shield) 

SCREW, 2 56x1 inch. PHS 

LUG, solder, SE #4 

mounting hardware; (not included w/lug) 

SCREW, 4-40 x y M inch, PHS 

CONNECTOR, terminal feed-thru 

mounting hardware for each: (not included w/ connector) 
BUSHING, plastic 



< 8 »! 



8-5 



Mechanical Parts List-Type 422/M22 (SN 100 19,999) 



RG. 1 FRONT (coot) 



Fig. & Q 

Index Tektronix Serial/Model No. t 

No Part No. Eff Disc y 



Description 



185 








1 


RESISTOR, variable 












resistor includes: 


-86 


210-0840-00 






1 


ROD. extension 

mounting hardware: (not included w/resistor) 








1 


WASHER, flat. 0.390 ID x Vu inch OD 




210-0413-00 






1 


NUT. hex.. %-32 x % <nch 


-87 


407-009800 






1 


BRACKET 


-88 


401-0026-00 






1 


CAM 












cam includes. 


-89 


213-0020-00 

211-000800 






2 


SCREW, set. 6-32 x % inch. HSS 
mounting hardware: (not included w/switch) 








2 


SCREW. 4-40x7, inch. PHS 


-90 


384-0637-00 






4 


ROD. frame 


•91 


386-0120 00 






1 


PLATE, front casting 


•92 


352-0084-00 






4 


HOLDER, neon 




200-0609 00 






4 


CAP, lamp, neon holder 


-93 


378-0541 -00 






4 


FILTER, lens, neon indicator light 


2680665-00 






2 


SWITCH, lever— AC GND DC 




220-0413-00 






• 


mounting hardware for eoch: (not included w/switch) 








2 


NUT, hex., rod, 4-40 x */u * 0.500 inch long 


-94 


344-0120-00 






2 


CLIP, capacitor mounting 




211-0087-00 






- 


mounting hardware for each: (not included w/clip) 








1 


SCREW. 2-56 x V»* inch. FHS 




210-0405-00 






1 


NUT, hex.. 2-56 x */u inch 


-95 


210-0255-00 






3 


LUG, solder. % inch ID 


-96 








2 


RESISTOR, variable 


-97 


358-0251 -00 






- 


mounting hardware for each: (not included w/resistor) 






2 


BUSHING 


•98 


358 0054-00 






2 


BUSHING, banana jack 




21 0-0046-00 






- 


mounting hardware for each: (not included w/bushing) 








1 


LOCKW ASHER, internal. % ID x 0.400 inch OD . 




2180465-00 






1 


NUT, hex.. V 4 -32x */■ inch 


-99 








5 


RESISTOR, variable 










• 


mounting hardware for each: (not included w/resistor| 




2180940-00 






1 


WASHER, flat. »/ 4 ID x V. inch OD 




2180583-00 






1 


NUT, hex.. 7,-32 x 5 /w inch 


•100 


2080103-00 






1 


CAP, ground stem 


-101 


253 0069 00 


100 


2069 


FT 


TAPE, rubber (two % inch lengths) 




214-0654-00 


2070 


12175 


1 


SPRING, filter 




214-0996-00 


12176 




1 


SPRING, filter 


-102 


260-0662-00 






1 


SWITCH, lever— Triggering Source 




2280413-00 






- 


mounting hardware; (not included w/switch] 








1 


NUT, hex., rod, 4-40 x */u * 0.500 inch long 
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